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Pe3iome

Hamepenne nnddysnonnoit cnocodnoctyn nerknx (DL) no monookeuy yrmepona (DL ) METONOM OIMHOYHOTO BIOXA C 3aI€PXKKOM JbIXaHUS
SIBJIIETCSI BAXKHBIM METOJIOM MCCJIeIOBaHUS Ta3000MeHHOM (hyHKIMM JierkuxX. DL (cuHoHuM: hakTop nepeHoca wimn TpaHcdep-dakTop) — cro-
COOHOCTD JIETKMX TIEPEHOCHUTD KUCIOPO/ U3 albBEOJIIPHOTO Ta3a B KpoBb. Metoapl. JlaHHbIi TOKyMeHT 1o usmepenuio DL paspaboran rpyn-
ot akcnepToB Poccuiickoro pecrimpatopHoro obimiectBa 1 Poccuiickoii acconuaiuy CrenuaincToB GyHKIIMOHAIBHOM JMarHOCTUKU. Bee
9KCMEPThl 00J1aJa10T ONBITOM MPOBEAEHUSI UCCIEI0BaHUSI B COOTBETCTBUU C KPUTEPUSIMU KayecTBa, aHaM3a pe3yIbTaToB UCCAeNOBaHUs U pa3-
paboTKM HAUMOHATBHBIX CTaHIapTOB. Pe3yabTathl. bbumM peKOMEHIOBaHBI TEXHUYECKUE CTaHAApThl M3Mepenus DL, BKIoyas KpuTepun
KauyecTBa M3MEPEHMsI U OLICHKM KayecTBa ucciaenoBanust. [1pu pa3paboTke 3TUX peKOMEHIALIMIA NCTIOIb30BaHbI OIBIT ¥ 3HAHUSI YIEHOB 3KCIePT-
HOIi Tpynmbl. 3akmoyenne. [IpencTaBaeHbl CTaHAApPThl NPOBeAeHUs u3MepeHus DL, anroput™ MHTEpNpeTanuy pe3ysabTaToB, YTO MOJDKHO
CIOCOOCTBOBATH MOBBIIICHUIO KaYeCTBA U3MEPEHUI U eMUHOOOPA3UIO TIPY MHTEPIIPETALIUN TaHHBIX.

KnioueBbie cioBa: usmepenue audhy3MoHHON CITOCOOHOCTH JerkuX; (YHKIUSI CUCTEMbI IbIXaHUS; TEXHUYECKUE CTaHIAPThl; MHTEPIpeTaLus
pEe3yJIbTaTOB.
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Abstract

Measuring of the diffusing capacity of the lung for carbon monoxide (DL) is an important method for assessing the pulmonary gas exchange
function. Diffusing capacity (synonym: transfer factor) is the ability of the lungs to transfer oxygen from the alveolar gas into the blood. Methods.
This document on DL measurement was developed by a group of experts from the Russian Respiratory Society and the Russian Association of
Specialists in Functional Diagnostics. All experts have experience in conducting research in accordance with quality criteria, analyzing research
results, and developing national standards. Results. Technical standards for DL, measurement were recommended, including criteria for the
measurement quality and assessment of the study quality. The expert group members used their experience and knowledge to develop these
guidelines. Conclusion. The article presents standards for DL measurement and an algorithm to interpret the results, which should contribute to
improving the quality of measurements and uniformity in data interpretation.

Key words: diffusing capacity of the lung for carbon monoxide; respiratory system function; technical standards; interpretation of results.
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Onpe,qeneHMe * J100ble UBMEHEHUS, BIUSIONIME Ha TPOCBET (3aKPhI-
THe) ApIxaTeJbHbIX myTei (JI1);

KOJIMYECTBO JIETOYHBIX KAITWJLISIPOB U 00BbEM KPOBHU,
MOCTYyIalollel K BEeHTUJIUPYEMbIM alibBeosaM [1].
DYHKYUOHANbHBIE CE0UCMBA BKITIOUAIOT B CE0s:
dakTuyeckrue o0bEMbBI BEHTWISILUUA U KPOBOTOKA
B JIETKUX;

BEHTWISILITUOHHO-TIEP(HY3UOHHOE COOTHOILIEHUE;
COCTaB aJbBEOJISIPHOTO ra3a;

UccnenoBanue nudp¢y3MoHHON CITOCOOHOCTHU JETKUX — ®
(DL) — 210 MeTOI, KOTOPBII MO3BOISET CYIUTh O CIO-
COOHOCTH JIETKUX CITPABJISITHCS CO CBOE OCHOBHOM (hyHK-
LIMel — TIepeHOCOM KMCI0poaa 13 aTMOC(EepHOro BO3-  *
Iyxa B KpOBb (MJIM ra3000MeHOM ). CITOCOOHOCTD JIETKUX
TPaHCIOPTUPOBATh T'a3 Uepe3 alIbBEOJIIPHO-KANUUIIPHBIA ~ *
Gapbep ONpenessieTcs UX CTPYKTYPHBIMU U QYHKIIMOHAIb-  *

HBIMU CBOMCTBaMU. *  muddy3noHHBIE XapaKTepUCTUKI MeMOpaHbl (AKM
CmpykmypHuble ceolicmeéa BKITIOYAIOT B CeOsI CIICMYIONITe XapaKTepU3yeTCs YPe3BBIYATHO MaJIO TOJNIIUHOMN
TOHSITUS: (okono 0,3 um), HO BecbMa OOJIbIION CyMMapHOI

AHATOMUWYECKUIA pa3Mep JICTKHX;

TOJIIIIMHA U TUIOMIAAb aJbBEOJISIPHO-KATMIIISIPHOK
Mmemb6pansl (AKM), yuacTByomieit B nuddysun ra-
30B;

miomanbio (50—100 m2));

KOHIIeHTpanuio remorioouHa (Hb) B kpoBu anbBeo-
JIIPHBIX KaMUJUISIPOB U €T0 CITOCOOHOCTD CBSI3bIBATH-
€4 C Ta30M, a TAKXe MaplualibHOE HAIIPSXKEHUE ra3a
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B KPOBH, ITOCTYTAIOIIEH B aIbBEOJISIPHbIE KAITUJLISIPBI,

IJie TPOUCXOAUT ra3000MEH.

DL (cunoHuMm: (pakTop nepeHoca, TpaHcdep-dak-
top — TL ) — COCOGHOCTD JIETKMX NEPEHOCUTH KMCIIO-
PO U3 aJIbBEOJISIPHOIO ra3a B KpoBb [ 1, 2].

IMporiecc mepeHoca KUCIOPOAA U3 BIBIXaeMOTO BO3-
IyXa B KaMWUISIPHYIO KPOBb JIETKUX ITOAPA3IACIISIIOTCS
Ha CJIEYIOLINE ITATIbI:

* mnocryrieHue raza B JII1 u anbBeosisipHOe MpoCcTpaH-

CTBO;

* cMemmBaHUe U T GY3Us Ta3a B allbBEOJIIPHBIX XO-

J1axX, aJIbBEOJISIPHBIX MEIIOYKaX U aJIbBEOJIAX;

* mnepeHoc raza yepes AKM;
* cMmelnuBaHue U Auddy3us raza B ria3me aabBeoJIsIp-

HBIX KaITWJLISIPOB;

* nuddy3us yepe3 MeMOpaHy SpUTPOLINTA;
* XUMHUYEcKas peaxklMds CBSI3bIBAHUS KHCI0pOIa
cHb[1,2].

IMokazarens DL mo moHookcuny yriepoaa (CO)
(DL, mo3BoJisieT oLeHUTh NepeHoc kuciaopona (0,)
yepe3 AKM B 3pUTPOLUTHI JIETOYHBIX KaMUJISIPOB.
B To BpeMst Kak 3axBaT GOJILIITMHCTBA PACTBOPUMBIX Ta-
30B (Takux Kak MoHooKcun azora (NO) unm aneTusieH)
OIPAaHUYMBACTCS M PETYIUPYETCS JETOUHBIM KPOBOTO-
KoM, cuibHoe cponactBo Hb k CO u uckimouuTeabHas
CMOCOOHOCTDb 3PUTPOLIMTAPHON Macchl abcopOMpPOBaTh
CO menatot 3axBat CO 3HAYNTEIFHO MEHEE 3aBUCUMBIM
OT cepledyHoro BeiOpoca. bone3Hu, conpoBoxkaaeMbie
cHIDKeHUeM nepeHoca O, U3 JIETKUX B KPOBb, XapaKTe-
pU3yoTCs U cHIXKeHueM nepeHoca CO.

Moka3aHua k uccnegoBaHuio Andy3MoHHON
CMOCOBHOCTMN NEerkux

Nsmepenne DL, okaszaHo B paMKax IMarHOCTUKY JTIO-
00ro M3 IMaTOJOTUIECKUX COCTOSIHUI, COMTPOBOXIAO-
muxcs HapyieHueM nepeHoca CO (M COOTBETCTBEHHO

O,) u3 anbBeOIAPHOTO BO3AYXa B KPoBb [1, 2] (Taba. 1).

Ouenka nuHamuku DL moMoraet KOHTpoIMpoBath Te-

YeHMe TTOIOOHBIX 3a00I¢BAHNUIA.
OcHnognbte nokasanusa K uccienoBaHuio 1ud@y3noH-
HOIt CMTOCOOHOCTH JIETKHUX:

* IWArHOCTMKA U TMHAMMYECKOE HAOIIOICHNE TP UH-
TePCTULIMATBHBIX 3a001eBaHuAX Jerkux (M3J1);

* nuddepeHINaNbHas AMAarHOCTUKA 3a00IeBaHuI Jier-
KIX, a TAaKKe TMHAMUYECKOE HaOMOIeHUE 33 TeUCHUEM
0osie3HU U 3(P(HEKTUBHOCTHIO HA3HAYEHHOI Tepanuu;

* OILIEHKA JIETOYHOI'O Ta3000MeHa y JINIL C TTaTOJIOTUEH
JIPYTUX OPTaHOB 1 CHCTEM;

* BBISIBJICHHME HeXeIaTeIbHBIX 2(P(eKTOB JIeKapCTBEH-
HBIX IIperapaToB (HaIlpuMep, aMuogapoHa, OJIeoMM-
IIMHA U JIP.) ¥ TOKCUYIECKUX BEIIECTB;

* MpenomnepalroHHas OIleHKa COCTOSIHUS MallieHTa;

*  BKCIIePTH3a TPYIOCIIOCOOHOCTH TIPY MpodecCcrnoHalb-
HBIX 3200JICBaHUSIX.

MpoTtuBONOKa3aHMsa K uccneaoBaHnio Anddy3MOHHOK
CMOCOBHOCTM NEerkux

AOCOJTIOTHBIM MPOTUBOMOKA3aHWEM K ITPOBEICHUIO 1C-
clieoBaHUsl SIBJISIETCSI TIPEIIIeCTBOBABIINI KOHTAKT

Tabauua 1

Dusuoaocureckue u namonouMecKue npuvUHsl
Hapywenus oughghy3uonnoil cnocobnocmu ae2kux no
Monokcudy yeaepoda [1]

Table 1

Physiological and pathological causes of impaired diffusing
capacity of the lung for carbon monoxide [1]

CHmxenue DL .,

BHeneroyHble COCTOSHMSI C YMEHbLUEHUEM HaMONHeHusl Nerkux (CHkexue V,),
Bnusiowye Ha D, unn © x V

¢ cnabocTb AbIXaTeNbHbIX MbILL UM HEMONHbIA BAOX

0 Ae(bopmauml rpynHoﬁ KNneTku, He no3ponALas caenatb NONHbIN BAOX
Bone3Hu 1 cocTosiHus, CONpoBOXAALMECS CHUKeHnem O x V@

* aHemus

¢ ieroyHas ambonus

¢ COCTOSIHWSI, NPUBOASLLME K CHIKEHNIO CBA3bIBaHMA kucrnopoaa Hb
(Hanpumep, npu noBbiweHUM koHLueHTpauuu COHb)

TNeroyas natonorus, conpoBoXaakowascs cHikeHvem D, unm © x V@
* pe3eKumsi nerkux (oAHaxo npu 3tom O x V. yBenuumsaetcs)
¢ 06CTPYKTUBHBIE 3a6oneBaHNs Nerkux
« U3n
*  OTeK Nerkux
*  MeroyHbIN BacKynuT
* eroyHas apTepuanbHas runepTeHaus
MNoebiwenve DL

BonesHu 1 cocTosHus, KoTopble yBennuusait O x V.

¢ nonuuutemus
U BHyTpMCEpﬂe‘IHbIﬁ LYHT crieBa HanpaBo

* NeroyHoe KpoBOTeueHMe (He yBennumBaet O x V, HO NoBbIWaeT
KOHLeHTpaumio cBobopHoro Hb B nerkux)

* OpoHxuanbHas actTMa
*  M3MeHeHus CBA3bIBaHUA kucnopoda Hb

*  ¢huanyeckan Harpyska (BOIMOKHO ee BusHue Kak Ha © X V , Tak u Ha D,
cocraensiowme DL )

*  TOPU3OHTaNLHOE MoMoXeHue Tena (chaktop BrmseT Ha © x V, U, BOMOXHO,
Ha D, cocTaensiowyio DL )

*  OXUpeHue

Mpnmevarie: DL, — AcAy3uoHHas CocoGHOCTL NErkwX Mo MOHOKCUAY Yriepoaa; V, - arb-

BeonApHbii 06bem; Hb — remornobus; COHb — kapGokcuremornotik; D, ~ MemBpaHHbiii kow-

MOHEHT ANAY3NOHHOI CMOCOBHOCTM Nerkix; © — CKOPOCTb XVIMUYECKOM PeaKLn CBA3bIBAHNS

MOHoKCYAa Yrniepoaa G remornobuHowm; V., — 06bem nerouHoi kanunnsapoi kposu; A3 -

VIHTEpCTULMANbHbIE 3a60neBaHNg NErkVX.

€O 3HAYUMBIMU KOHLIeHTpanusMu CO (Hampumep, Tipu

OTpaBJICHUU yrapHbIM ra3oM). OTHOCUTEIBHBIMU TTPOTH -

BOITOKa3aHUSIMU CYUTAIOTCS CJIEIYIOIINE:

* OITaCHO HM3KWI ypoBeHb HAckIeHnsT Hb kucmopomom
MPU IbIXaHUY KOMHATHBIM BO3IYyXOM;

*  OOWJIbHBIN TIPHEM MUIIM U SHEPTUYHBIC (PU3HUYECKIE
YIIPaKHEHUsT HETTOCPEACTBEHHO TIepe/l MCCIIeNOBAaHUEM;

* KypeHHE MeHee ueM 3a 2 4 10 ucciaegpoBanus. [Ipu
KYPEHUM CHMXKAETCsI BOBMOXKHOCTD CBsi3biBaHMst Hb
¢ CO, nostomMy obciienyeMbIX CIeayeT MOMPOCUTh
BO3IEPKaThCS OT KyPEeHUS MU KOHTAKTOB C IPYTUMH
ncrounnkamu CO B IeHb IIPOBEIECHMS TECTA;

* yroTpebJeHre aJKoroJis MeHee 4eM 3a 4 4 10 Mcclie-
JIOBaHMSI;
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* OTCYTCTBME KOOIEpaluu «MalnueHT—I0KTOp» (KOr-
HUTUBHbIE HApYILIEHUS, SI3bIKOBOU Oapbep, OeTU
MJIAIIICH BO3PACTHOM IPYIIITHI, TOKWIIBIC TTAIIUCHTEI
v JIp.);

* 3a00JIeBaHUSI U COCTOSIHUSI, HE TIO3BOJISTIOIIME TallUeH-
TY BBIMOJHSATH HEOOXOIMMBIE IbIXaTeJIbHbIE MAaHEBPbI
(IM) (3amepxkaTh gbixaHue Ha 10 ¢, ameKBaTHO BBI-
IMOJITHUTH MaHEBP U3MEPEHMS KU3HEHHON eMKOCTH
nerkux — 2KEJT);

* TpaBMbI U 3200JI€BaHUSI UETIOCTHO-JTULIEBOTO arrapa-
Ta, IPETISITCTBYIOIINE TTPaBUILHOMY 3aXBaTy 3aryOHU-
Ka 1 UCITOJIb30BaHUIO HOCOBOTO 3aKMMa;

* TOCTOSIHHAsl KucJopoaoTepanus (maiyueHT He J0J1-
JKEH T10JIy4aTh KMCJIOPOA0Tepanuio Kak MUHUMYM 3a
10 MyH 10 Havajia ucciaenoBaHus) |3, 4].

*  OCTpBIC PeCIIMPATOPHBIC MHDEKIINH;

* TIepBas Hemels mocjie MHbapKTa MuokKapaa, oCTpo-
o HapylLIEHUsI MO3TOBOTO KpOBOOOpallleHUsI, TU-
MMepPTOHNUYECKOTO KpH3a, OIlepaTUBHOTO BMellla-
TEJIbCTBA;

* JIETOYHbIE KPOBOTEUYEHMSI, KDOBOXapKaHbE;

*  MUACTEHMUsI.

Nsmepenne DL y MalMeHTOB ¢ MPU3HAKAMK WH-
(beKIIMOHHBIX 3a00J1eBaHN (BKITIOUAst TyOEpKYyJie3), BO3-
MOXKHO MPU YCJIOBUU CTPOTOro COOTIOACHNS aKTyaTbHbIX
Ha MOMEHT MCCJIeOBAaHUI CAaHUTAPHO-3MUAEMUOJIOTU -
YeCKUX HOPM.

Pemienue o Ha3HAYeHUU UCCIEIOBAHUS TPUHUMACT
JIeyalyii Bpay ¢ y4eToM BCeX PUCKOB U HEOOXOAMMOCTHU
ero nMpoBeJeHUsI.

TexHuyeckue ycnosus
NHdeKUMOHHBINA KOHTPONb

st mpenoTBpaiieHUs MHGULIMPOBAHUS KaK 00Ceay-
eMBbIX, TaK U MEIMILIMHCKOTO MepCcoHaia uccieqoBaHue
JIOJKHO TIPOBOAUTHCS B COOTBETCTBUM C aKTyaJIbHBIMU
CAaHUTAPHO-3TMUIEMHUOJIOTUICCKUMH TPEOOBAHUSIMU.
OnepaTop DoKeH Oe3MHOUIIMPOBAaTh PYKH mepel 00-
clieIoBaHMEM KaXXIoro HOBOTO maiueHTa. Mcnosab3o-
BaHME OJHOPA30BbIX MEPUYATOK HE UCKIIOUYAET HEO0XO-
IVUMOCTH MBIThSI PYK WJIH A¢3MHMEKIINN; TIepe TIpue-
MOM OYEPETHOrO MallMeHTa MepuaTKu CIeayeT MeHSTh
Ha HoBble. [TalMeHTy Takxe ciienyeT o0padboTaTh pyKHu
Je3UH(GULUPYIOIIUM rejieM UK caldeTKON, MOCKOIbKY
obcemyeMble BO BpeMsI ITpeObIBaHNST B KaOMHETe KOH-
TaKTUPYIOT C Pa3IMIHBIMU MOBEPXHOCTSIMHM 1 YACTSIMU
anmnaparypbl.

Hcnonb3oBaHKe 0JHOPA30BbIX aHTUOAKTEPUATIbHBIX /
AHTUBUPYCHBIX (PUIBTPOB IPH TTPOBeaeHNHN TUDhY3NOH-
HOTO TECTa CTAHOBUTCH CTAHIAPTHOW MPAKTUKOMN BO BCE
OoJIbILIIEM UMClie MEAULIMHCKUX yupexneHuii. O0s3a-
TEJIbHBIM 11 MCTIOJIBb30BAHUS SIBJISICTCS MYHIIITYK /
3aTyOHUK — TIPU 3TOM CHUKACTCSI CTETICHB 3arpsI3HEHUS
000pyIOBaHMS.

Bce onHopa3oBbie MpeaMeThl, BKAOYask (PUIALTPHI,
MYHAIITYKH, 3aKUMBI IJIsT HOCA U TepYaTKy, HeOOXOI -
MO YTIJIM3UPOBATh MTOCJIe TECTUPOBAHUS B COOTBETCTBUU
C aKTyaJIbHbIMU CAaHUTAPHO-3MMIEMHUOJIOTMIECKIUMU pe-
KOMEHIAIUSIMU.

TpeboBaHus k 060pyAOBaHMIO

O6opynoBaHUE 17151 KIMHIYECKOTO MCITOIb30BaHMS pa3-
JIMYAETCS TI0 CJIIOXHOCTU, HO IIPUHIIMITEI €TO PAaOOTHI
cxoxu. Bece cuctembl cHabKeHbl MICTOUHUKOM TECTOBOTO
rasza, u3MepsieTcsi 00beM BIBIXaeMOTO U BBIIBIXa€MOTO
Bo3nmyxa, KoHueHTpanuu CO M MHIMKATOPHOIO Ta3a
(UT). I1pu ncnoap30BaHUM KJIACCUIECKUX CUCTEM U3-
mepenust DL, ¢ aHaM30M ra3oB B COOpaHHOM NOpLMK
PETUCTPUPYETCS JIUITh U3MEHEeHe 00beMa BO BpEMEHH,
OIOHAKO TIPY OCHAIIEHUH TUATHOCTUICCKON CHCTEMBI
razoaHajan3aTopoM ObICTporo pearupoBaHus (Rapidly
responding Gas Analyzer — RGA) BO3MOXHO U3MEPSTH
koHueHTpanuio CO u UT' HenpepbIBHO B TEUEHUE BCETO
M [3, 5].

OCHOBHBIC TEXHUYECKUE XapaKTePUCTUKU TOITYCTH-
MBIX JUISl MCTIOJIb30BaHMs CUCTEM u3MepeHust DL, ipu-
BeleHbl B Ta0. 2 3, 5].

I[Mpu knaccuyeckom merone usmepenust DL, (c6op
aJIbBEOJISIPHOI TTOPIIMH BBIIBIXaeMOTO BO3IyXa B MEIIIOK)
TPeOYeTCsI TOIBKO COOTHOIIIEHUE aTbBEOJSIPHBIX U BIbI-
xaeMbIX KoHLieHTpaiuii CO u UT. B aT0li cBsI3U 3anaveit
ra3oBOro aHauusaropa npu ucciaenosanun DL sBis-
€TCsl U3MepeHre KoOHIeHTpauuu Bbiabixaembix CO u UT
(pacyeT BBIMOJHSIETCS TOCPEICTBOM JIMHEHHOM 2KCTpa-
TOJISILIMY C UCTIOJIb30BAaHWEM JTAHHBIX O KOHIIEHTPAIUU
BIBIXaeMOTI'0 (TECTOBOTO) ra3a W HyJieM (OTCYTCTBUEM
B razoananu3zatope CO u UI)) [6, 7].

[Tpu rcnob30BaHUM KJIACCUYECKOIo MeToIa U3Mepe-
Hug DL xonuenTtpauuu CO u UT onpenensiorcs B co-
OpaHHOI TTOPILINHU BHIIBIXaeMOTO BO3ayXa (CTaTUYECKOe
U3MEpPEeHNE) W BpeMs OTKJIMKA aHaJn3aTopa He BIUSIET
Ha pe3ysbTat. [1pu ucnoab30BaHUM CTAaTUUECKUX U3MEpPe-
Huii 11 pacyeta DL He TpeGyeTca ananTupoBath Lud-
POBOIi CUTHAJT KOHIICHTPAILIMH Ta3a KO BpeMEH! OTKJINKA
a”anm3atopa. OmHAKO TTOCyIe BHEIPEHUS B IPAKTUKY He-
IUCTIepCUOHHBIX UH(ppakpacHbIX RGA-aHanu3aTopon
CO, UCTOB3YIOIINX TaHHBIE O TIOTOKE M KOHIIEHTpaIun
rasa Iijig CO3IaHUs ero BUPTYaJIbHOTO obOpa3ia (BMeCTO
cbopa peaybHOI IMMOPIIUK BBIIBIXaeMOTO BO3IyXa), OCHOB-
HBIM TpeboBaHUEM K paboTe razoaHaln3aTopa craja Ju-
HeUHOCTb ero nokazanuii [8]. Bmecte ¢ TeM mpu UcnoJib-
3oBaHnu RGA-razoaHaan3aTopoB ClIeAyeT YIUTHIBATh
KaK BpeMsI 3a1epKKU (J1ar-BpeMsi, Ui BpeMsI ITPOXOKIIe-
HUS TIOPLIMU ra3a yepe3 TpyOKy B KaMepy aHaau3aTopa),
Tak ¥ BpeMs OTKJIMKa aHaJau3aropa (BpeMsi OT MOMEHTa
Havaja IMOCTYIJICHUS Ta3a B aHAJIMW3aTop J0 MOMEHTa
BoinosiHeHUs 90 % u3Mmepenuii). B atom citydae curHan
KOHIIEHTpALIMU ra3a J0JIKeH ObITh CMEILIeH BO BpEMEHU,
YTOOBI TOYHO COBMACTb C CUTHAIoM ToToka [3, 5]. Mcxo-
ISt M3 U3JIOXKEHHOTO, BpeMst oTkinKa 0—90 % misas RGA,
UCTIONIb3YEMBIX B crcTteMax DL ., TOJKHO COCTaBIISATH
< 150 mc.

Jpyaue mpe6osaHus k 06opydosaHuro

CornpoTuBiieHUe KOHTYypa JOMXKHO COCTaBasITh < 1,5 cM
BOJL. CT. / J1 IU1st ToToKa j10 6 71 / ¢. Eciu B tuarHocTuye-
CKOJ cUCTeMe MCITOJIb3YETCS PETYIISITOP pacxoja o Tpe-
o6oBanuto (demand flow regulator), TO MAaKCUMaJIbHOE MH-
CIUpaTOpPHOE NaBJeHUE, HEOOXOAUMOE JIJIsl TOTO, YTOOBI
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Tabauua 2

Texnuueckue xapaxmepucmuxu cucmem uzmepeHusi Oughpy3uoHHoli cnocooHocmu ae2Kux no MoHokcuody yeaepooa [3, 5]
Table 2

Technical characteristics of systems for measuring the diffusing capacity of the lung for carbon monoxide [3, 5]

‘ CoortBeTcTBME TPEGOBAHUAM
MapameTp / xapakTepucTuka ‘

MUHAMYM ‘ pekomeHAayeTcs

Cucrembl ¢ rasoaHanusaropamu RGA

0-90 % BpemeHru oTKnMKa (puc. 2)

MakcumanbHas HenMHenHOCTb

TouHocTb

Momexu 5%-ro Anokcuaa yrnepoaa unu 5%-ro BogHoro napa
lpeiic no CO

[Npeitch no U

ToyHoCTb noToka

TouHocTb 06bema (npu kKanuGpoBKe 3-NUTPOBLIM LWINPULIEM)
To4HOCTb jaTyMKa HapOMETPUUECKOro AaBneHns

BoamoxHocTb uameperus DL ., ¢ ucnonb3oBaHMeM 3-NMTPOBOTO KanMGPOBOHOTO WNpHLa
(pexum ATPS, nHransuus = 2 n TecToBOro ra3a) - T. H. DL, kanu6poBouHoro wnpuua

C60p W XpaHeHWe AaHHbIX C aAeKBaTHbIM pa3pelleHnem

MoHuTOpMpOBaHHe 1 ONOBeLLEH!E O KOHEYHBIX IKCMMPATOPHbIX KoHLEeHTpaumsax U u CO
(onoBeLeH1e NpK HENONHOM BbIMbIBaHUH)

Koppekuusi KoHe4HOW 3KCNMPATOPHOI KOHLIEHTPALIMM ra3a nepep UHransuuen TecToBoOro rasa
npu pacyere V,u DL .,

yBepeHHOCTb B AA0CTAaTO4HOI TOYHOCTU CUTHaNoB n3mepsembix Kouueu'rpauuﬁ rasa v noToka

W3mepenue V. meTopom ®aynepa (puc. 4)

D auar.

OTpaxeHue Ha Aucnnee rpacuka KOHLEHTPALMM ra3a OTHOCUTENLHO BblAbIXaeMoro 06bema
ANs NoATBEPXAEHNUS TOYKN BbIMbIBaHUS «MEPTBOTO NPOCTPAHCTBA» U COOBLLIEHNE O BENUYUHE PyY4HON
KOPPEKTUPOBKHM (puc. 3)

Uamepenne V, npn ucnonb3osaHuy B ypaeHeHnn 6anaHca Macc AaHHbIX Beex UN, nonyyeHHbIX
B LieNIoM MaHeBpe

Otpaxenue DL
[AaBneHns

co? CKOppeKTMpOBaHHOVI N0 U3MEHEeHU0 PAO2 C y4eTOM BeNUYMHbI 6ap0MeTpuquKoro

BoamoxHocTb BBeAEHMS CUMYNUPOBaHHbIX AaHHbIX I.lVId)pOBOI'O TecTa U pacyeTta DLCO’ VA,

OEN, V,

OrobpaxeHne DL, ckoppekTpoBaHHoii o usmeenmio P,0,, ceasaxHomy ¢ P,CO,

(B cry4ae, ecrniv OCTYNEH CUTHaN KOHLEHTPaLMK ANOKCHAA Yrnepoaa)

Knaccuyeckue cuctembl namepenms DL, co c6opom anbBeonsipHoi Nopumy BbiAbIXaeMoro Bo3ayxa
MakcumanbHas HenMHeHOCTb

To4HoCTb

Momexu 5%-ro Anokcuaa yrnepoaa unu 5%-ro BogHoro napa

[Dpeitch no CO

Dpeiich no U

ToyHoCTb NoToKa

To4HocTb 06bema (Npu kanuGpoBKe 3-NUTPOBLIM WNPULIEM)

BoamoxHocTb uamepeHusi DL ., ¢ ucnonb3oBaHneM 3-NMTPOBOTO KanubpoOBOHOrO WNpuLa
(pexum ATPS, wHransuusi = 2 n TeCTOBOrO ra3a) — T. H. «DL ., kanubpoBo4HOro Wnpuua»

<150 mc

B npepenax * 1 % ot nonHoi WwKanbl

B npepenax t 1 % ot nonHoi WwKanb!

<10 ppm npy u3mepeHnm KoHueHTpaumun CO
<10 ppm B Teyenue 30 ¢

0,5 % ot nonHo# wkanb! B Teyenne 30 ¢

B npepenax 2 %

B untepBane or-10 go+10n/c

B npegenax * 75 mn

B npepenax £ 2,5 %

V,=3£03nuDL,<0,5mn/mMuH /MM pT. CT.
unu < 0,166 mmonb / muH / kMa

Ouudpposka npu 2 100 'y
Ha 1 KaHan ¢ paspelueHnem 2
14 Gut

OuudppoBka npm 1 000 'y

JloctynHo*

[JlocTynHo*

JloctynHo*

HoctynHo*

HoctynHo*

HoctynHo*

JloctynHo*

PacueT ¢ ToyHoCTLH0 £ 2 %
oT haKT4ecKknx*

[JloctynHo*

B npepenax * 1 % ot nonHoi WKanbl

B npepenax * 1 % ot nonHoi WwKanbl

<10 ppm B M3MepeHnM MOHOOKCHAA yrnepoaa
<10 ppm B Teyenue 30 ¢

£ 0,5 % ot nonHol Wwkanbl B TeyeHne 30 ¢

B npegenax £ 2 % B untepBane ot-10 go +10 n/c
B npepenax £ 75 mn

V,=3203nuDL,,<0,5mn/muH /MM pT. cT,,
unu < 0,166 mmonb / muH / kMa

Mpumeyanme: RGA (Rapidly responding Gas Analyzer) - rasoaranuaatop 6bictporo pearuposatmsi; CO — MoHookeug yrnepoga; UIM - nkankatopHbiid ras; ATPS (Atmospheric (ambient) condition
for Temperature and harometric Pressure, Saturated) - Temnepatypa, AaBneHve 1 BNaxHOCTb BO3OyXa B MOMELLEHIN, e MPOBOANTCA UccneaoBaHve, 1 BapomeTpuyeckoe (atMocdepHoe) faBne-
Hue); DL ., — auchdyauonHas cnocoBHOCTb Nerkwix no MoHooKkeuay yrmepora; V) — 06bem «MepTBoro NpocTpakcTeay; V, - anbBeonspHbii 06beM; V| — aHaTOMU4eCKoe «MepTBOe NPOCTPaHCT-

Bo»; P.O

' AT2

- NlapuuarbHoe JaBneHue kvcnopoaa B anbaeondpHoM rase; P,CO, — napuuanbHoe aBnexie AMOKCHAa yrnepoa B anbaeonspHom rase; OEN - obilian emkocTs nerkux; * — noHsTve

«MOCTYMHOY 03HAYAET, 4TO NPOU3BOAUTENb BHEC COOTBETCTBYHLIYHO (hyHKLMIO B cvcTemMy uameperis DL, ppm (parts per million — MunnvoHHas fons) - eauHMLA U3MepeHus, pasras 1x 107 o

6a3080ro nokasarens.

Note: *, the term “available” means that the manufacturer has included the corresponding function in the DL, measurement system, ppm (parts per million) - a millionth of a unit, equal to 1 x 107

of the baseline value.
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CKOPOCTb MHCITUPATOPHOI'O MOTOKA KaK B KOHTYpE, Tak
M B KJamaHe cocTaBuia 6 J1 / ¢, JOJKHO ObITh < 9 cM
BOI. CT.

JloJKeH ObITh U3BECTEH 00bEM «MEPTBOrO MPOCTPAH-
ctBa» (V) anmnapara Kak sl BIbIXaeMOTO TECTOBOTO rasa,
TaK ¥ J1Jis1 oOpasiia ajJbBeOJISIPHOTO Ta3a; 3HaYeHWe ero
JIOJDKHO OBITh MOKYMEHTHUPOBAHO M BHECEHO B COOTBET-
CTBYIONINE TOJI MHTepdeiica NCIob3yeMOil TMarHo-
CTUYECKOM crcTeMbL. [l B3pOCHbIX MLl V, anmnapara,
BKJTIOUAs JbIXaTeIbHBIM KOHTYP MPOKCUMaJIbHEE TOYKHU
3a00pa obpaslia B ra3oaHaau3aTop, GWIbTP U MyHIIITYK,
nmoikeH coctaBiaTh < 200 mut. Juist meTeil u B3pOCIIBbIX
0osbHBIX, Y KoTophix noka3aresb 2KEJI cocraBnsier < 2 11,
TOJIKHO MICTIONb30BaThes MeHblIee 3HaueHue Vi, (150 mn
y psima IPOM3BOIUTEIICH).

B cucreme nna usmepenus DL He 101XKHO ObITh
yTe4yeK. ITO OCOOEHHO BaXKHO JJISI CUCTEM U3MEPEHUS
DL, orOuparoimx obpasel rasa B ra30aHaIM3aTop Tpy
IaBJIeHNU HIDKe aTMochepHoro. [Ipn Haaumuum yreuek
13 TPYOOK, COCAMHEHUI WX IPYTUX KOMIIOHCHTOB M-
arHOCTMYECKOT0 KOMIIJIEKCa KOMHATHBIN BO3AyX OyAeT
ToTanaTh B Ta30BEI KOHTYP BO BpeMs 3a00opa o0paslia,
YTO MPUBEICT K pa30aBIcHUIO 00pa3iia M CHIKCHUIO KOH-
nentpanuu CO u UT [3, 5].

Ycnosus usmepenms

Bce usmepenus nipu ucciaenoBaHuu DL BeIMOJTHSIIOTCS
B YCJIOBMSIX OKPYXKalollleil cpeabl, CTaHAapTHO 0003Ha-
yaromuxcs abopesuatypoii ATPS (Atmospheric (ambient)
condition for Temperature and barometric Pressure,
Saturated) — TeMniepatypa 1 BIaKHOCTb B COOTBETCTBUM
C XapaKTepUCTUKaMHU BO3IyXa B MCMOJb3yeMOM IOMellle-
HWU, TaBJIeHUE PaBHO aTMOC(EpPHOMY.

B mHCTpYKIIMY TTPOM3BOIUTEIS JOJKHEI OBITh YKa3a-
Hbl PEKOMEH/IyeMbI€ ISl KCILTyaTallluu 000pYI0BaHUSI
rapaMeTpbl OKPYKalolleil cpeibl.

PesynbTaThl 1M GYy3MOHHOrO TeCTa 0TOOpaKarTCs
B YCJIOBUSIX, COOTBETCTBYIOIIMX ITapaMeTpaM Tas3a B JIeT-
KHX 4eJI0oBeKa, KOTOPhIe CTAHIAPTHO 0003HAYAIOTCST a0-
opesuarypoii BTPS (Body condition for Temperature and
barometric Pressure, Saturated), T. €. B yCJIOBUSIX TeMIIepa-
Typbl Tesa yesioBeka (37 °C), naBieHuu, paBHOM aKTyaJlb-
HOMY OapoMeTpruyeckoMy (aTMochepHOMY) TaBJICHUIO,
U TIOJIHOM HACBIILIEHUU BOISIHBIM TapoMm. [TapameTpbl
OKpYXalollel Cpeibl U3MEPSIIOTCSI HEITOCPEACTBEHHO Tie-
pen HavyaJioM KaJIMOPOBKM, a aKTyaJIbHbIC TTOMPABKY IS
nepecyeta ot ycioBuit ATPS k ycnosussm BTPS nenatorcsa
10 3aBepILICHUU KaJTuOpOBKU 000pynoBaHUsI. TOUHOCTh
U3MEepeHHUs TeMIlepaTyphl JoJKHA cocTaBisTh + 1 °C.
B ciyyasx 3HAUMMOTrO KoJicOaHUs TeMIIepaTyphl B UC-
MTOJIb3YeMOM TOMEIIEHUH (3HAUMMBIM CUYMUTACTCS U3Me-
HeHue TemriepaTyphl > 3 °C Ha npotsskeHuu < 30 MUH)
cjemyeT CKoppekTupoBaTh napamerpbl ATPS 1 moBTOpUTH
KaJMOpPOBKY arapara.

CocmosiHue edbixaeMo20 2a3a
B GonbmuHCcTBE cJ1ydyacB TECTOBBIN ras, BObIXa€MbI

U3 MellKa WK 0aJJIoHa CO CXKaThIM ra3oM C KJIallaHOM
nogaym — 9TO nyOfl ra3 m, CJa€a0BaTCJIbHO, CYUTACTCA

HaxopsimMmcs B ycaoBusix ATPS. [lna pacueToB rokasa-
teneit DL, BibIxaeMblii 00beM Hano niepeBect B BTPS;
IMPOU3BOINTENH JOJKEH MOSICHUTD M YKa3aTh TOKYMEH-
TaJIbHO YCJIOBUS OIIEHKHM Ta3a I KaXXaoro amrapara.
ITockosbKy ra3 mpu IeKOMIIPECCUM B PEIYKTOPE OXJIaXK-
JlaeTcsl, MPOU3BOAUTE/b TMarHOCTUYECKOTO KOMILIeKca
IOJIKEH TIPEeTyCMOTPETh aBTOMATHIECKYIO KOPPEKITUIO
arrmapaToM NapaMeTpoB TECTOBOM ra30BOU CMECH.

Kanubposka 060pyaoBaHus 1 npoLeaypbl KOHTPONS
3a Ka4ecTBOM NPOU3BOAUMbIX U3MEPEHMIA

Kanu6poBka — 370 mipolieaypa, BoO BpeMsi KOTOpOii ycTa-
HaBJIMBACTCS B3aMMOCBSI3b MEXIY XapaKTePUCTUKAMHU
ITOTOKOB Ta30B M 00BEMOB, OIIPEAEIIICMBIMU CEHCOPOM
1 HaKTUYECKUMU 3HAUEHUSIMU 3THUX XapaKTEePUCTHK.

TpeboBaHus K KaauOpoOBKe 000PYIOBaHUS U KOHT-
POJTIO 32 KAYECTBOM IPOU3BOIVMMBIX M3MEPEHUI TIPUBE-
JIeHbI B Ta0I. 3 [3, 5].

Tabauua 3
Pecaamenm npouedyp kaiudpoexu u Konmpoas
3a Kawecmeom npou3eooumoix usmepenui [3, 5]

Table 3

Schedule of the calibration procedures and quality control
of measurements [3, 5]

HaumeroBanue npouenypbl ‘ Yacrora npoBeseHns

OGHyneHue aHanu3aropa:
* [10TOKa Mepen kaxabImM TECTOM
*rasa [lo n nocne kaxpgoro Tecta
Kanubposka o6bema ExenHeBHO
Buonornyeckuit KOHTponb ExeHepenbHo
lpoBepka kanbpOBOYHLIM WNPULIEM:
oblbe, ExeHepenbHo
* yTeYKM ExemecsuHo
MpoBepka NUHERHOCTY (KannGpPOBOYHbIM EXEMECHIHO

WNPULIEM WK CUMYNATOPOM)

Mpnmearie: DL, — AnchehyauonHas cnocoGHOCTL NIErkx Mo MOHOOKCUAY yrmepopa.

[MepeuncieHHbIC TPOLEAYPHI MOXHO CYMMHUPOBATH
clieayommum oopas3oMm:

1. [Toka3zaHus aHAIM3aTOPOB Ta3a U MTOTOKA JOJIKHBI
ObITh 0OHYJIEHBI Tepea KaxabiM JIM. TTocne kaxmoro
JAM cnenyetr cHoBa OOHYJIMTh MOKa3aHUsSl — JJIS1 TOTO,
YTOOBI YU4eCTh JIpeii( moKa3zaHWil aHaI13aTopa BO BpeMs
MPEIbIIYIIero UCCIeI0BaHMSI.

2. ExxeHeBHO Tiepel] TECTUPOBAHUEM CIICAYET BBITTOJ -
HUTb MOBEPKY KAIMOPOBKU JAaTYMKA MOTOKA C UCIOJb-
30BaHUeM 3-nuTpoBoro mmpuiia [9]. KaanbpoBouHbrit
LLIIPULL CIEAYET HATIOJHUTD U OIIOPOXHUTH MO KpanHen
Mepe TPYKIIBI C Pa3HOI CKOPOCTBIO JIJIST ITOTyYeHUSI TOTO-
KoB B auarma3one 0,5—12 1/ ¢ (Impu 3TOM BpeMsI OITOPOXK-
HEHMS 3-JIMTPOBOTO MITTpKLA OyaeT coctaBisaTh 6 1 0,5 ¢
COOTBETCTBEHHO). MI3MepeHHbIe MpU KaXKI0i CKOPOCTU
00BEMBI HE TOJIKHBI pa3nuyaThes 6ojiee yeM Ha 2,5 %.
B cayuyasx, Korma cucTeMa OcHallleHa OJHOPa30BBIMU
JMaTYMKAMM TTOTOKA, KaJTMOPOBKA JOJIKHA BBITIOTHSIITHCS
C UCMOJb30BaHUEM HOBOTO naTtuyuka. B ciyyae 3Hauu-
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MBbIX U3MEHEHM I XapaKTepUCTUK BO3AyXa B IOMEILIEHUU

KaJuOpOBKY CJeayeT MoBTOpUTh. HekoTopbie Moaenn

COBPEMEHHBIX cucTeM u3Mepenus DL, camocTosTenbHo

MOHUTOPUPYIOT YCIOBUSI OKPYKAIOIIEH Cpeabl U IPOU3-

BOJSIT KOPPEKTUPOBKY COOTBETCTBYIOILIUX MapaMeTPOB

aBTOMAaTUYECKHU, JIMOO CUTHAIM3UPYIOT O BO3HUKHOBE-

HUM nogoOHo# cutyauuu. [1pu ucnoabzoBaHuu 6oJiee

CTapbIX MoAeNell 000pyaOBaHUS TPeOyeTCs MTOBTOPHAs

KaJuOpoBKa MpU U3MEHEHUM TeMIepaTyphbl Bo3ayxa 00-

Jiee yeM Ha 3 °C wiv OTHOCUTEJIbHOU BJIaXXHOCTH BO3IyXa
6osiee yeM Ha 15 % (B aGCOMOTHBIX 3HaUeHUsX). [ToMrumo

TePEUNCICHHOTO, HACTOSITEIBHO PEKOMEHTyeTCSI TIOBTOP-

Has KaJMOpOBKa JAaTYMKa MOTOKA B CUTyallMsIX, KOraa

TTOSIBJISIIOTCS] 3HAUMTETbHBIE HECOOTBETCTBUST MEKITY BIIbI-

xaeMbIM 00beMoM (V)) 1 2KEJI nim mexny V, n obrueit
emkocTthlo Jierkux (OEJ).

3. Cnenytoliye Mpoueaypbl BHIMTOJTHSIIOTCS €XeHe-
JIEJIbHO JTUOO TIPM MOSIBJICHUW COMHEHU B TOYHOCTH
U3MEPECHUIA:

* TOHWCK yTe4eK B cmupomeTpe (TIpY HAIMYMU B COCTaBe
CHCTEMBI CIIMPOMETpa OObEMHOIO TUIIA; MPOIleaypa
crienrduIHa 17151 KaXI0i KOHKPETHOI MOJIEJIH aria-
paTa 1 OIrcaHa B MHCTPYKIIAHN TT0 €T0 SKCIUTyaTallln);

* nposepka DL, ¢ ucnosb3oBanuemM KaanOpoBoOYHOro
mmpuna. /s 3Toro, HaxoAsICh B peKUME TECTUPOBA-
HUS TTALMEeHTa, K TPUOOPY MOJACOSNUHSCTCS 3-TUT-
POBBIIf KaTMOPOBOUHBIN mmpull. [Janee ABIKeHUEM
TTOPIITHST IITIPUI] OTTOPOKHSIETCS 1 TIOJTHOCTHIO HATION -
HSIETCSI TECTOBBIM Ta3oM. 3aTteMm, nocie 10-ceKyHaHOM
ay3bl, IITIPUI] CHOBA MOJIHOCTHIO OIOPOKHSIETCS.
Crremyet OTMETHUTD, YTO KaTMOPOBOYHBIH IITIPHULL TME-
€T JOTOJHUTEIbHOE, TTOMUMO TAKOBOTO Y TMarHOCTH -
YeCKOM CUCTEMBbI, «MePTBOE ITPOCTPAHCTBO», KOTOPOE,
B 3aBUCMMOCTH OT KOHCTPYKIIMY arraparta u UCTIOJIb-
3yeMOro MyHIIITYKa / CMEHHOTO (PMIIBTPa, COCTaBIISICT
0KOJ10 50 MJI: 3TO CJIEyeT yYUTBIBATH IIPU pacyeTe V,.
AOCOIOTHOE 3HAYEHUE PACCUMTAHHOIO MoKa3aTes
DL, nomxHo cocrapiath < 0,166 Mmonb / MuH / KI1a,
i < 0,5 MJI / MUH / MM PT. CT.;

* OHOJIOTMYECKHii KOHTPOJIb, T. €. TECTUPOBAHUE «CTaH-
JIapTHOTO CYOBbEKTa» UIN CUMYISIUUOHHBIN TecT [10].
JL1st TpoBeIeHUST 3TOH MPOLIEAYPhl KOHTPOJIS 3a Kave-
CTBOM, pEKOMEHIYETCS TIPUBJIEKATh HEKYPSIIINX JIUIT
CO cTabuIbHBIMK MOKaszaTensamu DL (Hanpumep,
3I0POBBIX HEKYPSILIIUX COTPYIHUKOB J1abOpaTOpPUN).
B cnyuae, ecin nokasarens DL, y TecTpyeMoro
B paMKaX OMOJIOTMIECKOTO KOHTPOJISI CYyOBEKTa N3ME-
HsieTcst 6osee ueM Ha 12 %, wnu 1 mmons / MuH / kIla
(>3 M1/ MUH / MM PT. CT.) T10 CPAaBHEHUIO CO CPEIHUM
3HAYEHMEM TPEABIIYIINX U3MEPEHUI, TECT CenyeT
moBTOpUTH. [10 TAaHHBIM MCCIIEIOBAHMS TOJTOBPEMEH -
Ho¥ BapuabenbHoCTH DL ) OKa3aHo, 4To OTKJIOHE-
HUE Pe3yIbTaTOB OMOJOTMYECKOTO KOHTPOJISI OT CPel-
HEro 3HaYEeHMS MPEAbIIYIINX 6 TeCTOB Ha > 12 %, uin
> 3 M1 / MUH / MM PT. CT., IBJISIETCSI U30BITOYHBIM
1 000pyIOBaHKE TOJKHO OBITh TILATEBHO TPOBEPEHO
rnepen MpoaoKeHUEM ero aKcrutyatauuu [11].

4. TTpoBepkKy 3-IUTPOBOrO KAJIMOPOBOYHOTO IIMTPULIA
Ha IIpeaMeT yTeueK CJeAyeT BBIITOIHSThH €KeMEeCSIUHO.
[Tpu mpoBereHNHU 3TOI MPOLIEAYPHI BBIXOTHOE OTBEPCTHE
LIPpULIA IEPEKPHIBAETCSI, TIOCJIE YeTo MPOM3BOASITCS T10-

MBITKY €TI0 HAMOJIHUTD WJIX OMTOPOXHUTD MPU Pa3TuIHOM
TOJIOKEeHUM TTOPIIHS. [ToMUMO 3TOT0, TOYHOCTH 0ObeMa
KaJIMOPOBOYHOTO IITIPUIIA ITOUIEKUT ITOBEPKE METPOJIO-
ruyeckoi ciyxooii. [leproanuHOCTb MOBEPKU OMpeneis-
eTcsl MPOU3BOAMTETIEM O00PYIOBaAHMSI.

5. JIuHeHOCTh MOKa3aHUI ra3oaHan3aTopa mpoBe-
psieTcs exxeMmecssaHo. [IpocToit MeTom MPOBEPKH — M3-
MEpPEHME U3BECTHBIX CEPUMHBIX PAa3BEICHUI TECTOBOTO
rasa [12] uiau uaMepeHue KOHLIEHTpaLUU CIIeLIUaIbHOTO
CepTUDUIIMPOBAHHOTO TECTOBOTO ra3a ¢ BBICOKOTOYHBIMU
XapaKTepUCTUKAMU.

6. CoBpeMeHHOE 000pyIOBaHKE MTO3BOJISIET OCYIIIECTB-
JISITh aBTOMaTUYECKYIO0 KaJuOpOBKY razoaHajiu3aTopa.
B cucremax ¢ HezaBucuMbiM uzMepenueM CO u UT nu-
HEMHOCTb aHAIM3aTOpa IOJKHA OLIEHUBATBCS ITyTEM CPaB-
HeHus cooTHoIeHusT KoHueHTpauit CO u UT ¢ npo-
MU3BOJIbHBIM pa3BeIeHUEM TECTOBOTO raza KOMHaTHBIM
Bo3ayxoM. [ToMrmo KannOpoBKM MHEBMOTAXoMeTpa (CM.
1. 2) ¥ OITMCAHHOTO B I1. 3 «<uccenosanus DL ¢ ucrons-
30BaHMEM KaJIMOPOBOYHOTO IITTPUIIA», IPAKTUKYETCS eIl
OJIMH CMOCO0 KOHTPOJIS 32 Ka4eCTBOM M3MepeHust DL
C UCMOJIb30BAaHUEM CTAaHAAPTHOTO 3-JIMTPOBOTO KAJIMOPO-
BOYHOTO IITIpuiia. JJaHHBIN TUIT IIPOBEPKU BEITIOTHSICTCS
IIpY TeMIIepaType, TaBJICHUM 1 BIaXXHOCTU OKPYXKaroIei
cpensbl (pexum ATPS) u nmo3BossieT UCKIIOYUTD MpooJie-
MBI C IMHEWHOCTBIO MOKa3aHWIi aHaau3aropa. B mimpuil
HaOMpaeTcs OKOJIO 1 J1 KOMHAaTHOTO BO3AyXa, ITOCJIE YeTO
OCTaTOK OOBbeMa INIIPUIla HATIOJTHSIETCSI TEeCTOBBIM Ta-
3oM. ITocne 10-ceKyHIHOM «3anepKKU IbIXaHUS» IITTPULL
ornopoxHsetcs. [ToaydeHHOe 3HaYeHKe V, TOJKHO ObITh
B mipenesnax 300 MiT OT 3 J1, IIpH 3TOM «MEePTBOE TIPOCTPaH-
CTBO» IITIPUIIA UCITOJIB3YETCS B Ka4yeCTBE aHATOMUYE-
CKOTO «MepTBOro nmpoctpaHcTsa» (V) 1uisg pacyera
V,. AbcomotHoe 3HayeHne DL DOIKHO COCTaBIAThH
< 0,166 mmonb / mun / klla, nau < 0,5 M1 / MUH / MM
pT. cT. CMenIMBaHKE Ta3a B IIIIPULIE MOXHO YIyUIINTh,
HCTIOJIb3Ysl HU3KKE CKOPOCTU MOTOKA U YBEJIUYUB BpeMsI
«3aepKKU AbIXaHUsT». DPDHEeKT HEMOJIHOTO CMENTUBAHUS
ra30B B IIIPUIIC MOXHO MUHUMHU3UPOBATH O1arogaps uc-
M0JIb30BaHMI0 00pa3lia 6osbliero oobema. [1pu oTcyTer-
BUM cumyniaTopa DL ., 1 BBICOKOTOYHBIX TECTOBBIX Ta30B
MPOBEPKA CUCTEMBbI JOJIKHA OCYILIECTBISTHCS C TOMOIIIBIO
3-IMTPOBOTO KATMOPOBOYHOTO ITIpuia B pexknme ATPS.

7. Ilpoueaypbl KOHTPOJISI 32 KAaYECTBOM M3MepeHU
TTOJKHBI PETMCTPUPOBATHLCS B OTAEIBHOM XypHaje (JTubo
B BbIZICJICHHOM YacTu XypHasa) 1ubo XpaHUTbCS B L G-
poBoM / ondpoBaHHOM BUe. [1p1 BOBMOXHOCTH BBI-
0Oopa ciieayeT MCnoib30BaTh MPOTPAMMHOE O0ECIIeueHe
¢ (pyHKLIMEN KOHTPOJISI 32 KAY€CTBOM U3MEPEHMIA.

Konmponb 3a kayecmeom npou3eoduMbIX U3MePeHuUll cucmem
¢ RGA-2a30aHanusamopom

CoBpeMeHHbBIE cUCTeMbI M3MepeHus DL, moTHOCTbIO
WHTETPUPOBAHBI — B HUX HE MCITOJIB3YIOTCS aBTOHOMHEIE
ra3oaHaJM3aTOPbl, KOTOPBIE MOTJIU OBl TECTUPOBATHCS
otaenbHo. K TpeGoBaHUSIM KOHTPOJISI 32 KaUeCTBOM OTHO-
CSITCSl aHAJIOTOBOE TECTUPOBAHUE C UCITOJIb30BAHUEM Ta-
KX YCTPOICTB, Kak cumynstopbl DL [13], ciocobHOCTh
MOJTHOCTBIO pabdoTtath B pexknume ATPS 1 Bo3MoXHOCTD
LIM(MPOBOI KATMOPOBKHU MJIsI TPOBEPKU BHIUMCIUTETbHBIX
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anaroputMoB. [1pu b poBoit KaauOpOBKe NOKHBI ITPU-
MEHSTBCS CUMYJISILUS TToToKa, KoHUeHTpauuu CO u UT
npu craHaaptusoBaHHoM JIM ¢ usBectHoit DL [3, 5].

Metonuka uccnepoBanus audy3noHHoM
CMOCOBHOCTM NEerkux

Onpenenenne DL, MeTonoM onrHo4Horo Baoxa (DL )
C 3a7IeP>KKOM IbIXaHUS 3aKTI0YAETCsl B UBMEPEHUU TPpaH-
cnopta CO U3 Jerkux B KpOBb IO pe3ybTaTaM Cepuu
CTpPOro periaMeHTUPOBaHHbIX JIM.

MogroToBka k MccnefoBaHnto Andhy3noHHON CNOCOOHOCTH
nerkux

[Nepen HauamoM MccliemOBaHUSI PEKOMEHIYETCS CIICTy-

Iolee:

*  3apeTUCTPUPOBATH XapaKTEPUCTUKH BO3IyXa B UCITOJb-
3yeMOM IIOMEIeHUH (T. €. 3HAYCHUST TeMITepaTyphl,
OTHOCHUTEJIbHOM BIAXXHOCTH M aTMOC(EPHOTO daBJie-
HUs), TTOCJI€ YETO BBIMOJIHUTH KaTUOPOBKY IMTHEBMO-
TaxoMeTpa U ra30aHajanu3aropa;

* 3apeTHCTPHMPOBAThH MOJIYUYEHHBIE OT 0OCIEeIyeMOTO
MaIeHTa OTBETHI Ha BOIIPOCH OTHOCUTEIBHO UMEIO-
IIMXCsl 3a00JIeBaHU, UCTIOIb30BaHUS JIEKAPCTBEH -
HBIX TIPEIapaToB, MMOTEHIINAIBHO BIUSIOMINX Ha pe-
3yJAbTaTHl UCCAeA0BaHU (C yKa3aHUEeM Ha3BaHUS,
O3Bl 1 BPEMEHM ITOCJICIHEN MHTANISIINT); KypeHUS
(B T. 4. BpeMEHU TOCcJIeAHE BHIKYPEHHOI CUTapeThl).
[Tpu HaMMUIUYM clienyeT 3aI0KYMEHTUPOBATh TaHHBIE
o KoHueHTpanuu B kpoBu Hb 1 COHDb; mocnentee
aKTyaJIbHO IPU 00CIeTOBAHUM 3JIOCTHBIX KYPYJIBIIIM -
KOB 1 / WJIA BBIKYPUBIIUX MOCJEIHIOI CUTrapeTy He3a-
Jonro 1o ucciaenopanus. [1o BO3BMOXKXHOCTH MallMEHT
He IOJDKEH ITOJIyJaTh MHTAISIIMY KUCIIOPOIa B TeUe-
Hue > 10 MuH 10 Havana usmepenus DL, B TpoTUB-
HOM CJIyyae COOTBETCTBYOIIasl MHGMOPMALIMS TOKHA
OBITh BHECEHA B IIPOTOKOJT MCCIICIOBAHNS;

*  CaMOCTOSITEJIBHO M3MEPUTh POCT MAIlUEHTA, JKeJIaTelTh-
HO 3aperruCcTPUPOBATh €T0 apTepUAIbHOE TaBJICHUE;

* MPOBEPUTH aKTYaJTbHOCTb MH(MOPMALIUU O TIALIUEHTE
B 0a3e JaHHBIX 000PYTOBaAHUS;

*  OOBSICHUTH MAIIUCHTY TTOPSIIOK ITPOBEACHUS UCCIIEIO-
BaHMS M BaXXKHOCTh ITPABWJILHOTO BBITIOJIHEHUS BCEX
JAM, npoaeMmoHcTpupoBaTb M uccnenosanus 2KEJI
u DL [3, 4];

*  BBITIOJTHUTH CITUPOMETPHIO TS OTIPEACIICHUSI MAKCH -
masibHO# KEJI.

Bo3spacTt yka3piBaeTcsl C TOUHOCThIO O OJHOTO 3Ha-
Ka TocJie 3amsiToii. Poct onpenensieTcss B CAHTUMETpax
1 OKPYTJISICTCS 10 LIeJIOTo Yrcia. M3mepeHne pocrta mpo-
U3BOAUTCS TIPU CHSITOM 00YBU; o0cieayeMoMy Tpeiara-
eTCsl MaKCUMAaJIbHO BBIMPSIMUTBCS U BBITSTHYTHCS BIOJIb
IIKaJIbI POCTOMEpPA, PACIIOIOKUTD MSITKA BMECTE; TOJI0Ba
IEPKUTCS MPSIMO — HE HAKJIOHSICTCS W HE 3alIPOKUIbI-
BaeTcs. B ciyyasx, Korma KoppeKTHOe U3MEpPEHHE pocTa
B MOJIOKEHUHU CTOSI CJIOKHO BBITTOJTHUTD (TTPU HECTIOCO0-
HOCTH 00CJIeIyeMOro MPUHSITh BEPTUKAIBHOE MOJIOXKE-
HHeE, BEIpaXXKeHHOM UCKPUBJICHUM TO3BOHOYHMKA U IP.),
€ro MOXKHO OIIPENEUTh 1O JUTMHE JTOKTeBO KOCTU WIIN
pa3maxy pyk [14, 15]. B nocienHeMm ciydae MauueHTy

MpeUIaraeTcss MAKCUMaIbHO BBITSIHYTh PYKU B CTOPOHBI,
TP 3TOM PYKU JOJKHBI OBITh BHITIPSIMJIICHHBIMU U pac-
IToJIaraThesl MapauieJIbHO ITOJTy; HauOOJIbIIee paccTosI-
HHE MEXIY CPeTHUMU MaTblIaMU OyaeT IIPUMEPHO paBHO
pocrty. [ToBTOpHOE M3MEpeHre pocTa y B3pocbix (25 neT
M cTapllie) peKOMEHAyeTCs MPOBOAUTE He Jalle 1 pasa
B rox. [Toj u momyaaiMoHHast TPUHAIJICKHOCTD YKa3hl-
BaIOTCSI B COOTBETCTBUHU CO CBUIETEIIHCTBOM O POXKICHUHN
(rosioBast MPUMHAIEKHOCTh YKa3bIBa€TCsl B COOTBETCTBUU
¢ OuoJIoTMYECKUM MOoJIoM obciienyemMoro). Macca Tena
(TIp1 HEOOXOIUMOCTH) PETUCTPUPYETCS B KUIOTpaMMax
¢ TouHOCTbIO 10 0,5 KT.

WUccnenosanue DL pekomeHayeTcs BBITIOJIHSTD B TTO-
JIOXKEHUM OOJBHOTO CUIS, C TIPSIMOI CIIMHOM U CJIETKa
NPUTIOTHSITBEIM TTogoopoakoMm. Kpecio momkHo ObITh
YCTOMYMBBIM Y HEMOABIKHBIM (0€3 KOJIECUKOB), C BO3-
MOXHOCTBIO PETYIMPOBKHU I10 BBICOTE, C MOAJTOKOTHUKAMU
(1T MUHUMUW3aIIiU BEpPOSITHOCTH MaJcHUS TalieHTa
mpu BeimojiHeHnH JIM). CTYITHI HOT TTallMeHTA TOJDKHBI
JIOCTaBaTh JIO ToJIa.

IMpu HanMYMM y nalMeHTa CheMHBIX 3yOHBIX MPO-
TE30B PEKOMEHIYETCSI MX He CHUMATh TIPH TTPOBEICHUN
I Gy3MOHHOTO TeCTa, OTHAKO B CUTYallMH, KOTIa OHK
MPETSITCTBYIOT HAACXKHOMY 3aXBaTy MYHIINTYKa 1 / WIA
CTAHOBSITCS NMPUYUHOMN yTEUKU BO3MyXa, CIeIyeT CHSTh
MPOTE3bI U TTPOIOJIKUTE UCCIICIOBaHNUE.

Opexna He JOJDKHA CUJIBHO OOTSITUBATh M OTPAaHNIM -
BaTb SKCKYPCUIO TPYOHOW KJIETKU U OPIOUIHON CTEHKMU.
C 3T0i1 Xe 11eJbI0 3a 2 U 10 UCCIeT0BaHuUsI HE PEKOMEH-
JyeTcsl OOUJIBbHBIN mpueM nuilu |3, 4].

MeToauyeckue acnekTbl UCCNeA0BaHMA AnGI(Y3UOHHOM
CnocoGHOCTY nerkux (MeTop oauHOuHOro Baoxa CO
C 3aePXKKON AbIXaHus)

B coorBetrcTBUM ¢ 3akOoHOM Duika ckopocTh Auddy3uu,
nim nepeHoca kucnopona yepes AKM (V,,0,) 3aBucur
OT 3 OCHOBHBIX (hakTOpOB (puc. 1):

* tromanu AKM (S), KoTopasi COCTOUT U3 aTbBEOJISIP-
HOM M KanWJIJIIPHOM CTEHKU (4eM OoJIbllle TUIoaahb
MeMOpaHbI, TeM ObIcTpee Tuddysus);

* rtommuHbl AKM (T) (¢ yBemyeHreM TOMIIUHBI MEM-
OpaHBI CKOPOCTh IIEPEHOCA YMEHBIIIACTCS);

* TrpagMeHTa MapluuaJbHOTO MAaBICHUS KUCIOPO-
na (APO,) mexny anbBeonsipHbiM Bosnyxom (P, O))
M KPOBbBIO JIErOYHbIX Kanuisgpos (PCO,) (1. H. 1Bu-
XKylllee JaBJIeHNe).

Takum ob6pazom,

V.0,=K xSxAPO,/T=K xSx(P,0,-P,0)/T, (1)

rae: K, — koHcranTa nuddysuun, Kotopas onpesess-
€TCs1 PACTBOPHMMOCTBIO ra3a (B JaHHOM cJlydae KHUCI0poaa)
M €r0 MOJIEKYJIIPHOU MacCOM.

O1neHka TpaHcIopTta Kucioponaa yepe3 AKM texHu-
YecKHU KpaiiHe 3aTpyiHeHa. DTo 00yCIOBICHO TeM, YTO
B KpPOBM, MOCTyTalOIIEeH K ajibBeoJaM, OIpeneasieTcs
HEKOTOpPOEe KOJWYECTBO KUCIOPOAa, KOTOPBIM HEJb3sl
npeHeOpeub npu oueHke DL. B cBoio ouepenb, OLIECHUTD
nepeHoc CO uepe3 AKM ropasno jierde, mocKoabKy,
¢ onHoIt ctopoHsbl, cpoactBo Hb ¢ CO B 210 pa3 BblllIe
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AnbBeonspHbIi Kanunnaphas
BO3AYX KpoBb
PAOZ
OZ
—)
PCO,
MembpaHa ————>»
Puc. 1. Cxema nepeHoca KHUcCJIopoaa M3 aJbBCOJIAPHOTO BO3AyXa

B KPOBb Yepe3 alibBEOISIPHO-KAMWUISIPHYIO MEMOpaHy

Mpumeuanne: P,O, — mapuuanbHoe 1aBjieHne KMCIOpoa B alTbBEONIPHOM
rase; PCO, — napiuanbHoe 1aBieHKe KICI0PONa KPOBHU JIETOUHBIX KATIHJI-
JISIPOB.

Figure 1. Scheme of oxygen transfer from alveolar air to blood through
the alveolar-capillary membrane

10 CPAaBHEHUIO C KUCJIOPOIOM, C IPYrOi — KOHLIEHTpa-
st CO B KpoBM HMUTOXHO Majia. [ToaToMy mBrKyIee
napnenue 11t CO MOXKHO NPeACTaBUTD CIIETYIOIIUM YpaB-
HEHUEM:

APCO =P,CO - PCO, )

rae: P,CO — nmapuuanbHoe nasnenue CO B anbBeonax;,

P.CO — napumanbHoe Harpspkenne CO B Kanuis-
pax.

VYuutsiBas, 9To NapuuanbHoe HanpsikeHne CO B Ka-
nuuipax HuuToxHo (P CO =~ 0), ypaBHEHHE MOXHO
Mpeo0pa3oBaTh M 3aMCaTh CJAEAYIOIINM 00pa3oM:

APCO=P,CO. 3)

ITepenoc CO gocTaTOYHO TOYHO XapaKTepU3yeT
TpaHCTIOPT KUCJIOpOoaa, T. K. IT0 MOJICKYJISIpDHOI Macce
1 pactBopumoct CO 61130k K Mosiekysie O,, a ero 3axsar
MEeHee 3aBUCUT OT BEJIMYMHBI CepAeYHOro Buiopoca [16].

Tpancropt CO (DL_) ynpoiieHHO MOXHO OXapakTe-
pU30BaTh ABYMsI cocTaBstomnMu: nepeHocoMm CO yepe3
AKM, nponunaemocts Kotopoit (D,,) otpaxaet nuddy-
3MOHHBIE CBOMCTBa MEMOpaHbI, U JIETOUHBIM KPOBOTOKOM
(B T. 4. CKOPOCTBIO XUMUYECKOU peakIu¥ CBSI3bIBAHUS
CO c Hb (®) 1 06beMOM KpOBU aJTbBEOJISIPHBIX KA~
JAPOB — V), 4TO MOXET OBbITh BBIPAXEHO CJIEAYIOIEH
dopmynoii [2]:

1/DL,,=1/D,+1/(@xV,), (4)

rae: D,, — nponunuaemocts AKM;

O — CKOPOCTh XMMIUIECKOM peakiny cBsi3biBaHus CO
¢ Hb;

V, — CKOpOCTb XMMUYECKOIi peakiu cBsa3biBaHus CO
00bEMOM KPOBHU aJIbBEOJISIPHBIX KAITUJLISIPOB.

MHorue ¢pu3noaornuecKre mpouecchl MOTYT BIUSITh
Ha D, u /unm © X V_, npuBons K uamenenuio DL (cm.
Tabm. 1) [1].

Ha nepenoc CO oka3bIBaeT BIMSTHUE pacTipeiesieHre
BeHTHISILIMU (TTepeHoc CO MOXKET ObITh UBMEPEH TOTBKO
B TeX alIMHycax, B KOTopbie MoJieKyJibl CO Tromnaim Bo Bpe-
MsI BIOXa). DTO 0COOCHHO BaxKHO ITPU 3a00IeBaHUSAX C He-
PaBHOMEPHOU BEeHTUJISIIIMEH JIeTKMNX (9Mpur3ema), Koraa
BIbIXa€MbIi a3 MOXET MOMACTb TOJILKO B BEHTUIUPYEMbIE
OTIEJIbI JIETKUX, U U3MepeHHbIi repeHoc CO OyneT orpe-
TIEISITHCS TIPEXKIE BCETO TPAHCIIOPTOM B TAHHBIX OTICIIAX.
B takux ycnoBusix pazseneHue I, ucnonb3dyemoro maist
BBIYMCIIEHNS aNbBeoasapHoro oobema (V,), u OEJI nipu
MaHeBpe OJMHOYHOTO BIOXa, OTpaXkaeT pernoHajbHOe
pa3BeneHUe U 3aHUKAeT UCTUHHBI 00beM Jierkux [17].
Takum oOpasom, pacuetHast urorosast DL mipexie Beero
OTpakaeT ra3000MeH B BEHTUJIMPYEMbIX OTAEJIax JIETKUX.

Pacuyer BenmunHbl DL, OCyILECTBIIAETCS TIO (hOPMYJIE:

DL,,= K, XV, )

rae: V, — anbBeOoNsApHbIi 00beM (00beM rasa B KOH-
TaKTUPOBABIIEH C TECTOBBIM Ta30M 4acTH JieTKux [2]),
K, — dakrop Kpora (orpaxaer nepeHoc CO).

K, M3MepsieTcst Kak najaieHne KOHIEHTPALMK allbBEO-
JsgpHoro CO (A[CO]) 3a eauHully BpeMeHu (At) U3 pacue-
Ta Ha eMUHMITY ABYKyIIerocs nasinenus migs CO (APCO =
P,CO-P.CO=P,CO-0=P,CO):

K., = AICO] / At/ P,CO. (6)

Takum ob6pasom, DL, onpenenser nepenoc CO
U3 JIETKMX B KPOBb 3a €IMHUILY BpEMEHM U3 pacueTra
Ha eOUHUILY ABVIXYIIETO JaBJICHMSI.

CylecTByeT HECKOJIBKO METOAMK HM3MEpECHUS
DL, [18—20], n3 Hux HauboJIee M3BECTHBI CIEAYIOIIME:
* MeETOI BO3BpaTHOIO AbIXaHUs (rebreathing technique);
*  METOJ YyCTOWUYMBOIO COCTOSIHUS (Steady—state);

* METOI OJWHOYHOTO BIOXa 0e3 3amepKKU JTbIXaHUS

(intra-breath)

* METOJ OAMHOYHOTO BAOXa C 3aNEPKKOM MbIXaHUS

(single-breath).

B MupoBoii mpakTrKe Hanboiee pacIpocTpaHeH T0-
caemHuit 2, 3, 21].

Briepsbie DL 6bl1a nsmepena Mapwueit u ABryctom
Kpor (M.Krogh, A.Krogh) B 1914 r. IlpennaraBimuuiicst
JAM cuiabHO OT/IMYAJICS OT TAKOBOTO IPHU MCITOJIH30Ba-
HUM MeToJa oqnHOYHOro Baoxa [18]. Meronuka Krogh
MoauduuupoBaHa R. E. Forster et al., ipyu 5TOM B TECTOBbII
ra3 ObLT 100aBJIEH UHEPTHBIN ra3 Teuii, YTO MO3BOJUIO
usmeputhb V, [22]. MeTonuka npoaosokana COBEpIIeHCT-
BOBAThCSI, MCHSUTACH IJTUTETLHOCTD 3aePKKH TbIXaHUSI,
BHocuaach koppekuus mo Hb u COHb u T. 1., mpu 3ToM
VIIYYIIMIACh KAYECTBO M MTOBTOPSIEMOCTh PE3yJIbTaTOB.
MeTton 0OfMHOYHOTO BIOXA C 3a0ePKKOU TbIXaHUS PEKO-
MeHayeTcs: EBporeiickuM pecnipaTopHBIM OOIIIECTBOM
(European Respiratory Society — ERS) u AMepruKaHCKUM
TopakaJibHbIM 0011ecTBOM (American Thoracic Society —
ATS) kak HanboJee MPEAITOYTUTETLHBIN, UCXOIS U3 eTO
HaIeXXHOCTH, IOCTYITHOCTH U HAWJIYYIIIeH 110 CPaBHEHUIO
C IPYTMMM METOAMKAMM CTaHaapTu3anuu [2, 3].
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Mopsanok uccnenoBaHus Anddy3nOHHON CNOCOOHOCTH NETKUX
METOA0M OAMHOYHOrO BAOXa C 3aAePKKOM AbIXaHMA

ITocnenoBarenbHOCTb 3TanoB M npu ucciegoBaHUU
DL, npencraBieHa Ha puc. 2 [1-4].

dman edoxa mecmoso20 2a3a

ITocne o6xBaTa MyHIIITYKa U HalleBaHUSI HOCOBOT'O 3aKH -
Ma MalMeHT CIIOKOWHO IBIIINT B ITHEBMOTAaXOMeTp (KakK
MMHUMYM 3 IIMKJIa CTIOKOMHOTO AbIxaHus1). Ha aTom sta-
e 00CIemyeMblil afanTUPYETCS K IbIXaHUIO Yepe3 MyH-
NIITYK, a oriepaTop 10OMBAETCsI pABHOMEPHOTO IbIXaHUSI
1 cTabunbHoro ypoBHS dyHKImoHanbHOi OEJI (POE),
COOTBETCTBYIOIIEH YPOBHIO KOHIIA OOBIYHOTO BBIIOXA.
Hanee maumeHTy npeaiaracTcsl BBITIOJHUTH HeopcH-
POBaHHBII MAaKCUMaJIbHO TJIYOOKHUI1 BBIIOX A0 YPOBHS
octaTouHoro oobema jierkux (OOJI). Y 6oabHBIX ¢ 00-
CTPYKTUBHBIMM 3a00JIeBAaHUSIMU JIETKHUX, 3a9aCTYIO Xa-
paKkTepU3yeMbIX JJINTEIbHBIM BpEMEHEM BBIIOXa, PEKO-
MEHAYeTCsl OTpaHUYUTh BpeMs Bbigoxa 1o < 12 c. DT1o
BpEMSI TIO3BOJIAT OOJIBIIIMHCTBY OOJIBHBIX C OpOHXUATBHOMN
0OCTPYKILMEH BBIIOXHYTh TOCTATOYHO IIJISI TOTO, YTOOBI
BO BpeMsI TTOCJIEAYIOIIETO BIOXa TECTOBOTO Ta3a J0CTUYb
ypoBHs1 MakcumasbHoii 2KEJI. TTauueHThl ¢ GpoHXMaTb-
HOI 00CTPYKILIMEI HEPEeIKO BHITIOJIHSIOT CYyOMaKCHUMalTb-
HBII BIOX M3-3a TOTO, YTO Y HUX OBLJIO MaJIo BpEMEHMU TSI
aJeKBaTHOTO BBIIOXA Mepe MHTAJISIIMEH TECTOBOTO Ta3a.
IMocne noctuxxkenus ypoHst OOJI mpoucxoaur re-
pPEeKITI0UeHNE Ha UCTOYHMK TECTOBOTO Tra3a, U MallMeHTY
TIpeuIaraeTcs cAeaTh OBICTPHIN BIOX 10 ypoBHSI OEJL.
HenocraTtouHo riy0bOKM BOOX TECTOBOIrO Tasa
(T. €. 3HAYUTEJIbHO MEHbIIIE U3BECTHOTI'O ISl AAHHOTO Ta-
uueHTa 3HaueHus1 2KEJT) cnocobeH oKa3biBaTh pa3IMuHOe
prustHUe Ha iepeHoc CO B 3aBUCMMOCTHU OT TOTO, OBIIIO

JIM 3TO pe3yJIbTaTOM HETOCTaTOYHO IIyOOKOTIo Mpelie-
cTByMO1IEro Bhlnoxa 10 ypoBHs OOJI, 1160 HETO0CTaTOUHO
rosHoro Baoxa ot yposHst OEJI [23—26]. B nepBom ciy-
vae pacuer V, u DL OGyzmer cOOTBETCTBOBAT JIETOYHBIM
oObeMaM nauyeHTa u otpaxkath TpaHcropT CO Ha ypoBHe
OEJIL. Bo BTopom ciydae V, OyaeT CHUXEH, U BETMYUHA
DLCO OyIeT ucKaxeHa.

Wcxons u3 atoro, ciieayet 100MBaThCsl MAKCMMaIbHO-
o MpUOIMXeHUs1 00beMa BabixaeMoro rasa (V,) K 3Haue-
Huto paHee nusMepenHoi KEJI. [To naHHbIM 00cienoBa-
HUS OOJIBIION TTOIMYJISIIMY OOJIBHBIX TTOKA3aHO, YTO P
usmepenun DL o6beM Broxa (V,) OJKEH COCTaBIsATh
ok0J10 90 % KEJI [23]. TToce mydamKanuy KIMHUYECKUX
peKOMeHAalMi C TTOCIeaYIONIMM BHEIPEHUEeM KOHTP-
oJ1s 32 KauecTBOM obopynoBanust (2005) ObL10 1O0Ka3aHO
3HAYUTEIbHOE MOBHIIICHNE KauyeCcTBA MOTyJaeMbIX pe-
3yJabTaToB [27].

[TomMuMmo 3TOrO, OTMEYEHO, YTO V| MOXHO TIOBBICUTD,
YBEJTMYIMB 10 12 ¢ BpeMsI BBIIoXa Iepel BAIXaHHEeM TeCTO-
Boro raza. Takum o6pasom, V| 1o1keH cocTaBisath > 90 %
ot Haubosbiero 3HayeHus 2KEJI, moiayyeHHOro B 1eHb
TecTupoBaHus. OMHAKO MaHEBP MOXET 0Ka3aThCsl MPH-
eMJIEMBbIM U TIpU V|, cocTaBsiomeM 85 % oT HaubosbLeit
XKEJI, ecnmu V, otimyaercst ot Haubosbieir V, BO Beex
npuemieMbix ManeBpax DL He 6osiee yem Ha 200 M
unu 5 % (BbIOMpaeTcst HauboJIblliee 3HAYEHUE).

Brox mosmkeH GbITh OBICTPBIM, T. K. TIpH pacyete DL
MpeanoiaraeTcss MrHOBEHHOE HaIlOJTHEHUE JIETKUX [28—
32]. I1pu 6onee MeaIeHHOM HAMOJHEHUU JTETKUX YMEHb-
[IaeTcs BpeMsl, B TeUeHNE KOTOPOTO JIETKKE HaXOMSITCS
B COCTOSTHMH TIOJTHOTO BIOXA, YTO IMIPUBOINUT K YMEHbB-
meHuto noryomeHuss CO. ITauneHT DoKeH BIOXHYTh
85 % V, menee yem 3a 4,0 c. Ecn quis Babixanus 85 % V,
TpebdyeTcst O6osee IMTETbHOE BpeMsl, 3TO JIOJKHO ObITh
OTMEYEHO B IIPOTOKOJIC UCCIICIOBAHNS.

3apepkKa AbIxaHUA Ha BAOXe

>
»

MakcuManbHbIil BAOX —»

CnokoiHoe AbixaHue

.

XEN

nyGokuit BaOX —>»

- —— -

<
<

- —— - ———

L
]
i
|
|

PacuetHoe Bpems
3a[ePXKKM AbIXaHus

oon

<—>:

06bem
BbIMbIBaHUA

AHanusupyemblit
06Bem

Puc. 2. MaHeBp BbINOJHEHUS TUd-
(y31MOHHOTO TecTa METOAOM OJMHOY-
HOTO BJIOXa € 33[ePXKKOW IbIXaHUS
[Mpumeuanne: KEJI — xusHeHHas
eMKocTb Jierkux; OOJI — ocTaTouHbIi
00bEeM JIETKHUX.

Figure 2. Maneuver for performing

a diffusing capacity test using a single
breath with breath-holding
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dmankI 3a0epxKu ObixaHus u nocnedyrouje2o ebidoxa

Bo Bpemst 3anepkku abixaHust Ha pacyet DL MoryT mo-
BJIMSITh KaK MaHeBp BalibcanbBbl, Tak 1 MaHeBp Miojuiepa
(COOTBETCTBEHHO, TOIbITKA BHIIOXA WM BIOXa MPU 3a-
KPBITOM HaATOPTaHHUKE); CHUKAsI WX TTOBBIIIAST KPO-
BEHAITOTHEHNE JICTKNX, YIIOMSHYThIe JIM CITocOOCTBYIOT
CHVKEHMIO WU TOBbILIeHNI0 DL ., cOOTBETCTBEHHO [33—
35]. CnenoBaTeibHO, MHTPAMyJbMOHAIbHOE NaBJICHUE
BO BpeMsI 3aIepKKH TBIXaHUS TOJDKHO OBITh HUKE aTMO-
cepHOro, 4YTO JOCTUTACTCSI B YCIOBHMSIX MUHUMU3ALINT
HATIpSIKEHUSI TAlIMEHTa BO BPeMsI 3aIep>KKM JTbIXaHUSI.
[TponoKUTeNbHOCTD 3aAePKKU AbIXaHUS JOJXKHA CO-
craBiaTh 10 & 2 ¢, YTO JIErKO BBITTOIHSIETCS OOJIbIINHCT-
BoM obGcieayembix [1-3, 36].

Kaxk u ripu Booxe, pacuer DL mpeanonaraer Mrao-
BeHHOe omnopoxHeHue aerkux [37]. CyliecTByIoT pas-
JIMYHBbIE METOIUKHU, AOMYyCKalolue 0oaee MeIJIeHHOe
OITOPOXHEHME JITKNX, HO MPU 3TOM 3KCIUPATOPHBII
MaHEBp TOJKEH OBITh TJIaBHBIM, He(DOPCUPOBAHHBIM
1 6e3 KoJiebaHU 1 TIpepbIBaHUIA.

ITpu BBITIOJTHEHUH HMCCIIETOBAHUS B KJIACCUYCCKUX
cHCcTeMax BpeMsI BBIIOXa IIJIST BRBIMBIBAHUS 1 cOOpa ITPOOKI
He JTOJDKHO MpeBhIaTh 4 ¢. [IpeBbIlieHre 3Toro IMMuTa
(HampuMep, B cllyyae BhIPaXKeHHON OPOHXO00OCTPYKTUB-
HO TIATOJIOTUN) HAPSIAY C MPOIOJIKUTEIBHOCTBIO BBIIOXA
JIIOJDKHO OBITH YIIOMSIHYTO B IIPOTOKOJIE MCCIICIOBAHMS.
B cayyasix, korma cucteMa ocHaiieHa RGA-razoananm-
3aTOPOM, MALMEHTY MpeaiaraeTcs BbIAbIXaTh MOJIHOCTBIO
(mo yposHst OOJI), ripu 3TOM J10MYyCKaeTCs MPOIOIKU-
TEJIbHOCTD BBIIOXA 10 12 ¢, 9TO MO3BOJISAET TOOUTHCS OIT-
TUMaJIbHOM TOYHOCTH MTPU U3MEPEHUM V.

B pexomenpainusax ERS / ATS ykazaHo, 4To Mexmy
JAM [noakHO mpolTH > 4 MUH JIST 1OCTaTOYHOTO yaa-
JICHUS CJIEIOB TECTOBOIO Tra3a m3 jerkux [3]. st aui
¢ OpOHXMAIBHOI OOCTPYKIIME TpedyeTcs 0oJiee IINTEb-
HbIil iepuon (> 10 MuH). Heckobko riTyOOKUX BIOXOB
MeXX1y MaHEeBpaMu MOMOTyYT 0oJiee 2 (MEKTUBHO yIaTUTh
TECTOBBIN ra3 u3 Jerkux. Bo Bpems nepepbiBoB Mexay M
MAIMEeHT TTPOJOJIKAET OCTABATHCS B UCTIONB3YEMOM ITOMeE-
IIEHUU — UCCJIEOBaHNE HEe PEKOMEHAYETCS IIPePhIBaTh.

BuiMbigaHue u c6op 06pa3ya ebi0bixaeMo20 2a3a

Pacuer DL, mpon3BOIMTCS MyTEM aHAIM3a AJTbBEOJISIP-
HOI1 MOpLMM BbIABIXaeMOro rasa, coaepxauieit CO u UT.
Bo BpeMs BeIIOXa MTAIMEHT JOJKEH BBIIOXHYTH BeCh ras
u3 V1 «MEPTBOTrO MPOCTPAHCTBa» 000PYAOBaHUA
vV, 0601m); ATOT ra3 He aHaJIU3UPYETCs, TOIbKO IMMOTOM
oTOUMpaeTcst aibBeosisipHas nopius. [1pu 3aBepiieHun
0oTOOpa 00pa3iia 1o JOCTIKEHUS TOUKW BEIMBIBAHUS Ta3a
13 «MEPTBOTO NMPOCTPAHCTBa» BenmurHa DL Oyner 3a-
HUXEHa, TorJa Kak 3aaepskka mpu coope obpasiia rmocie
JTOCTVKEHUSI TOYKH BBIMBIBAHUS ra3a U3 «MepPTBOTO IPO-
CTPaHCTBa» HAIIPOTUB, IIPUBEIET K 3aBBILICHUIO IT0KA3a-
Husg DL [28, 30].

BoimbigaHue u cbop 0bpa3ya 8 knaccudeckux cucmemax

O0BeM BRIMBIBaHUS HOJIKEH cOCTaBIsATh 0,75—1,0 11 (ye-
snosust BTPS). Ipu XKEJI < 2,0 1 06beM BEIMBIBAHUS

ymeHblinaercs a0 0,5 1. Oobem odpasua (Sample Volume —
SV) — 5T0 00bEeM MOpLMU Ta3a, CAEAYIOLIUI Tocae 00b-
eMa BBIMBIBAaHMSI 1 MCIIOJIb3YEeMBII IJTsI aHAIN3a aJIbBeo-
nsgpHbIX KoHueHTpaunii CO u UT. ITponomkureabHOCTD
cbopa SV BiusieT Ha pacyeT BpeMEHU 3aJeP>KKU IbIXaHUSI.
Jnst cucteM Kilaccuueckoro ausakiHa (cObopa obpasiia
«B MEIIIOK») HEOOXOAUM OO0JIBIIOI 00beM obpasia — SV
cocrasigeT 0,5—1,0 1. Y 6onbHBIX ¢ 2ZKEJI < 1 1 MOXHO
ucrojb3oBath SV < 0,5 71, ecim BO3MOXKHO MOATBEPAUTb,
YTO ra3 U3 «<MEPTBOTO ITPOCTPAHCTBA» HE ITOITaJl B IPOOY.

Beimbigarue u cbop obpasya 8 cucmemax ¢ RGA-aHanusamopamu

Touky BbIMbIBaHUS Ta3a U3 «<MEPTBOTO MPOCTPAHCTBA»
MOXHO OIIPEIEINTD IT0 KOHIIEHTPAIIUN BBIIBIXaeMOTO
WTI'. Hauano ajnbBeOISIPHOTO TLJIATO MOXHO YCTAaHOBUTh
10 TOYKE M3JI0Ma, OTHEISIONIeH Kaxayto ¢ha3y aTarna Bbl-
MBIBaHUS Ha TpauKe U3MEHEHNST KOHIIEHTPALIUK OT-
HOCHTEIbHO 00beMa, T00aBUB HOJII0 V , U3MEPEHHYIO
o metony Paynepa [38], k Touke nzaoma mexay 11 u 111
dazamu [39]. Takoit moaxoa BO3MOXHO aBTOMaTU3U-
poBaTh, OTHAKO JIs BU3YaJIbHOTO OIpenesieHUs] TOUKU
BBIMBIBAHUSI «MEPTBOTO IIPOCTPAHCTBA» KOHIICHTPAITUS
WT nomxkHa OBITh OTpaskeHa Ha KPUBOM «KOHLIEHTPALUSI—
00BeM», TIOCKOJIBKY OIpeneeHue TOUKU BbIMbIBAHUS
«MEpPTBOTO MPOCTPAHCTBA» C UCITOJIBb30BAHUEM KPUBOM
KOHIICHTPALIMN OTHOCUTEIIFHO BpeMEHU HEHAIEXKHO M3-32
JIOCTAaTOYHO BBICOKOM CKOPOCTHY MIOTOKA B HaUaJIe BBIIOXA.
DTO NPOWJLTIOCTPUPOBAaHO Ha puc. 3. Eciu oneparop me-
HSIET TOUKY cOopa 0Opasiia, 3TO TOIXKHO ObITh OTPAXKEHO
B pe3yJIbTaTax UCCICIOBAHMSI.

ITpu ucnonp3zoBanum cucteM ¢ RGA-aHanm3atopamMu
V, usmepsiercs, a He paccuuThiBaeTcs. OOlLee «MEPTBOE
MPOCTPAHCTBO» (V) MOXHO M3MEPATH MO KPUBOW BbI-
MbIBaHUs WT 1ipy ucrions3oBanuu Metona Paymepa (cm.
puc. 4) [38].

JIuHUS TUHENHOM perpeccuu, oTpaxarolasi HaKJIOH
daswl 111 Ha rpaduke U3MeHEeHUsI KOHUEHTPALUW BbIMbI-
BaHus WT' B 3aBUCUMOCTU OT 00beMa, 10JI)KHA OPUEHTU -
poOBaThCsl TI0 BTOPOI MOJIOBUHE 3TOU KpUBOii. «MepT-
BOE ITpocTpaHCcTBO» o Dayepy onpeaesiseTcst TOYKOM,
B KOTOPOW TIOIIAAb MOA KpUBOM Mexay HakjoHoM I11
¢a3bl u KpuBOK BoiMbIBaHMsI WIT" paBHa MIoLIAAN MEXITY
MUKOBOI KoHLeHTpauueil T' u kpuBoii BoimbiBaHust UT'.
Vb aar. COOTBETCTBYET «MEPTBOMY MPOCTPAHCTBY» Dayiepa
3a BBIYETOM V s6opy,» BEJTIOUAST GWIBTp M / VTN MYHIIITYK,
YTO YKa3bIBACTCs IMPOU3BOAUTEIEM IIPUOOpPa B UHCTPYK-
LY TI0 KCITTyaTalluu.

Cocmae edbixaemo20 2a3a

CocTtaB TeCTOBOTO ra3a, MCIIOJb3YEeMOTO IJIs pacyeTa
DL, m0o/keH ObITh MAaKCUMaJILHO TMPUOJIMXKEH K Clie-
TYIOLIEMY:
+ 0,3% — CO;
* 21 % — xucnopon, UT u a3or.

WUT nomxeH ObBITh OTHOCUTENIBHO HEPACTBOPUMBIM
U OTHOCUTEJTEHO XUMHUYECKHU 1 OMOJIOTMUYECKN MHEPTHBIM.
IMockonbky UT" mpumeHsieTcs a1t onpeneeHust Hayaib-
Ho# koHueHTpauuu CO B anbBeosnax u V,, U3 KOTOPO-
ro npoucxoaut nornoieHue CO, nuddys3ust B ra3oBoit
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Puc. 3. CpaBHeHMEe KOHLEHTpALIMIE MOHOOKCHIA YIJIepoaa U MHAMKATOpHOro raza. BocripousseneHo u3 [4]. CpaBHeHMEe KOHLIEHTpalMii MOHO-
OKCHJIa yIJIepofa U MHAMKATOPHOTO Ta3a, MpeacTaBIeHHbIX Ha rpadukax Kak (GyHKius BpemeHu (A, B) miau oobema (C, D). Cepslii cToberr
oTobpaxaeT BUPTyalibHbI 0TO0p S00-MUUTMAUTPOBOro oOpaslia BelabixaeMoro ra3a. Ha BepxHux rpadukax (A, C) npoaeMOHCTpUPOBaH 0TOOP
oOpasliia CormacHO KOMIbIOTEPHOMY aJlTOPUTMY (Ha OCHOBAaHWM KOHLEHTPALIMK Ta30B U 00beMa Jerkux). Ha HukHux rpacukax (B, D) oroopa-
KeH 0TOOp obpasla rmocjie pydHoi KOppeKUMU OnepaTopoM C MCIOJb30BaHUEeM rpaduka KOHLeHTpauus / BpeMs. Orneparopbl, Kak MpaBuiio,
6oJiee KOHCEpBAaTUBHBI U MOTYT CMELLATh PACIIONIOKEHUE BbIOMpaeMoro A1l aHain3a odpasua. [1pu ucnonszoBanuu rpaduka MU3MEHEHUST KOH-
LIEHTPALMK ra3a OTHOCUTEJbHO BPEMEHU MOJ00HAsI KOPPEKIIMSI He MPeICcTaBsieTcsl 3HaunuMoii. OHaKo MpU NMepeKIIoueHur Ha Tpaduk u3ameHe-
HUSI KOHIIEHTPALIUU OTHOCUTEILHO 00bheMa MPaBUILHOCTD BBHITIOJTHEHHOM KOPPEKIIMUA MOXKET BBI3BATH COMHEHMSI

TMpumeuanue: UI' — unaukaropHsiii raz; CO — MOHOOKCH] yIjiepoa.

Figure 3. Comparison of carbon monoxide and tracer gas concentrations. Reproduced from [4]. Comparison of carbon monoxide and tracer gas
concentrations plotted as a function of time (A, B) or volume (C, D). The gray column represents the virtual collection of a 500 mL exhaled gas
sample. The upper graphs (A, C) demonstrate the sample collection according to the computer algorithm (based on gas concentrations and lung
volumes). The lower graphs (B, D) show the sample collection after manual adjustment by the operator using the concentration/time plot. Op-
erators are usually more conservative and may bias the location of the sample collected for analysis. This adjustment does not appear to be sig-
nificant when using the gas concentration/time plot. However, the accuracy of the adjustment may be questionable when using the concentra-
tion/volume plot.

cpene MT nomxkHa ObITh aHaiornuyHa TakoBoit ajist CO,
1 OH He JOJDKEeH MeIllaTh n3MepeHnto KoHueHTpauun CO.
B T0 ke Bpemst UT" He noJkeH MpUCYTCTBOBATH B aJIbBEO-
JISPHOM Ta3e (MJy NMPUCYTCTBOBATh B HEM B M3BECTHOM
MWHHMMAaJIbHOM KOHIIEHTPAIH, KaK, HallpUMep, aproH).

Hawubosnee yacto B kauectse VI ncnons3ytorces reuit
Wi MeTaH. ['enit COOTBETCTBYET OOJBITMHCTBY YITOMSI -
HYTBIX KpUTEPUEB, OMHAKO ero 1uddy3us B ra30BO cpene
3HAYUTENBHO BbIlIE, YeM y CO. MeTaH 00bIYHO TPUMEHSI-
etcsa B cucteMax ¢ RGA-ananmm3aropamu; ero muddy3us
B ra30Boii cpene omrke K CO, a paCTBOPUMOCTb — YyTh
BbILLIE TAKOBOM JIST TeIuSI.

Kputepun kavecTBa audhy3uoHHoro TecTa

Ha puc. 5 npogeMmoHCcTprpoBaHbI HanOOJIee YacToO BCTPeE-
yarorimecs omuoku npu BbinonHenuu IM DL .

I'papuk 0OBEM—BpeMsT JOKEH XapaKTepU30BaThCS
[JIAIKM OBICTPBIM POCTOM BHauaje, CMEHSIOIITMCS TTa-
TO TP 3aJePKKe MBIXaHUS C TIOCICTYIOIIUM OBICTPBIM
U TJIaJKUM CHUXKEHMEM Ha Bblaoxe. I'padpuk KOHIIEHT-
panuy ra3a JOJDKeH MMETh OBICTPBIN TTOABEM BO BpeMsT
ITOaYX TECTOBOTO ra3a M OCTaBaThCsl CTAOMIBLHBIM 0 Ha-
yaja BBIIOXA, XapaKTePU3yeMBbIM OBICTPHIM CHIKEHUEM
¢ rmagkum niepexonom B 111 ¢azy.
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Puc. 4. Tpacdrueckoe npeacTaBlieHUEe pacyeTa «<MepTBOro MpocTpaHcTBa» 1o Metony Dayinepa (Fowler): A — y 310poBoro yejoBeka; B — y 60J1b-
HOTO XPOHUYECKOI 0O0CTPYKTUBHOI 00JIe3HbIO JIerKUX. BhIMbIBaHME MHAMKATOPHOTO ra3a mocjie OAMHOYHOIO BIOXa TECTOBOM CMeCH MpeacTaB-
JIEHO Ha rpaduke U3MEHEHMS] KOHLIEHTPAMM OTHOCUTEJBHO BBIAbIXaeMOro oobeMa. OObeM, MpU KOTOPOM 3aTeHEHHasl 00J1acTh Hal KPUBOK
BBIMBIBaHHMsI MHAMKATOPHOT'O Ta3a SKBMBAJIEHTHA 3aTEHEHHOM 00JIACTH O] KPUBOM, SIBJISIETCSI «MEPTBBIM IPOCTPaHCTBOM» 110 PDaysepy B yciio-
Busix BTPS. BocriponsBenero us [4]

IMpumeuanue: U — unaukaropusiit raz; BTPS (Body condition for Temperature and barometric Pressure, Saturated) — mapaMeTphbl ra3a B JISTKMX YeJIOBeKa:
Temrneparypa teina (37 °C), bapomeTrpuueckoe (arMochepHoe) JaBjieH e U MOJHOE HACHIILIEHNE BOASIHBIM ITapoM.

Figure 4. Graphical representation of the “dead space” calculation using Fowler’s method: A, in a healthy individual; B, in a patient with chronic
obstructive pulmonary disease. The washout of the tracer gas after a single inhalation of the test mixture is shown on a graph of the concentration
relative to the exhaled volume. The volume at which the shaded area above the tracer gas washout curve is equivalent to the shaded area below the
curve is the “dead space” according to Fowler under BTPS conditions. Reproduced from [4]
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Puc. 5. OcHOBHbIE OLIMOKM MPU BBITTOJIHEHU M JbIXaTeIbHOrO MaHeBpa 1n(dy3MOHHOI CMTOCOOHOCTH JIETKUX 10 MOHOOKCHTY YIJIEPO/ia METOIOM
OJIMHOYHOTO BIoXa (BbIIEIEHBI TYHKTUPHON JuHUel ). BocripousseneHo u3 [4]

Figure 5. The main errors in performing the breathing maneuver to assess the diffusing capacity of the lung for carbon monoxide using the sin-
gle-breath method (highlighted by the dotted line). Reproduced from [4]

Kpumepuu npasusnbHo 8bINoNHEHHO20 MaHeapa > 200 ma um 5 % (6epetcst Goibliiee) OT MAaKCUMATb-
(kpumepuu npuemnemMocmu) Horo V, u3 apyrux npuemneMoix JIM;
* NPOIOJIKUTENBHOCTD Baoxa 85 % V, TecToBOro rasa
MaHeBp cunTaeTCs IPUEeMIIEMBIM IIPY COOTIOICHUH ClIe- cocrasisieT < 4 ¢;
NYIOIIUX YCIIOBUIA: * cTabwIbHAY 3a7epXKKa AbIXaHWs Ha TTpoTskeHun 10 +
* V, > 90 % ot nauGonbiuero nokasarens KEJI, mo- 2 ¢ 6e3 MPU3HAKOB YTeYKM WJIK MaHEeBPOB Miojuiepa
JIYUEHHOTO B TOM 3Ke uccienoBaHuu. JJomyckaercs nnu BanbcanbBhl;
V, > 85 % ot nanbonbuiero nokasarens KEJI uz Toit  +  c6op 06pasua anbBeosIsPHOrO ra3a J0JKeH ObITh OCY-
K€ CECCUM MCCIIeNOBaHUS (PYHKIIMU CUCTEMBI IIbI- IIEeCTBJICH B TeYeHUE 4 ¢ OT Hayasia Beigoxa. B cuc-
XaHWs, HO MPU YCIOBUM, YTO V, HE OTIIMYAETCA Ha teMax ¢ RGA-aHanuzaropaMu cO0p BUPTYyaJbHOTO
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06pa3ua JOJIK€H HayaTbCd IT10CJIC TOIO, KakK IT10JI-
HOCTbHIO 3aBCPINUTCA BbIMBIBAHHWEC TCCTOBOTO Ira3a
N3 «ME€PTBOTO MIPOCTPAHCTBA».

Kpumepuu nosmopsemocmu

[MonydyeHo kak MUHUMYM 2 ipuemiieMbix JIM co 3Have-
HusiMu DL oTiMyaommMucst Ipyr ot apyra He 6oiee
yeM Ha 2 MJ1 / MUH / MM PT. cT. (0,67 Mmmob / MuH / KI1a).

ITockobKy TOBTOPSIEMOCTD B TEUEHHME OHOTO MCCIIe-
JIOBaHUS 00YCIIOBJICHA B OOJIBIIICH CTETTIEHN TEXHUIECKM -
MM IPUIMHAMU, YeM (DU3NOJIOTUICCKUMHU, 32 UTOTOBBII
pe3yabTaT MPUHUMAETCS cpeHee 3HaYeHre 2 TeXHUYeCKU
nipuemieMbix JIM, COOTBETCTBYIONIUX KPUTEPUSIM TTOBTO-
pssemoctn. JIM, He oTBeYaloIIe KPUTEPHUIO TTIOBTOPSIC-
MOCTH, UCKJTIOJatoTCs. JIJIsT TIOJTydeHUsT TTIOBTOPSIEMBIX
pe3yJabTaTOB BO3MOXKHO BhITIoJHeHUe 10 5 JIM. loka3za-
HO, 4TO mocJe npopeaeHus S JIM oTMevaeTcsl OBBILIE-
Hue yposHss COHb npumepno na 3,5 % [40, 41], uto
MPUBOIMT K CHIUKEHMIO M3MepeHHo# DL ., mpuMepHo
Ha 3—3,5 %, B CBS3M C 3TUM BBITTOJHATEL > 5 JIM 1ipn
onpenenennu DL He peKoMeHIyeTCs.

B Hacrosmiee Bpemst st 0003HAaYCHMST KaueCTBa BbI-
noJiHeHHOTO nccnenosanus DL vcnonb3yercst Oyk-
BeHHasl cucrema (Taoun. 4).

Knacc kagectBa A. JIM cOOTBETCTBYET BCEM KPUTEPH -
SIM TIpUEMJIEMOCTH. Pe3ynbTaThl UCCIemoOBaHUS CICIyeT
NPENCTaBIATh Kak cpenHee 3HayeHne DL > 2 usme-
pPeHUIi1 Kjacca KauecTBa A ¢ TTIOBTOPSIEMBbIMU pe3yJibTa-
TaMu (T. €. ¢ pa3HUIIEed > 2 MJI / MUH / MM PT. CT. WU
0,67 mmoub / MuH / kI1a mexxny Humu). Eciin mocie mo-
BTOPHOTO TECTUPOBAHMSI OTIEPATOP HE MOXKET TOJIYIUTh
2 noBTopsiembix JIM knacca A, BbIOMpaeTcs CAeayIoumii
aJITOPUTM TIPEACTABICHUST PEe3yJIbTaTOB UCCIIEI0OBAHMS

Cco

C KOMMEHTap1eM, 4YTO U3MEePEeHHEe He MOJHOCThIO COOT-
BETCTBYET CJEIYIOLIUM KPUTEPUSIM KauecTBa:

* ecimu > 2 IM kimacca A He COOTBETCTBYIOT KPUTEPHSIM
TTOBTOPSIEMOCTH, JIJIST pe3yJibTaTa BEIOUPAETCS CpemHee
3HaueHue DL, IM, COOTBETCTBYIOLIMX KPUTEPUAM
KauecTBa;

* eciau noaydyeH Bcero 1 JIM knacca A, 1is1 pe3ybTara
BoIOMpaercs 3HayeHune DL iMeHHO 9TOro MaHeBpa;

* eC/IM He mojiyueHo Hu ogHoro JIM kiacca A, B oTueTe
ucrosb3yercs cpenHee s3Hauenne DL, mo pesynbra-
TaM IIPUHSTHIX K 00CUETY TTOIMBITOK KJIacca KauecTBa
B, Cumm D;

* pe3yJbTaThl MOMNBITOK Kjiacca KayecTBa F He ucrosib-
3YIOTCSI MPU HaMMCAaHUU 3aKJII0UEHHUST; B 9TOM Cllydyae
DLCO HE MOKET OBITH OIIEHEHA.

WHTepnpeTauus pesynsratoB Auddy3MoHHOro TecTa

Koppekuusi AOMKHbIX BENUYUH NoKa3aTens audidy3MoHHON
CNocoGHOCTH NErKuX No MOHOOKCHUAY Yrnepoaa
nepea NHTepnpeTaLmei

3Hauenne DL 3aBUCUT OT MHOXECTBa (PU3MOIOTUYECKHIX
daxkropos. [ToMmrmo Bo3pacra, mmojia, pocTa 1, BO3MOXKHO,
STHUYECKOI NPUHALIEXHOCTH, DL ) n3MeHsieTcs B 3a-
BUCUMOCTHU OT ypoBHsI Hb, o6bema Jerkux, KoHLeHTpa-
1 COHb B KpoBU, TapIyaIbHOTO JaBJICHMS KUCIOpOoIa
BO BibIxaeMoM Bosayxe (P,0,), husnyeckoit Harpy3ku re-
pel rccieaoBaHMEeM U MOJIOXKEHUS Tesa naiueHTa. Bee
TepeYrCIIEHHOE 11eJIeCO00pa3HO YIUTHIBATh IIPU pacueTe
DL, npuyeM KOPpeKLUH TOJKHbI TIOABEPIaThCs TOJIK-
HBIC BEJIMYMHBI, a HE Pe3y/IbTaThl UCCeTOBaHMS. J{oKHBIE
BeMuMHbI DL ObLIM OTIpe/iesieHbl 110 pe3ysibTatam n3Me-
PEHUIA Y 300POBBIX JINI] ¢ HOpMaJIBHBIM ypoBHeM Hb 1 Mu-

Tabauua 4

Kaaccupurauus kavecmea uzmepenus oughgpyzuonnoii cnocobrocmu aezkux no MoHookcuoy yeaepooa [3]

Table 4

Classification of the quality of measurement of the diffusing capacity of the lung for carbon monoxide [3]

‘ OuennBaeMble KpuTtepum ‘

KavectBo*
‘ V. I KEN, %
A 290"
B 285
c 280
D <80
F <80

C6op obpasua, ¢
Bpewms 3apepxku AbixaHus, ¢ ‘

8-12 <4
8-12 <4
8-12 <5
<8wumm>12 <5
<8unm>12 >5

Mpumeyarme: V, — oGbem Baoxa TecToBoro rasa; KEI - xusHeHHas emKocTs nerkux; V, — anseeonspHbiit 0Gbem; DL, — auddyanorHas cnocoBHOCTL nerkix o MOHOOKCUAY Yrrepopa; * ~ ToMb-

KO MaHeBp Knacca A COOTBETCTBYET BCEM KpUTEPUAM NPUEMIEMOCTH. PesyanaTOM CCNeSoBaHNS OMKEH ObiTb cpenan?l nokasarenb DL

<o MIONYHEHHbIVI N0 AaHHLIM 2 2 MaHEBPOB, COOTBETCTBY-

HoLLMX Kracey A v UMEIOLLYIX TIOBTOpSIEMbIE Pe3yrbTaTbl. TP HamMuvi MuLLb 1 AbIXaTenbHOTO MaHeBpa kracca A Ansi HanvcaHust 3aKioYeHis MPUBOASTCS PE3ynsTaTbl MMEHHO STOTO MaHeBpa.
B cnyyae, korza MaHeBpoB knacca A He Momy4eHo, enonbayloTcst peaynbrathl knacca B, C wnm D. [inst oT4eTa MCnonbayioTes CPeHie HaueHs OT BbIGPaHHbIX MOMbITOK; KNAce kayecTsa Uenons-
30BaHHbIX JbIXaTErNbHbIX MaHEBPOB YKa3bIBAETCS B 3aKiioueHu. MareBpbl knacca F He UConbayiotest s HanuCaHWs 3aKITiYeHIs; * — Uni COOTHOLLEHVE MokasaTeneil 0Gbema BLoxa TECTOBOO
rasa v KVI3HEHHOI eMKoCTI Nerkux 2 85 % 1 anbBeonsipHoro o6bema He oTnvyatoTcs Ha 2 200 M Ui Ha 5 % (B 3aBUCHMOCTI OT TOO, YTO GONbLLE) OT HaUGOMLLETO aNbBEONSPHOTO 0GbeMa

B APYTUX NPUEMNEMbIX MaHeBpaXx.

Note: *, only Class A maneuver meets all acceptance criteria. The test result should be the average DLCO value obtained in 2 2 maneuvers corresponding to Class A and having repeatable results.
If only one Class A breathing maneuver is obtained, the results of this maneuver are presented in the report. In cases where no Class A maneuvers are obtained, the results of Classes B, C, or

D are used. The average values from the selected attempts are used for reporting; the quality class of the breathing maneuvers used is indicated in the report. Class F maneuvers are not used in
the report; **, or the ratio of the inspiratory volume of test gas to vital capacity is 2 85% and the alveolar volume does not differ by > 200 ml or 5% (whichever is greater) from the largest alveolar

volume in other acceptable maneuvers.
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HuMabHBIM coaepxkaHrneM COHb, Haxoasiyxcs B mokoe,
B TIOJIOKEHUM CUJISI, TIPY JBIXaHNU KOMHATHBIM BO3IYXOM.
Ecnmm kakoe-To 13 3TUX yCJIOBUI HE BBITIOHSIETCS, TPEOy-
€TCSI COOTBETCTBYIOIIAST KOPPEKLIMS JODKHOTO 3HAYEH S,

Koppekyus no zemoenobuxy

BaxnbiM pakTopom Tpancnopra CO saBisieTcsl CoeTuHe -
Hue CO ¢ Hb, mosromy BenmunHa DL, 3aBMCHUT OT KOH-
ueHtpauuu Hb [42, 43]. CyiiecTByeT HECKOJBKO MOIXO0-
noB 11t koppekuun DL o Hb, ucrnionssys hopmyiibl,
npemioxennsie J. E. Cofes et al. [6]:

DL koppexTuposaHHas no Hb, = DL

X
CO gonx.’ CO gonx.

x (1,7 Hb / (10,22 + Hb)), )

rne: Hb — KoHIeHTpalius reMoryioonHa, T / .

Dta hopmyia IPUMEHSIETCS TIPU 00CIeIOBAHUN MY3K-
YUH U TTOAPOCTKOB, IIPY 3TOM I10 YMOJTYAHUIO B KAUECTBE
JIOJIKHOM KoHUeHTpauun Hb ucronb3yercst BenuuuHa
14,6 v / a1 (9 mmonb / 1 B enuHuax CH). B atom ciiyuae
YHUCJICHHOE 3HAaUCHUE KOPPEKTUPYIOIIETO MHOXKHUTEIIS
coctapyser 1. CiemoBaTeIbHO, Y MY>KYMH IIPU KOHIICH-
tpaunu Hb < 14,6 T / 11 mocie KOppeKLu J0JKHOTO
3HaveHus usmepennas DL (%, ) Gyzner sbie. U Ha-
[IPOTUB, Y MY>KUMH IIpU KoHLeHTpauuu Hb > 14,6 v / on
IMocjie KOPPEKIIUU TOJKHOTO 3HAYCHUST M3MEepeHHast
DL, (%ﬂm.) Oynet Huke. U3MeHeHre KOHLEHTpaluuu
Hb Ha 1 r / T TPUBOAUT K CABUTY TOJDKHOTO 3HAYCHMUST
DL, npumepHo Ha 2,7—2,9 % (mpu GOJIBIIMX OTKJIO-
HeHMSIX KoHIeHTpauuu Hb ot 14,6 r / 11 udMeHeHuUe
noJuKHOTO 3HaueHus: DL, BbIpaxkeHo B elie Gosbliei
CTEMNEHU, MOCKOJIbKY 3aBUCMMOCTb DL | OT KOHLIeHTpa-
uuu Hb He aBnseTcs auHeiHoi).

Y XeHIIMH U 1eTeit Mmojioxe 15 JieT 1oJKHOe 3HaYeHUe
koHueHtpauuu Hb cocrasisier 13,4 1/ 1 (8,26 MMoJIb / 11
B enuHuniax CH); dopmyna mist KOppeKIUU BBITJSIUT
CJICIYIOIIM 00Pa30M:

DL koppexTupoBaHHas no Hb, = DL

X
CO gonx.’ CO gonx.

x (1,7 Hb /(9,38 + Hb)). (8)

ITpuBeneHHbIe (POPMYIIBI UCTIONB3YIOTCS 1JISI KOPPEK-
LINY JOJDKHBIX 3HAUCHUI, a He (haKTUIECKUX, TTOTYIeH-
HbIX IIPY UCCJICIOBAHUU.

Bropoit monxon 6wur mipemtoxed ATS (1995) [8]
1 Yallle MPUMEHSIETCS IPOU3BOIUTEISIMU 000PYI0BaAHUS
11t usmepeHust DL, ocHoOBaH Ha KOpPEeKIIUU He JTOJIK-
HOTO 3HAYEHHS, a U3BMEPEHHON BeIMYMHBI. DOpMYIIbI
Il KOPPEKIIMU M3MepeHHbIX 3Hauenmii DL (DL Kopp.)
Mo KoHueHTpauuu Hb y My>XunH 1 XeHIIUH BBITJISIAST
CJIeIYIONUM 00pa3oM:

DL =DL_, usmepenHas x (10,22 + Hb) / (1,7 x Hb),  (9)

CO kopp.

DL = DL, n3mepeHHas x (9,38 + Hb) / (1,7 x Hb).

CO kopp.

(10)

Nsmepennbie 3HaveHust DL, npencraBieHHbIe
BIIPOLIEHTAX OT IOJKHOTO M PACCYUTAHHBIE C UCTIOIb30-

BaHMEM 00OMX OMMCAHHBIX CIIOCOOOB, HE OYyIyT 3HAYNMO
OTJIMYATBCST IPYT OT Ipyra, OMHAKO PEKOMEHIYeTCsT 1C-
ITOJIB30BaTh MEPBHIN CITOCOO KOPPEKIINUA — KOPPEKIINHU
JIOJKHOT'O 3HAYCHMSI.

Koppexyus no kap6okcueemo2n06uHy

B 6onbmmHcTBe mabopatopuii KoHeHTpauus COHb
B KPOBU HE U3MEPSIETCS U HEe MPOU3BOIUTCS COOTBET-
crBytomas Koppekuus DL, B HopMe KOHLEHTpauus
COHD B xpoBu He mipeBbimaet 1—2 % [44], onHako rpu
BIBIXaHUW CUTAPETHOTO IbIMa WK TTPOheCCHOHATIBHOM
KOHTAaKTe C YTapHbIM Ia30M €ro YpoBEHb MOXKET 3HAUYM -
TEJIbHO MOBBICUTHCS, KaK U, CJIeJI0BaTEIbHO, YPOBEHb
COHDbD B kposu [45]. 1y1st ICKITIOYEHUSI OITUOOK M3Me-
pPeHUsI, CBSI3aHHBIX C BHEIITHUM BO3ICUCTBUEM, CIIEIY-
€T BO3IePKMBAThCS OT KypeHUs Tepe UCCaeI0BaHUEM.
Kpowme toro, koHueHntpauuss COHb moxer HeMHOTO
ITOBBICUTHLCS 3a CUET BABIXaHMS BO BPeMsI MCCIETOBaHUS
DL, conepxaiueit CO raszosoii cmecu. ITokasaHo, uro
nocJje kaxuoro usmepenust DL - ¢ 3anepxKoii abixa-
Hus KoHueHTpauuss COHb yBenuuuBaeTcss mpuMepHO
Ha 0,6—0,7 % [40, 41]. [1pu nOBBIILIEHN KOHLIEHTPALIUN
COHb usmepennas DL mamaeT Kak B pe3yiabTaTe YBeJIN-
YEeHUsI OCTaTOYHOTO MapluanbHoro aasaeHuss CO B KpoBU
(TIpM 3TOM YMEHbIIIAeTCS TPAIMEHT NaplUaIbHOTO HATIPSI-
keHnst CO MexXIy albBeOJIIPHBIM BO3IYXOM U KPOBBIO,
YTO COMPOBOXIACTCS CHIDKEHUEM BEJIMYMHBI IBIKYIIETO
JaBJIEHHsI), TaK U 32 CYET YMEHBIIEHUS YiciIa yIacTKOB
Mosekya Hb, nocrynueix mjst coequnenus ¢ CO [46].
IMpu koppekunu DL o COHb cnenyer moMHUTS,
4YTO Kax1oe rnosbieHne KoHueHTpaun COHb na 1 %
NPUBOIMT K cHIXeHUIo DL npumepno Ha 0,8—1 % [46,
47]. Cnoco6sl koppekimu DL, mo COHb Takue xe, Kak
u st koppexuu o Hb. ERS / ATS [3] pekomeHmyeT-
C4 IPOM3BOAUTH KOPPEKIHMIO TOJKHOTO 3HaueHust DL
no COHD ¢ ucrnonb3zoBaHueM cieayomiein hopMybl:

DL koppektupoBaHHas no COHb, = DL

X
CO ponx.’ 'CO ponx.

x (102 % - COHb, %). (11)

ITpu konuenrpaumn COHb < 2 % xoppekiuu He Tpe-
OyeTcs (IOKHBIE 3HAYCHUS YK€ YIUTBIBAIOT TaKOM ypo-
BeHb CO B kpoBm). I1pu koHuentpauuu COHb B kpoBu
> 2 % TpebyeTCsl KOPPEKLMS TOKHBIX MOKa3aTeei.
B ciaygae momo3peHUsT Ha BBICOKYIO KOHIICHTPAIIMIO
COHb pekoMeHmyeTCs] pacCMOTPETh BO3MOXKHOCTb Jia-
0OpPaTOPHOTO MOATBEPXKICHMS MOBBILIEHHBIX 3HAYEHUI
aToro nokasaressi. C yueToM HeIaBHEero KypeHUs CUTapeT
(< 2 9 10 McclenoBaHMsI) MM MHTEHCUBHOTO KYPEHUS
(> 20 curapeT B CyTKH) ClIeAyeT OLIEHUTb BO3MOXHOCTh
nposeaeHus Koppekiuu no COHb.

Koppekyus no 6apomempuyeckomy dasneHuro

[MapumanbHOE HaNpsKeHUE KUCIOPOoIa B JIETOYHBIX Ka-
nuuIgpax BauseT Ha nepeHoc CO u onpenensieTcs riaaBs-
HbIM 06pazoM P O,. 3a HopmasibHOE 3HaYeHKE MPUHUMA-
ercsa P,O, =100 mm pr. cT. u PO, = 150 MM pr. cT. (1pn
IBIXaHUM aTMOC(HEPHBIM BO3YXOM Ha YPOBHE MODs).
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[Tpu nu3MeHeHUU MapLUuaJbHOIO AaBAEHHUS KUCI0poaa
(K IprMepy, YIIOMSIHYThIE TTOKa3aTe ! MTOBBIIIAIOTCS TIPU
WHTAIISIIIAY KUCJIOpoaa M CHIKAIOTCS TIPU TTOAbeMe Hal
ypoBHeM mops) DL uamensiercss npumepHo 1o 0,35 %
Ha | MM pT. cT. P, O, (110 0,31 % Ha 1 mm pr. cT. PO,) [48,
49]. B otinume ot koHueHTpauuu Hb 6apomerpuueckoe
(atmocdepHoe) nasnenue (barometric pressure — P) sB-
JsieTcst akKTOpoOM OKpPYKalollei cpeabl U He 3aBUCUT
OT TallMeHTa, IMTO3TOMY PEKOMEHAYETCSI KOPPEKIIUS yKe
usMepeHHoi DL i cuMynsaumm cTaHaapTHBIX YCI0-
Buii [3, 4]. P, kak u P O,, cHuxaercs ¢ yBeJauIeHueM
BBICOTHI, a DL moBbimaetcs Ha 0,53 % Ha kaxubie 100 m
YBEJIMUEHUST BBICOTHI HAll ypoBHEM Mops |3, 4]. DxcrnepTsl
ERS / ATS nonaraior, uto eciu DL, 1 DL g o OVIYT
CKOPPEKTUPOBAHbI 10 CTAHAAPTHOMY AaBjieHuIo (760 MM
ptT. cT., i 101,3 xI1a), To 3TO yIy4IINT TOUYHOCTH JOJIK-
HBIX BEJIMUMH, TTOJYYSCHHBIX B IPYTUX MOIMYJISILIMOHHBIX
rpynmnax [3, 4]. Ing koppekuuu no P, (mpu ycnosuu,
uto P,O, = 150 mm pr. cT. (20 kIla) npu cTraHgapTHOM
JaBJIEHUM) B 3aBUCUMOCTH OT €IMHUIL U3MepeHus P,
(MM pr. cT. uim kl1a) ucrnonb3yrores cienyroime Gop-
MyJibl [2, 49]:

DL, KoppekTMpoBaHHas no P, =
= DL, (0,505 +0,00065 x P), (12)
DL, KoppekTMpoBaHHas no P, =
= DL, (0,505 +0,00488 x P ). (13)

Taxxe akcnepramu ERS / ATS nmomuepkuBaeTcs,
4TO B3aUMOCBs3b Mexky DL u P, s cucrem ¢ RGA-
aHaJM3aTopaMy He TOATBepKAeHa U HEOOXOIMMEBI J0-
MMOJTHUTEJIbHBIC MCCIICIOBAHUS 1T BAIMAN3ALINN STUX
dopmyn [3, 4].

PechepeHcHbIe (BOMKHbIE) BENUYUHDI

KonaungecTBeHHas olleHKa JaHHBIX UccaenoBaHusg DL
MPOBOJIMUTCS MYTEM COMOCTABIEHUsI U3MEPEHHBIX Be-
JIMYUH C MX JOJDKHBIMM 3HAYEHUSIMU, TTOJTYIeHHBIMUA
IIpY 00CIeTOBAaHUU 3MO0POBBIX HEKYPSIINX UL (MIMe-
IOIIUX HOpMaJIbHBI ypoBeHb Hb, mpuHUMaeMmbIii
3a 14,6 T / w1 (9 MMoOIIb / J1) y JIMI MYXXCKOTO T10J1a CTap-
we 15 meru 13,4 v/ 01 (8,26 MMOJIb / J1) — Y B3pOCIIBIX
JKEHILMH U feTeil Mmosioxe 15 ner).

Cyl1iecTByeT MHOXECTBO CUCTEM JOJIKHBIX BEJTMUMH,
U3 KOTOPBIX B MPaKTUUYECKOU padboTe Hauboee 4acTo
HCITOJIb30BaJIaCh CUCTeMa, PeKOMEHIOBaHHAsT SKCIep-
tamu EBpomeiickoro coobinectsa yriis u ctanu (European
Community for Coal and Steel — ECCS) [50, 51]. B Poc-
cuiickoit Denepanny A1 MoKasaTenaeid CIMpoOMETPUM
U CTAaTUYECKHX JICTOYHBIX 00bEMOB OBUTM pa3paboTaHbI
CHCTEeMBbI TOJKHBIX BennmunH P.D. Knemenm u coaém. miist
B3pOCIBIX U JIUII Miaaiie 18 jet [52], Ho He 11 mapa-
meTpoB DL.

B03MOXXHOCTh TIpUMEHEHUSI CUCTEMBI JOJIKHBIX Be-
JINYMH OTpaHWYCHA XapaKTePUCTUKAMU TTOMYJISIIIUN 00-
CJICIIOBAaHHBIX MAIIMEHTOB MIJIT pa3pabOTKM 3TUX CUCTEM.
Ha pacuet nokHoO# BeTMYMHBI B HAMOOJbIIEH CTeNeH!

BIUSIOT 3THUYECKas (pacoBasi) MPUHAIIEKHOCTb, TOJI,
pocT 1 Bo3pacT obcienyemoro. Crienyer uzderaTb 9KCT-
pamoJISIINY JOJDKHBIX BEJIMUMH 32 TIPEIeITbl YKa3aHHBIX
IHMAITa30HOB pocTa M Bo3pacta. Ecim mokaszaTenu Bo3-
pacTta Wiy pocTa MalMeHTa BCe XK€ BbIXOAST 3a TPaHUIIbI
TIOTTYJISILIY, JIJISI KOTOPOI ObUTM pa3paboTaHbl JOJIKHBIC
BEJIMUYMHEI, TO B IIPOTOKOJIC UCCIICIOBAHNS HEOOXOIMMO
yKa3aTh, 4TO IPU pacuyeTe MOJDKHBIX 3HAYCHUI ObLIa ITpo-
BelleHa SKCTPAIOJISIMS JaHHbIX.

B 2017 r. sxcneptHoit rpynmoii ERS onybarkosaHa
paboTa 1o CTaHIAPTU3AINHN JODKHBIX 3HAYCHM TS T10-
kasarenet nuddysuonnoro recra (DL, V,, K ) (Global
Lung function Initiative — GLI) nis nuil B BO3pacTHOM
nuarnasoHe oT 5 1o 85 et (4,5—91 roma — Bo3pacT nory-
JISIIIAN, KOTOPYIO 00CTIeIOBAIN TSI pa3pabOTKM JOKHBIX
BenmuuH) [53]. CnemyeT OTMETUTD, UTO 00J1aCTh MPUMEHE-
HUSI CUCTeMbI TOJKHBIX BeanyuH GLI njis uccnenoBaHus
DL, orpaHndeHa eBpOneicKoii monyadamueii. B cessu
C TUM TIPU UCITOIB30BAaHNM JOJIKHBIX BEJIMINH HCCIIe-
nmoBanus DL cucremsr GLI (2017) pacoBast mprHamiex-
HOCTb JOJKHA OBITh OTPa’keHa B UTOTOBOM IPOTOKOJIE
uccaenoBaHus [53].

CucteMa TOJDKHBIX BEJIMIMH XapaKTepr3yeT Irara3oH
HOPMAaJIbHBIX 3HAYEHU I IT0KA3aTes1 y COOTBETCTBYIOLIIMIMA
3M0POBOI MoMyJsiuu. st onpeneieHus: 3Toro auanaso-
Ha UCTIOJIb3YeTCsl ypaBHEHME PErPECCUM U COOTBETCTBYIO-
ast eMy BeJIMYMHA CTAaHOAPTHOTO OTKJIIOHeHUS (Standard
Deviation — SD). C moMoI11b10 ypaBHEHUSI PACCUUTHIBACT-
¢ IOJDKHAS BeJIMUMHA, MIPEACTaBIIsIIoNIass CO00i cpeaHee
apudmeTnyeckoe 3HaueHKe rokaszarens, 1 SD, xapakre-
pu3yioliee pa3dopoc (IMCTIEPCU0) 3HAYCHUI ImoKa3aTe-
JIsI, XapaKTepHBIN 11T TaHHOMU TTOIMyJISIIMU. 3a JUarma3oH
HOpMaJIbHBIX 3HaUYeHU I npuHuMaeTcst 90%-HbIil 1OBEpU-
TEJTLHBII MHTEPBAJl M, COOTBETCTBEHHO, aKTyaTbHasl JJIst
aHanmza nuddysnonHoro tecra HukHsis (HI'H) u Bepx-
Hss1 (BI'H) rpanuiibl HOpMBI B aOCOTIOTHBIX BEJTMYMHAX
OMpeIeIsIIoTCs 1Mo (hopMyIam:

HIH = ponxHoe 3HaueHue — 1,645 x SD, (14)

BI'H = ponxHoe 3HauyeHue + 1,645 x SD. (15)

CoBpeMeHHBIE TMaTHOCTUIECKIE CUCTEMBI TIO3BOJISTIOT
BBIBOIMTH Ha 3KPaH M BKJIIOUYATh B IIPOTOKOJ UCCIIEIO-
BaHUS HE TOJbKO MOJDKHBIE 3HAYEHUSI, HO U 3HAYEHUS
HI'H u BI'H. Ucnons3osate HI'H 1 BI'H n1g onenku
OTKJIOHCHMI TTOKa3aTeJIeli OT HOPMEI CJIEIyeT C aHAT30M
KIMHUYECKUX, PEHTTEHOJOTMYECKUX TaHHBIX U BO3pacTa
naiyeHTa.

OTKJIOHEHHE OT HOPMbI KaX0T0 U3 MmokKa3aTesyei
PEKOMEHAYETCS OMPEAESISITh 110 BEIUUYMHE Z-OLeHKU
(z-score). Ilo z-olieHKe ompemensieTcss, HAaCKOJIbKO U3-
MepeHHas BeJMUYMHa IoKa3aTesl OTAMYaeTCs OT ero
IOJDKHOTO 3HAYEHMsI, TIPU 3TOM MEPOil OTKIIOHEHUS
cayxut SD. 3HaueHus z-oueHkKu ot —1,645 no +1,645
COOTBETCTBYIOT IMAIMa30HY HOPMAaJIbHBIX 3HAYCHU
IIJISE Bcex mokazareneit nuggy3noHHoro tecra. boee
TOTO, BCE Yallle Z-OlleHKa MCITOJb3yeTCs B KaueCcTBe
YHUBEPCAIbHON XapaKTePpUCTUKN CTETIEHW BBIPaKeH-
HOCTH BBISIBJICHHBIX HapyIneHuit. CTeneHb OTKIOHEHUS
OT HOpMBI JII00OTO U3 Mokazarejeil AIMGpEPy3MOHHOTO
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Tabauua 5
Ouenka cmenenu cHuxdcenus oughghyzuonnoii cnocoonocmu
Ae2KuX no MOHOKCUDY y2aepood no z-oueHke

Table 5

Assessment of the reduction of diffusing capacity of the lung
Jor carbon monoxide by z-score

CreneHb CHUXEHNs Benuuuna z-oueHku

Tlerkas -2,500 < z-oueHka < (-1,645)
Cpepuss -4,000 < z-oueHka < (-2,510)
Taxenas z-oleHka < (-4,100)

TecTa MOXXHO OTPEIASIUTD C TTOMOIIBIO €MMHO IITKAJIBI
(Taba. 5) [54].

Crnenyetr mMOAYEPKHYTh, YTO, MOCKOJbKY €Ille UC-
ITOJIB3YIOTCST TIPUOOPHI, B KOTOPBIX HE BHICUMTHIBACTCS
Z-OLEHKa, TO B 9TOM CJiydyae CTerneHb oTKioHeHust DL
MOXHO oueHutb 1o %, [1, 55].

AHanu3 pe3ynbTaToB AU hy3noHHOro TecTa

l'azoobMeHHast QyHKIIMS JETKUX OLIEHUBAETCS 110 TpaH-
criopty umu CO. TlepeHoc CO B KpoBb OIpeaesieT-
cs Tomanbio nopepxHoct AKM, nuddy3moHHbIMU
CBoOICTBaMM, KOHIIEHTpanueit Hb kanumisipHoit KpoBH,
KOHTaKTUPYIOLIHUM C aJIbBEOJIIPHBIM ['a30M U CKOPOCTHIO
peakuuu (®©) mexay Hb u CO.

st olleHKM ra3000MeHa MPOU3BOIUTCS M3MeEpe-
Hue K (xapakTepusyer cHixkeHue KoHueHTpauun CO
o sasepuiennn IIM) u V, (onpenenser BenMunHy oobema
JIETKMX, Y4acTBOBaBILIETO B ra3000MeHe BO BpeMsi JIM;
ITOKa3aTelb MOIy4aeTCs ITOCPEICTBOM U3MEPEHMST TMHA -
mMukM KoHueHTpauuu MI'). Ux npoussenenne (DL =
Ko X V,) aBiIsieTcs KIIOYEBbIM MOKA3aTeNEM, KOTOPbIN
olieHUBaeTcs npu aHanuse DL.

Hunarna3oH HOpMalbHbIX 3HaYeHui it DL ., u'V, Ha-
XOIUTCS MEXIY 5-M M 95-M MPOLIEHTUISIMUA TUCTOTPAMMBI
JOJKHBIX 3HaYeHu . C yyeToM Mog00HOM IIUPUHBI 3TOTO
JMara3oHa Mpu OlleHKe TI0JyYeHHOTO pe3ysbTara Iiejie-
CO00pPa3HO YUUTHIBATh €TI0 PACIIONIOKEHNE OTHOCHUTEIb-
Ho BI'H u HI'H. [ns1 aTOoro pekomeHayercst o0ecreymTb
BBIBOJL HA 9KPaH U B pacreyarky 3akJl0uyeHusl He TOJIb-
KO aOCOJIIOTHOTO 3HAYEHUST U3MEPEHHOTO TToKa3aTelis,
HO 1 aOCOJTIOTHOTO 3HAYECHMS TUAMa30Ha HOPMaJIbHOMU
BEJIMYUHBI [3].

Y 310pOBBIX JIWIL B YCIOBUAX HOpMasibHOro V, K
Tak>Ke UMEET 3HAUYCHUST MeXAY 5-M U 95-M MpoueHTH-
JsiMu. OHAKO MPU yMEHbIIEHUU 00beMOB Jierkux K
TTOBBIIIIACTCS HEIMHEWHO (CHIXKeHe 00beMa Tra3a B JIeT-
KHUX TPUBOAUT K 00Jie€ OBICTPHIM U3MEHEHUSIM KOHIIEH -
tpauuu CO BciiencTBue 60jiee BBICOKOTO OTHOIIEHUS
TUTIOIIAAY TTOBEPXHOCTH K 00BEMY), U CJICIOBATEIIHHO,
3TOT «HOPMAJIbHBIN» Mana3oH Wit K . py CHUXEHHbBIX
JIETOYHBIX 00beMax CTAaHOBUTCS yCIOBHBIM. CreaoBa-
TEJIbHO, TIPY CHUXXEHHOM V, «HOpMaJIbHBII» TOKa3a-
tenb K (BbIpaxeHHbIi Kak cootHowenue DL,/ V,)
He OymeT KOMIIEHCUPOBATh CHIKEHHE JISTOYHBIX 00b-
eMoB [55]. Takum obGpa3oM, CHUXKEHME TTOKa3aTens

K, pu HU3KOM V, MajouH(}HOPMATUBHO. AJITOPUTM
WHTEPIIPETallMK pe3yabTaTOB IU(PGY3MOHHOTO TecTa
MpeAcTaBjeH Ha puc. 6.

Bennuwnna snavennst DL, - 3aBHCHT OT Bo3pacTa
(ymeHblaeTcs ¢ Bozpactom), nona (DL HuXe y KeH-
LIMH, YeM Yy MYX4YMH), pocTa (Y BeICOKMX Jul DL
BbIe). DL, TakKe 3aBUCHUT OT 00beMa BIBIXaeMOT'0 rasa
(4yeM MeHbIIe 00beM, TeM Hike DL DL, / V,npu
9TOM MEHSIeTCSl HE3HAYUTEIbHO.

Jls IpaBYTbHOM MHTEPIIPETALIMK PE3YIbTATOB MC-
ciaenoBanus DL . cienyeT yauThiBaTh 1aHHbIE TIPEIBa-
PUTEIHLHO BBHITIOJIHEHHBIX CITUPOMETPUN M OOTUTIICTU3-
morpaduu (BIIT). CHuxenne DL ipy HOpMaJIbHbIX
3HAYCHUSIX CITMPOMETPUH U JIETOYHBIX 0OBEMOB MOXKET
YKa3bIBaTh HAa HAJIMYNE aHEMUM, JICTOYHBIX COCYIUCTHIX
HapylIeHni, HayajabHbIe TTpostBiaeHus M 3JI.

HopmanbHoe sHauenne DL Tipy HaJIMuMK JaHHbBIX
32 PECTPUKTUBHbBIC HAPYIIICHHST MOXET OBITh CJICICTBHEM
TaKOU BHEJIETOYHOI MATOJIOTUN, KaK HEMPOMBIIIICYHBIC
3200JIeBaHMsI, HAPYIICHUS MEXaHUIECKUX CBOMCTB TPY/I-
HOM KJEeTKU (BCIEACTBUE, HAIPUMED, ee AehopMaliiu,
6osne3Hu bexrepesa u T. 11.), 00JIe3HU TJIEBPaJIbHOM TO-
JIOCTH, OKUPEHUE.

Chuxenne DL ipy HamM4uuu 1aHHBIX 32 OOCTPYK-
TUBHbIE HAapYILICHUS MOXET HaOII0IaThCsl Y OOJbHBIX
5M(pU3eMOil, MyKOBUCIIUI030M, JIMM(paHTUOICHOMMIO-
MAaTO030M, JIECTOYHBIM JJAHTePTraHCOKJIETOUHBIM THCTHO-
LIUTO30M [56—63].

Paccmorpenue nokasareneit DL u V, B KoMmIuiekce
MO3BOJISIET TIPOBOUTH 00JIee TOYHYIO MHTEPIPETAINIO
pesynbratoB uccienosanus. [Mpu cHkennu DL ipo-
NOPUMOHAIBLHO V, TIPEANONAraeTCs CHUXEHHE YIaCTUs
B ra3000MeHe Kak JIETOYHOTO (IMapeHXMMAaTO3HOTO0), TaK
M COCYIMCTOTO KOMITOHEHTA, YTO MPOSBIISICTCS He3HA-
YUTEJTbHBIM CHUXEHUEM WM HopMmaibHbiM K. Tlpu
cHxeHun DL, BbIpa)XeHHOM B MEHBIIEH CTETIEHH,
4eM TaKoOBOE V,, MMEET MECTO HEJOCTATOUHOE YCUIIUE
ITPU BBIIOJTHEHUW MaHEeBpa WM HaJIM4YKe BHEJICrod-
HBIX PECTPUKTUBHBIX HAPYIICHUI, UIN IIPOSBICHUC
MblieyHoit cinaboctu (K., > BI'H). Ipu cHuxenun
DL, B Gosbuieii crenienu, yem V,, peanoaraercs
HaJIM4ne CTPYKTYPHBIX U3MEHEHWI JIETOYHOM TKAaHU
(K., < HI'H). OcHoBHble nmpuunHbl usMeHenus DL
npeacTaBieHbl B Tao0u. 1.

[Tpu nuHTEeprIpeTaniiu pe3yabraToB 1UhGOY3MOHHOTO
TecTa Takxe HeobxoanmMo cpaBHUTh V, ¢ OEJI, monyyeH-
Hoii npu BIIT', 4ToOBI ONpeneanuThb, MOXKET JIM HEPAaBHO-
MepHOe paclipeieJIeHe TECTOBOTO ra3a CIToCOOCTBOBATh
camxkenuto DL, (mockonbky norsonieHrue CO MOXHO
OIPEIeJIUTh TOJBKO JUIsl 00J1acTeli, B KOTOPBIX pacripe-
IIeJISTIOTCS TeCTOBBIC Ta3bl). HopManbHOE 3HAUCHME OT-
Howenus V, / OEJI'y B3pOC/IbIX MalMEHTOB COCTABISET
~ (,85—0,90 [64]. [Tpn CHUKEHUU ITOrO OTHOIICHMSI
< 0,80 mpeamnosiaraeTcst HapylIeHUe cMelllBaHus (pac-
npeneeHus ) Ta3oB, YTo OTpaxaeTcst B CHuxeHun DL
U SBJISIETCSI BO3MOXKHBIM ITPU3HAKOM HAIMIMS dMpu3e-
Mbl. Kak otmeuarot akcneptsl ERS / ATS, ecu BIIT He
MMPOBOIMIACH, HAIMYME KPYTOTO HUCXOISIIETO HAKIIO-
Ha KPUBOI MHEPTHOTO Ta3a BO BPEMSI BBIIOXAa MOXET
CBUIETEIBCTBOBATH O HEPABHOMEPHOM paclpeaeieHUI
rasa [3].
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<HH —— DL, >BMH —
\
\4
CHuxeH v HopmanbHbii MoBbILWEHHBIN NEroYHbIN
A KPOBOTOK (LUyHT CO COpocoM
KpOBM CneBa Hanpaso,
OpoHxuanbHas acTma,
v \4 O0XMPEHME), IPUTPOLNTO3,
CHuxeH | HopManbHbINi MoBbIwweH anbBeonsipHoe
Ky (DLy ! V,) Hapywenus neroutoro KPOBOTEYeHMe
KpOBOTOKA (NeroyHas runepreHaus,
v v TANA, BackynuThl); amtusema
C COXPaHHbIMU NEro4YHbIMM
NokanbHoe ymeHbLUeHNe o6bemamu; panHve U3,
Moteps anbBeonsipHo- obbema nerkux (pesekums atemvs
KanunnApHoi CTPYKTYpbI NerKkoro); HemosnHoe
NPU yMEeHbLIEHNUH pacnpaBneHue Nnerkux
anbBeonspHoro ooLema (HernyGokuit BAOX,
(amchmzema, U3N) HelpoMBbILLEYHas
AvcyHKums)

Puc. 6. TToaxon K MHTepHpeTaluu pe3yabTaToB ucciaenoBaHus nuddy3noHHol criocodHoctr Jerkux mo CO. BHauane TpeGyeTcst OnpeaeinThb,
SIBJISIETCS JIM MoKa3zaTesib 1 dy3noHHoi crocodbHocTH Jierkux o CO CHUKEHHBIM WIK MOBBILIEHHBIM, COMTOCTABUB €ro CO 3HAYEHUSIMU HIXK-
Heii ¥ BEpXHei rpaHULl HOPMbI, OTIPEACISIEMbIX 5-M 1 95-M MPOLIEHTUISIMU TOJKHBIX 3HaYeHUi. Bbicokmii mokaszaTesb 1uddy3MoHHOM Ccrtoco6-
HocTH Jierkux 1o CO 1oyt Bcerga o0yCcaoB/eH MOBBIILIEHHBIM 00bEMOM JIETOYHOTO KPOBOTOKA, HAIIPUMED TPU LIYHTE cJieBa HaIrpaBo, MOBbI-
meHHbIM Hb, HampuMep ipu 3pUTPOLIMTO3e WU AJIbBEOSIPHOM KpOoBOTeUeHNH [65]. [lanee crenyeT OeHUTb BEIMINHY TToKa3aTeseli abBeosIp-
HOro oobeMa 1 koadduireHTa rnepeHoca jerkux aist CO. Eciau nokasaresib albBeOJISIPHOIO 00beMa B Mpe/iesiax HOpMabHbIX 3HAaY€HUIA, TO 3TO
MOXET CBUIETEIbCTBOBATh O MOPAXXEHUU JIETOYHBIX COCYIOB, 3M(HU3eMe ¢ COXPAHHBIMU JISTOYHBIMU 00beMaMK WK aHemuu. Eciu mokasarenb
aJIbBEOJISIPHOTO 00beMa HU3KMIA, a TpaHchep-kKoadbuLreHT jJerkux mo CO B HOpMe MM TaKXKe CHUXXEH, TO, BEPOSITHO, UMEIOT MECTO Hapylle-
HUSl aJIbBEOJIIPHO-KAMWUISIDHOM CTPYKTYpPbI, PAa3BUBAIOLLIMECS, HANpUMeEp, NMpU 3MbU3EME WIM WHTEPCTULMAIBHOM 3a00J€BaHUU JIETKUX
C YMeHblIeHUeM oObeMa Jierkux. HU3kuii anbBeosipHblii 00beM M MOBBILIEHHbIN TpaHchep-KoadduimeHT yerkux 1no CO cBUAETETbCTBYIOT
O CHMKEHWU JIETOYHBIX O0BEMOB 1O TIPUYUHE JIMOO0 JTOKATU30BAaHHOI MOTepu 00beMa JIETKUX (Harpumep, Mmocje pe3eKInuu JeTKOTo, 3a4acTyio
COIPOBOXKIAIOIIEHCS HEKOTOPBIM pocTOM TpaHchep-kKoaddunnrenTa serkux no CO), 1ub0 HEIMOJTHOIO pacrpaBiieHUs JIETKUX (HarpuMep, mpu
HECIMOCOOHOCTU OCYIIECTBUTD MOJIHBINM BIOX, YTO COMTPOBOXIACTCS CYIIIECTBEHHBIM POCTOM TpaHChep-KoahdUILIMEeHTa JeTKUX 110 MOHOOKCHULY
yriaeposja)

[Mpumeyanue: HI'H — nwknas rpanuua Hopmel; DL, — nuddysnonHas cmoco6HOCTh JIETKUX Mo MOHooKcuy yriepoaa; CO — MOHOOKCHUIL YIJIepona,;
BI'H — BepxHss rpanuia Hopmbl; Hb — remornio6un; V, — anbeeossipblii 06bem; TOJIA — pombosmMboiius erounoit aprepun; M3J1 — unrepctunmaib-

Hoe 3a0oneBanue nerkux; K ., — Tpancdep-koshOUImMeHT Ierknx mo MOHOOKCHY YIJIepoaa.

Figure 6. Approach to interpreting the results of the assessment of the diffusing capacity of the lung for CO. First, it is necessary to determine whether
the diffusing capacity of the lung for CO is reduced or increased by comparing it with the lower and upper limits of the normal range, which are
determined by the 5" and 95" percentiles of the normal values. High diffusing capacity of the lung for CO is almost always caused by increased
volume of pulmonary blood flow, such as in the case of left-to-right shunt, increased hemoglobin, for example, against erythrocytosis, or in the case
of alveolar bleeding [65]. Next, it is necessary to evaluate the values of the alveolar volume and the transfer coefficient of the lung for CO. If the
alveolar volume is within the normal range, it may indicate damage to the pulmonary vessels, emphysema with preserved lung volumes, or anemia.
If the alveolar volume is low and the transfer coefficient of the lung for CO is normal or also low, it may indicate abnormalities in the alveolar-cap-
illary structure, such as in the case of emphysema or interstitial lung disease with reduced lung volumes. A low alveolar volume and an increased
transfer coefficient of the lung for CO indicate a decrease in lung volumes due to either localized loss of lung volume (such as after lung resection,
which is often accompanied by a slight increase in the transfer coefficient of the lung for CO) or incomplete lung expansion (such as in the case of
inability to fully inhale, which is accompanied by a significant increase in the transfer coefficient of the lung for CO)

NMPUNOXEHUE npumep, no Hb, COHb miu napunaibHOMy IaBIEHUIO
aJIbBEOJISIPHOTO KMCIOPOIa) TAKXKe JOJIKHA ObITh OTpa-
JKEHa B OTYETE HapsIALy C JaHHBIMU, IO KOTOPBIM IPO-
BOJMJIACh KOPPEKLHNSI, M TIPU HEOOXOAMMOCTH TTPOKOM-
MeHTHpoBaHa. [1py BO3MOXHOCTU JOJIKHBI YKA3bIBATh-
¢ otnenbHo n3MepeHHas OEJI u oTHomeHne AR / OEJI

MpunoxeHue 1

MpoTokon uccneaoBanua Anddy3MOHHOM CNOCOBHOCTH NErkux

[TapameTpsl, peKOMEHIyeMbIe ISl BKITFOUSHUS B TIPOTO-
KoJ1 uccaenoBaHusi DL B COOTBETCTBUM ¢ peKOMEH a1 -
smu ERS / ATS nipencrasiens B a0, 18S.
Hcnonbsyemas mng tectupoBanust DL, cuctema
JIOJKHA 00eCTIeYnBaTh BEIBOM HA MUCILICH U B ITeYaTh Clie-
IYIOIIMX MoKa3aTesell U rpaMKoB: HEKOPPEKTUPOBaH-
nyio DL, DL_,, KoppektupoBaHHyio 1o P, (barometric
pressure — GapomeTpuyeckomy nasinenuio), HI'H DL
U Z-OLIeHKY, I0JXKHOE 3HAaYeHUEe U %Hm‘, Keo, HTHK

v z-oueHky, K., - un %ﬂom Jliobas koppekuus (Ha-

(Ha yCMOTpeHHE TIPOBOISIIETO UccaenoBaHmne). Takxke
crenyeT ykasaTh cpenHee 3Hadenue V). Ecau KEJI ns-
Mepsllach OTIEIbHO, OHA TaKXKe MOJIKHA OBITh yKa3zaHa
71 KOHTPOJIs 32 TOYHOCTHIO n3mepeHus V. Kpome toro,
PEKOMEHIYETCSI BKJIIOYUTD B IMPOTOKOJ UCCIEIOBAHMS
KOMMEHTap11 OTHOCUTEJIbHO Ka4eCTBAa BBIMOJHEHHbBIX
usMepeHuii. B ciydae, ecnu B 1abopaTopum MpoIoKa-
0T UCTIOJIB30BATh [JISI MHTEPIIPETALIUN PE3YIbTaTOB UX
3HAaYEHUsl B IIPOLEHTAaX OT AOJIKHOIO, PEKOMEHIYETCsI
JIOTIOJTHUTEIBHO YKa3bIBATh B OTUETE 3HAUEHUSI Z-OLIEHKU.
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Tabauua 1S

Iloxazameau, pexomendyemvie 045 6KAI0MEHUA 8
npomoxkoa uccaedosanus ougpghysuonnoii cnocobnocmu
Ae2KUX no MOHOKCUOY yeaepooa

Table 1S

Indices recommended for inclusion in the test report for the
diffusing capacity of the lung for carbon monoxide

Moka3arens* ‘ CreneHb HeobxoaMMoCTH
DL, (HekoppeKTMpoBaHHasi) 06s3aTensHO
DL, (koppektupoBanHas no Hb) 06si3aTensHO
DL, (HTH w [ unm Z-kpurepuin) 06si3atensHO
DL, 06s3aTensHO

'CO ponx.

DL ;4 zomes KOPPEKTHPOBAHHOE ®akynLTaTUBHO (MK Kakoi-nn6o
KoppeKuuu, nomumo koppexuuu no Hb)

DL %oyom 06n3aTensHO

V, (BTPS) 06s3atensHO

V, (HTH u [ nnm Z-kpuepui) 06s3aTensHo

Vi B DaKynbTaTHBHO

Keo 06sn3aTensHO

Ko (HTH 1 [ wnn Z-kputepuii) 06s3aTensHO

K o mm: 06s3aTensHo

Keor %Am_ O6s3atensHO

Py 06s3aTenbHO

iy 06s3aTensHO

V,(BTPS) 063aTensHO

Vp auar. (M0 ®ayniepy) 06s3atenbHo ans RGA-cucTem

OEN 06si3aTensHo ans RGA-cuctem

sb

HaumeHoBaHue Habopa gomkHbix  O6si3aTenbHO

BeNIUYUH

Knacc kayectBa Tecta Pexomenpyetcs (Bkntoyas % Bapuabenb-

HOCTM Npuemnembix MaHespos DL )

KommeHTapuy onepartopa 06513aTeNLHO (YMCNO MAHEBPOB, NPUEM-

NeMbIX MaHeBpOB)

pacimkm 06si3aTenbHo (NonHoe rpadimyeckoe nu3o-
GpaxeHue MaHeBpa W rpadivk KOHLEHTpa-
LMK BblAbIXaemMoro ra3a OTHOCUTeNbHO
06bema ¢ ykasaHUeM NPOAOIKUTENLHO-

cTu cOopa obpasua B RGA-cuctemax)

Hb ®akynbraTUBHO (TPebyeTcs B cnyyae npo-
n3BeaeHHoI koppekuwn DL, no Hb); ypo-
BeHb Hb pekomeHayeTcs yunTbIBaTh
NpK UHTEpNpeTaLum

COHb ®akynbraTUBHO (TPebyeTcs B cnyyae npo-

u3segeHHoi koppekuuy DL no COHb)

AnbTepHaTUBHbIE pacyeThl
(Hanpumep, pacyer DL, no meTo-
RY «TPeX ypaBHEHM», HopManu-
30BaHHbI| yron HaknoHa asb! lll)

®dakynbTaTMBHO

Mpumeyanme: BTPS — Temneparypa Tena, AaBneHme OKpyXatoLLeil cpezbl, HachlLLeHe BOas-
Hbiv napom; HTH — HinkHas rpariia Hopwbl; DL, — andidbyanonHas cnocoBHOCTs Nerkux

10 MOHOOKCUAY Yrrepora; V, — anbBeondpHbiin 06bem, K ., — TpaHcdep-koadduLmMeHT nerkix
o MoHoOKcuy yrmepoga; P, — GapomeTpiyeckoe fasneHue; t,, — Bpems safepiki bixaHus,;
V, (BTPS) - obem Baoxa B ycriosusx BTPS; V, . — aHaToMU4eckoe «MepTaoe MpocTpaHcT-
8o»; V, (BTPS) — anbaeonspHbiii 06bem 8 yerousx BTPS; OEN, ~ obiuas eMkocTb nerkux,
vaMepeHHas npu ouieHke DL, MeTonom ofuHo4Horo Boxa; Hb — remornou; COHb - kap-
Bokevremornobus; RGA (Rapidly responding Gas Analyzer) — rasoananusatop 6bicTporo pea-
ruposakus; * — ang DL, V,, Koo, b, V), Vy o W OB, MipEACTaBNeHs! B BIRE CPemHiX 3Have-
HuiA NpYeMNEMbIX ¥ MOBTOPSIEMbIX MaHEBPOB.

Note * = DL, V,, Ko by Vi Vp e @Nd TLC, are presented as the average values of

acceptable and repeatable maneuvers.

PexoMeHnayercst obecneynuTh BO3MOXKHOCTb UMITOPTA
U BKCIIOpTa JaHHBIX B / U3 UHTepdelica UCTOIb3yeMOit
ITHATHOCTUIECKOI CUCTEMEL.

MpunoxeHue 2
Knuxuyeckue npumeps!

IMauuent 1. My:xunna 60 jieT, eBpoIrieonIHoM packl. duar-
HO3 XpOHUYecKast 00CTpyKTHUBHast 00J1e3Hb Jierkux (XOBJT),
aMdu3eMaTO3HbIN (PEHOTHII, TSKENOM CTENEeHU, 000CTpe-
Hue. 2KamoObl Ha OIBIIKY ITpU (DU3NUecKoit Harpyske. ['o-
CUTANIU3UPOBaH B Aekadpe 2025 r. B MJIaHOBOM TOPSIIKE
IUTsI Too0CenoBaHus 1 Koppekimu jJedeHust. Co cJIoB mna-
LIMEHTA: CTAXK KypeHUsI — 35 MMaYKo-JIeT, B HACTOSIIEE BPEMSI
He KypuT. Padotan Bonurenem. JInarno3 XOBJI ycraHoBieH
B 2023 r. YpoBeHb o, -aHTuTpuncuHa — 1,51 v/ (Hopma —
0,9—2,0). ITo nanHbIM KoMIibloTepHO# ToMorpaduu (KT)
opranos rpynHoit kinetku (OI'K) (mexadpp 2025 1.) — KT-
MpY3HAKU SM(MU3EMBI JITKUX, aTePOCKIep03a a0PTHI, KO-
poHapHbIx apTepuii. Poct — 175 cm, macca tena — 100 kr,
nnaekc Maccol Testa (MMT) — 32,7 kr / M2,

Pe3ynbraThl ciipoMeTpuy IIpenCcTaBlIeHBI B Ta0. 2S
n Ha puc. 1S, BIIT — B ta6n. 3S 1 Ha puc. 2S, usmepeHus
DL — B 1a67. 4S u Ha puc. 3S u 48S.

3aknr4eHue no cnupomempuu

PedepencHbie (nomkHbie) 3HaueHuss GLI.
Hapy1eHvie BEHTUIISILIMM JIETKUX IT0 OOCTPYKTUBHOMY
TUTTY KpalHE TSXKEJIOU CTETIEHU:
* cumxenue OOB, / ©XKEJ,
* TeHepaJM30BaHHOE CHUXXEHHUE CKOPOCTU (HOPCUPO-
BaHHOTO BBIIOXA.
Ucxonno — cHmkenne OKEJL.
[MomoxwuTenbHOM peakimu Ha canboyTamout (400 MKT)
HE BBISIBIEHO: KO duumeHT 6ponxoaunaraunu — 8 %,
O®B,, abcomoTHbII MpUpocT — 90 mi1.

3akmoyeHue no 6odunnemuamozpachuu

PedepeHcHbie (mokHbIe) 3HaueHust GLI.

OEJI — B npenenax HOPMbI: JaHHBIX 32 HAapyllIeHUE
JIETOYHOM BEHTUJISILIUY 110 PECTPUKTUBHOMY TUITY HE BbI-
sapieHo. ZKEJI cuukena. YBenuuenue ®OE u ®OE /
OEJI, cuuxenne emkoctu Broxa (E, ) mpu Hamnuuu
OOCTPYKIIMY YKa3bIBaeT Ha TUITEPUHQIISIIINIO JIETKUX.
Yeemmuenue OOJI u ero monu B ctpykrype OEJI ipu Ha-
JIMYMU OOCTPYKIIMU YKa3bIBaeT HA HATTUUME «BO3MYIITHOM
JIOBYILIKI».

VYBennueHrue OpPOHXUATLHOTO COMPOTUBIICHUS, TIPH-
3HaKM HEPAaBHOMEPHOCTH pacrpe/ieIeHUs] BEHTUIISIIINY,
HaJIMYMsl BO3AYIIHOM JIOBYIIKHU.

3aknoyeHue no usmepeHuto ducghghy3uoHHol cnocobHocmu nesKkux

PedepencHbie (momkHbie) 3HaueHuss GLI.

CHuxeHue n1ud@y3MoOHHON CIOCOOHOCTU JIETKUX
Jierkoi crenenu (npu yposue Hb 1411 /1 — DL xopp.
68,1 %, . ,z-oueHka — (—2,14)), HENMPOMOPLMOHATBHO
aJIbBEOJIIPHOMY 00beMY, CAeAyeT UCKITIOUUTh MapeHXu -
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Tabauua 28
Pezyavmamut cnupomempuu nayuenma 1
Table 28
Spirometry results for patient 1
3HaveHne
Mokasatenb
‘ nonx.* HIH UCXOAHO Z-0LieHKa %Am nocne Z-0LieHKa ‘ %Am_
OXEN, n 4,435 3,375 3,36 -1,668 75,8 3,58 -1,325 80,7
00B,, n 3,432 2,580 1,10 4177 32,1 1,19 -4,039 34,7
00B, / ®XEN 0,775 0,654 0,327 -4,755 42,2 0,332 -4,722 42,9

Mpumeyarme: HTH — HikHas rpaxula Hopubl, GKEN - opcuposarHas xusHeHHas emkocTb nerkux; 0GB, — ofbeM dopcvposaHHoro Bbinoxa 3a -0 cekyHay; GLI (Global Lung function
Initiative) — cucTeMa AOMKHBIX BENM4YH, pa3paboTanHas aKCMepTHoI rpynnoi EBponelickoro pecnpaTopHoro 0BLUECTBA N0 CTaHAAPTI3ALIMN NETOYHbIX (YHKLIMOHAMbHBIX TECTOB; * — AOMKHblE
3HayeHns cornacHo GLI, paccuntanHble ¢ MomoLLbto OHNaltH kanbkynstopa (https:/gli-calculator.ersnet.org).

Note: *, the predicted values (GLI) were calculated using an online calculator (https:/gli-calculator.ersnet.org).

A B 6-

Motokn/c
g
06nem, n

0 1 2 3 4 5 6 1012345678 9101 121314151617
Bpems, ¢

06bem, n

Puc. 1S. ®opcupoBaHHasi CiupoMeTpust: A — KpuBble (JOPCHPOBAHHBIX BbIIOXA U BIOXa B KOOPAMHATAX «[IOTOK—00beM»; B — KpuBbIie opcu-

POBAHHOTO BbIZIOXa B KOOPAMHATAX «O0BEM—BpPEMSI»
[IpumeyaHue: cepblil LBET — JaHHbIE MALMEHTa 10 WHTAISILNAN calbOyTaMoJia; OpaHXEBbIN LIBET — JaHHbIE MALIMEHTA TT0C/Ie MHTAISINN CalbOyTaMoIa;

YEePHBIii LIBET — JOJKHASI KPUBAS «[IOTOK—00BEM» (HOPCUPOBAHHOTO BBIIOXA.
Figure 1S. Forced spirometry: A — forced exhalation and forced inspiration curves in the “flow—volume” coordinates; B — forced exhalation curves

in the “volume—time” coordinates
Note: gray color — patient data before salbutamol inhalation; orange color — patient data after salbutamol inhalation; black color — forced exhalation “flow —

volume” curve.

Tabauua 3S
Peszyavmamut 600unsemuszmoepagpuu nayuenma 1
Table 3S
Results of body plethysmography of patient 1
‘ 3HaueHune
Mokasatenb
nomk.* HrH BrH MCXOAHO Z-0LieHKa Pogom,
OEN, n 6,948 5,571 8,343 8,18 1,454 17,7
XEN, n 4,860 3,876 5,873 3,25 2,721 66,9
®OE, n 3,510 2,425 4,874 6,08 2,861 173,2

Hauao. ITponomkenue tadi. 3S cM. Ha cTp. 589
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Oxonuanue Ta6:. 3S. Havayo cm. Ha cTp. 588

®OE / OEN, % 74,33
E.n 3,520 24712 4,522 2,10 -2,208 59,7
PO,,., N 1,255 0,454 2,398 1,15 -0,181 91,6
00f, n 2,160 1,327 3,151 493 4137 228,2
001/ OEN, % 30,549 20,834 40,707 60,269 4,668 197,3
R, . KMa/nlc 0,30 1,04

Mpumevanme: HTH — HwkHAA rpaxmua Hopmbl; BIH - BepxHss rpaiua Hopmbl; OEN - obLuas emkocTs nerkix; XKEN - xu3HeHHas emkocTb nerkux; ®OE - hyHKUMOHaNbHAs 0CTaTOYHas eMKOCTb
Terkux; EBq — eMKOCTb BAOXa; POM — pesepBHblit 06bem Bblgoxa; OO/ - ocTaTouHblit 06bem nerkvx; OEST - obluast emKocTb Nerkux; R, o~ obluee conpoTiBEHHe AbixatenbHbIx nyTeit; GLI
(Global Lung function Initiative) — cucTeMa AOMKHbIX BEMM4MH, pa3paboTaHHas aKkcnepTHoi rpynnoit EBponerickoro pecnpatopHoro 06LLUECTBa N0 CTaHAAPTI3aLIMM NIETO4HbIX (YHKLMOHAMbHBIX
TECTOB; * — JOMKHblE 3HaueHus cormacko GLI, paccuutanHble ¢ MOMOLLbIO OHMaliH kanbkynsTopa (https:/gli-calculator.ersnet.org).

Note: *, the predicted values (GLI) were calculated using an online calculator (https:/gli-calculator.ersnet.org).

Bro,n 6,22 615 6,40 sR kMaxc 6,44

aw o’

1,5

1,0

=
[24]

100 150 200 250

Motok,n/c
o

s
(]

A o6bema, Mn

Puc. 2S. Bonumnierusmorpadusi: A — MeTiv BHYTpUTPYIHOTO o0beMa rasa; B — nmetist cietinduyeckoro oomiero 0poHXuajibHOTO COMPOTUBIECHUS
[Mpumevanue: B'O — BHyTpurpyaHoii oobem rasa; sR — crneuuduyeckoe odliee OPOHXUATBHOE CONPOTUBIEHME; P — JIaBJIEHUE B POTOBOIA 10O-
JIOCTH.

aw oL por. nion

Figure 2S. Body plethysmography: A — loops of intrathoracic gas volume; B — loop of specific total bronchial resistance

Tabauua 45
Pezyavmamut uzmepenus ougpghyzuonnoii cnocoonocmu aeexkux nayuenma 1
Table 4S5
Measurements of the lung diffusing capacity of patient 1
lMokasatenb ‘ Suasenne
‘ nonxk.* HrH MCXOAHO ‘ Z-0LieHKa ‘ %nonx.
DLy Mn1 [ MMH | MM pT. CT. 26,576 19,896 17,84 -2,218 67,1
DLy Pg M/ MuH [ MM pT. CT. 26,576 19,896 17,77 -2,238 66,9
Keor MN1[ MUH [ MM pT. cT. /N 4,256 3,217 2,74 -2,458 64,4
v,n 6,287 5,084 6,50 0,279 103,4
OEN,, n 6,71
V,n 3,46
g © 10,55
Hb, r/ an 14,10
DL, oppy M1 | MuH [ MM pr. CT. 26,576 19,896 18,10 -2,143 68,1
K ropps MI1 | MUH [ MM pT. CT .In 4,256 3,217 2,78 -2,388 65,3

Mpumeyarie: HTH — Hinkran rpaniua Hopmbl; DL, — auddysnonHas cnocoBHOCTb Nerkix no MoHookcuay yrnepopa; P, — 6apometpueckoe pasnenne; K, — TpaHcdep-koaddmuy-
EHT JIETKIX 110 MOHOOKCUAY Yrepoaa; V, — arnbaeonapHbiin ofbem; OENT — obilas eMKocTb nerkux, usmepeHast npu ouewke DL ) METooM oauHo4Horo Boxa; V, — 00bem Boxa;

t,,, — Bpemsa 3apepxki Abixanus; Hb — remornobuk; DL sopp, — KOPPEKLVS! 3MEPEHHbIX 3Hadenmin DL.; K, = app. KOPPEKLMS! U3MEPEHHBIX 3HaveHuit K, GLI (Global Lung function
Initiative) — cucTema LOMKHbIX BENMYMH, pa3paboTanHas aKCnepTHOI rpynnoli EBponeiickoro pecnnpatopHoro oéuecma 10 CTaHAAPTM3ALMN NETOYHbIX (YHKLMOHAMNBHBIX TECTOB;

* — IOMKHble 3Ha4eHUs cornacHo GLI, paccunTanHble ¢ NOMOLLb0 OHMaitH kanbkynsitopa (https:/gli-calculator.ersnet.org). MporpamMmHoe obecneyeHne faHHOro Npou3BoauTens 06o-
PYAOBaHNA MPUMEHSIET ANTOPUTM KOPPEKLIMY HE OIKHOTO 3HaueHns DL, a u3MepeHHOI BeN4MHbI 3TOTO Mokasatens.

Note: *, the predicted values (GLI) were calculated using an online calculator (https:/gli-calculator.ersnet.org); The software of this equipment manufacturer applies the adjustment

algorithm to the measured value of DL, not to the predicted value.
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5 DLCO  [mi/min/mmHg] 2671 1784 6&7% B 23 18,26 18,03 17,66
DLCOPE [ml/min/mmHg] 2671 17,77 67% [ -23 1818 17,95 17,58
3 KCO [mn/man/wmPrcr/nl 428 274 64% [ 25 27 2,76 273
£y vA (Al 628 650 103% 03l 673 652 6,48
‘;a TiC [l 630 671 9% |-03 6,92 675 668
52 VCBA [ 434 346 80% | 16 3,02 342 3,50
g Hb fgrdl - 1410 - 14,10 14,10 14,10
. DLCOc  [mi/min/mmHg] 2671 1810 68% [ 22 18,52 18,29 1791
i KCOc [mn/mun/mmPr.cr/n] 428 278 65% B 24 2,75 2,80 2,76
R T_Imiﬂms 78 9 10¢P T P [sedd - 1055 = 11,19 10,71 10,39

Puc. 3S. MHTtepdeiic nmarHocTUYECKOM CUCTEMBI B pexkuMe uaMepeHust auddy3moHHoi crmocooHocT jerkux mo CO MeToaoM OJIMHOYHOTO
BIOXA C 33/IEPKKOU NBIXaHUs (M300pakeHUe MOXET OTIIMYATHCS B 3aBUCUMOCTH OT MPOU3BOAUTEINST 00OPYIOBAHUSI M BEPCUM TTPOTPAMMHOTO
obecrieyeHust). JIeBblil BEpXHUI YroJI: IbIXaTeJIbHbIE MaHEeBpP (JIMHMSI OPAaHXXEBOTO 11BeTa), M3MEeHeHue KoHleHTpauuit CO (JIMHUST KpacHOTO
1IBETA) ¥ TeJTusl (JIMHUSI CTHETO 11BeTa) B BBIIBIXaEMOM BO3MIyXe; TTOJIOCA CEPOTO 1IBETa — JAMAIAa30H MPUEMIIEMBIX 3HAUCHU ! XKU3HEHHON eMKOCTH
sierkux (90—100 %). IpaBblit BepxHMii yroi: u3MeHeHne KoHeHTpaimu CO (JIMHUST KPaCHOTO 1IBETA), TeJusl (JIMHUSI CUHETO 1IBETa), U3MCHEHME
o0BbeMa (TIOTIBITKY 2 ¥ 3 — JIMHUY TOJTyOOTO M CMHETO 1IBETa COOTBETCTBEHHO) M aHAJTM3UPYEMBIil 00BeM BBIIBIXaeMOTO BO3ayXa (CTONOeI 3ee-
HOTO 11BeTa). JIEBBI HIXKHMI YyrosI: aBToMaTnyecKas OLEHKa KayeCTBa BBITOJTHEHHOTO MCCIIEIOBAaHM, a Takke Tucrorpamma K — momkHoro
1 (haKTUIEeCKUX 3HAYCHUI U3 IPUHSTHIX K pacueTy u3mMepeHuit. [1paBblit HUKHUI yror: Tabauia ¢ pe3yibTataMu 3 u3MepeHuii (1-e He cooTBeT-
cTBoBajo Kputepuio V, > 90 % obbema Bo3yxa MPU MAKCHMATILHOM BBIIOXE T10C/Ie MAKCMMAJIbHOTO BIOXa; 2-€ U 3-€ COOTBETCTBOBAIN KpUTE-
pUsIM KauecTBa UM TOBTOpsieMOCTH). [IporpamMMHOe obecrieueHue NAaHHOTO TIPOM3BOIUTENSI OOOPYIOBAHUS MPUMEHSIET aJlTOPUTM KOPPEKIINU
He 0JDKHOTOo 3HaYeHMs! 11U dy3MoHHOI criocooHocTH Jerkux no CO, a u3MepeHHOIi BeIMYMHBI 3TOTO MOKa3aTest

[Mpumeuanue: CO — monookeun yrepona; DL ) — nnddysnoHHas criocoGHOCTb JIETKUX 10 MOHOOKCHILY yriiepona; V, — o0bem Broxa; K, — tpancdep-
K03 OULMEHT JIETKHMX [0 MOHOOKCHLY YIJIEpOIa.

Figure 3S. Interface of the diagnostic system in the mode of measuring the diffusing capacity of the lung for CO by the method of single breath with
breath-holding (the image may differ depending on the manufacturer of the equipment and the version of the software). The upper left corner:
breathing maneuver (orange line), change in concentrations of CO (red line) and helium (blue line) in exhaled air; the gray bar is the range of ac-
ceptable values of vital capacity of the lungs (90 — 100%). The upper right corner: change in concentration of CO (red line), helium (blue line),
change in volume (attempts 2 and 3 — light blue and blue lines, respectively) and analyzed volume of exhaled air (green column). The lower left
corner: automatic assessment of the quality of the performed test, as well as a histogram of K, — predicted and actual values from the measurements
used for calculation. The lower right corner: table with the results of 3 measurements (1% did not meet the criterion of V, > 90% of the air volume at
maximum exhalation after maximum inspiration; 2"¢ and 3" met the quality and repeatability criteria). The software of this equipment manufacturer
applies the adjustment algorithm to the measured value of DL, not to the predicted value

Kpwutepun kauectea ATS/ERS

MexayTecToBEIE KPUTEPUM:
Puc. 4S. OueHKa COOTBETCTBUSI KPUTEPUSIM Kade-

CTBa Y MOBTOPSIEMOCTU 2-TO U 3-TO U3MEPEHMU It
nhby3MOHHON CITOCOOHOCTH JIETKUX 110 MOHOOK-
cuiy yriepona

[pumeuanue: DL — nuddysnonHas crocoGHOCTb
JIETKUX TI0 MOHOOKcuay yriepona; ATS (American
Thoracic Society) — AMepuKaHCKOe TOpaKaJbHOe 00-
wectBo; ERS (European Respiratory Society) — EBpo-
neiickoe pecrnimparoproe obuiectso; VC ~— o6beM
Bo3zyxa npu Bioxe; VC  — o0beM Bo3yxa Npu Mak-
CHUMaJIbHOM BBIZIOXE I10C/IE MAKCMMAJIbHOTO BIOXA.

Pa3nuua mexay DLCO 3HaueHuaMm ABYX npueMaemsix nonsirok < 2,00 mi/min/mmHg 2 v/

Bee ATS/ERS T v

Kpntepun noneimok:
Monbimka
Baox uepes < 4¢
VC B4, > 90% ot VC makc
Bpema 3aaepxku Asixanua 10¢ £ 2¢
Bpewmna 2ab6opa npobkl < 4 ¢
Boigox uepes < 4c
[Aaenenue B pot. nonoctv < £1 kMa
EPCMAACINOCAANER NOM-ITKHT bt Figure 4S. Evaluation of compliance with the qual-
ity criteria and repeatability of the 2" and 3" mea-
surements of the diffusing capacity of the lung for
carbon monoxide
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MaTO3HbIe HAapyIIeHUsI, JIETOUHbIE COCYIMCThIE HapyIle-
Hust. HeoOXoOMMO COOTHECTH MOJYYECHHBIE Pe3yJIBTAThI
C KJIIMHUKO-JTa00paTOPHBIMU JAHHBIMU.

V, nenponopuuonaneH OEJI, usmepennoii npu BITT
(V, / OEJI = 0,79). Ot0 yKa3bIBaeT Ha HapylIEHNE paB-
HOMEPHOCTH pacripeie]IeHUs] BEHTWIISIIIMU, HabJo1aeMoe
mpu XOBJI.

ITamment 2. MyxxunHa 52 JeT, €eBpONEOUIHON pachl.
JuarHo3 jierounslii brdpo3 ¢ hopMUPOBAHKUEM «COTOBOTO
JIeTKOTO». 2Kaso0bl Ha OABIIIKY TPU HEOOIBLION HATPY3-
Ke, Kallelb CO CIM3UCTON MOKpoToit. OOpaTuiics K myiib-
MOHOJIOTY B KOHCYJIbTATUBHO-MAarHOCTUYECKOE OTAEIe-

Hue (aexkabpb 2025 r.). Hukorna He Kypui. 3aHUMacs
PEMOHTOM KBapTUP (KOHTAKT C MbUIbIO) B TeueHue 20 JieT.
ITo marueM KT OI'K (mexadpb 2025 1.): KT-nipusHakun
UIMOTIATUIECKOTO (hMOPO3UPYIOIIETo anbBeoanuTa (63
TUHAMUKM B CPABHEHUU C TIPEIbIAYILIMM KCCIeAOBAaHUEM
ot 15.02.24). JIumdaneHonaTus cpeaocteHus. PekoMeH-
JIOBAHO T000CIIeAOBAaHNE — KOMITJICKCHOE MCCIIeIOBaHNE
(YHKILIM JbIXaHUS.

Poct — 177,5 cM, macca tena — 99 kr, UMT —
31,4 kr / M2

PesynbraThl ciipoMeTpuy IIpencTaBlIeHBI B Ta0. 5S
n Ha puc. 5S, BIIT" — B 1a6:. 6S u Ha puc. 6S, u3MepeHust
DL — B 1aba. 7S u Ha puc. 7S.

Tabauua 58
Pe3yavmamut cnupomempuu nayuenma 2
Table 58
Spirometry results for patient 2
‘ 3HayeHune
Mokasarenb
‘ LOMmK.* HrH nonyy4eHHoe Z-0LieHKa ‘ %‘W.
®XEN, n 3,825 3,787 2,35 -3,853 48,2
00B,, n 4,877 2,959 1,83 -3,627 47,8
00B, / ®XEN 0,787 0,675 0,779 -0,125 99,0

Mpumeqative: HTH — HinkHas rparuua Hopwbl; GXKEN ~ dhopeuposanHas xusHenHas emkocTb nerkix; 0GB, — 0bbem dhopeuposarHoro Bbinoxa aa 1-o cekyway; GLI (Global Lung function
Initiative) — cucTeMa LOMKHBIX BEMWYMH, pa3paboTaHHas SkcnepTHoW rpynnoi EBponelickoro pecnupaTopHoro 0BLLECTBa NO CTaHAAPTU3ALMA NEroUHbIX (YHKLIMOHANMBHbIX TECTOB; * — JOMKHbIE
3HaueHus cornacHo GLI, paccuuTarHble ¢ noMoLLblo OHMaiiH kanbkynstopa (https:/gli-calculator.ersnet.org).

Note: *, the predicted values (GLI) were calculated using an online calculator (https:/gli-calculator.ersnet.org).

Motokn/c

O6bem, n

2- /'

06bem, n

1 0 =r
6 10 1

56 7 8

A T
Bpewms, ¢

2 3

Puc. 5S. ®opcupoBanHas cniupomMeTpusi: A — KpuBble (DOPCUPOBAHHBIX BBIIOXA U BIOXa B KOOPAUHATAX «IOTOK—00beM»; B — kpuBbie dopcu-

POBAaHHOTO BblAOXa B KOOpAMHATax «OG'LCM—BDCMH»

[puMevaHue: Cepblii LBET — IOJDKHASA KPUBAsl «IOTOK—00beM» (DOPCHPOBAHHOTO BBIIOXA.
Figure 5S. Forced spirometry: A — forced exhalation and inspiration curves in the “flow — volume” coordinates; B — forced exhalation curves in the

“volume — time” coordinates

Note: gray color — the predicted “flow — volume” curve of forced exhalation.
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Tabauua 68
Pesyavmamot 600unaemusmoepapuu nayuenma 2

Table 65
Results of body plethysmography of patient 2

Mpumeyanme: HTH — HixHss rpanuua Hopmbl; BIH - BepxHsst rpanuLia Hopmbl; OEN - oblias emkocTs nerkwx; XEI — xv3HeHHas emkocTb nerkux; ®OE — dyHKUMOHaNbHas ocTaTouHas eMKocTb
TIETKNX; an. — eMKOCTb BAOXa; POM_- Pe3epBHbIi 00bem Bbinoxa; 00N -~ ocTarouHbiii 06bem nerkux; OEN - obuias emkocts nerkux; R o~ 0bLLee conpoTuBneHme ablxatensHbix nytedt; GLI
(Global Lung function Initiative) - cicTema [omkHbIX BenM4MH, pagpaboTaHas akcnepTHow rpynnoil EBponeiickoro pecnupaTopHoro o6LuecTsa no CTaHAapTU3aLMy NErodHbIX MYHKLMOHAMbHBIX
TECTOB; * — AOMKHbIe 3Ha4eHns cornacHo GLI, paccuntaHHble ¢ noMOLLbH0 OHNaltH KanbkynsTopa (https:/gli-calculator.ersnet.org).

Note: *, the predicted values (GLI) were calculated using an online calculator (https:/gli-calculator.ersnet.org).
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Puc. 6S. bonurietnsamorpadusi: A — e BHyTPUTPYIHOTO 00beMa rasa; B — nemis crietnduaeckoro o61iero 6poOHXMaIbHOTO COTIPOTUBIICHNUS
Tpumeuanue: BITO — BHyTpurpyaHoii oobem rasa; SR — crierduyeckoe oblee GPOHXUATBHOE COMPOTUBIEHUE; P — JaBJIeHKHE B POTOBOM MO-

aw 06w, por. nojt.
JIOCTHU.

Figure 6S. Body plethysmography: A — loops of intrathoracic gas volume; B — loop of specific total bronchial resistance

Tabauua 78
Peszyavmamut usmepenus ougpghyzuonnoii cnocobnocmu aezxkux nayuenma 2

Table 78
Measurements of the lung diffusing capacity of patient 2

Hauano. [Tponoykenue tab:a. 7S cM. Ha ctp. 593

592 MynbmoHonorus « Pu’monologiya. 2026; 36 (4): 568-606. DOI: 10.18093/0869-0189-2026-36-4-568-606



KnuHnyeckue pekomengauuu « Clinical guidelines

OxkoHuanue Tabi. 7S. Havyano cM. Ha cTp. 592

(C 10,25 10,03 10,43
Hb, r/ gn -

DL g qpps M1/ MUH [ MM pT. CT. 28,750 21,859 9,19 -5,816 32,0 9,25 9,13
Koo opp M1/ MUH | MM pT. CT. [ 1 4,401 3,382 291 -2,461 66,1 2,78 3,06

Mpumedative: HTH — HinkHas rpariuua Hopwbl; DL, ~ andcbyanorHas cnocoBHOCTL Nerkux no MoHookeuay yrepopa; P, — 6apomeTpuyeckoe aasnenie; K., — TpaHchep-KoaddmumenT nerkix
0 MOHOOKCUAY Yrmepora; V, — anbaeondpHbiin 06bem; OENT, — ofliias eMKoCTb nerkix, uaMepeHHas npu ouekke DL ) MeTonoM ofuHo4Horo Boxa; V, ~ 00beM BoXa; t,, ~ BPEMS 3afepxKu
fbixanus; Hb — remorno6uk; DL app. ~ KOPPEKLUS M3MEDEHHbIX aradenmid DL K sorp. KOPPEKLIUA MIMEPEHHBIX 3HaueHuit K ; * ~ HOMmKHble 3HaueHwa cornacto GLI, paccuTanHble ¢ noMoLLbio
OHNaitH kanskynsTopa (https:/gli-calculator.ersnet.org); GLI (Global Lung function Initiative) — cucTema AomkHbIX Ben4uH, paspaboTarHas 3kenepTHoI rpynnoi EBponevickoro pecrimpaTopHoro
0BLLECTBA N0 CTaHRAPTU3ALMM NErO4HbIX (YHKLVOHANBHBIX TECTOB. 3MepeHHe 2 He COOTBETCTBOBANO KpUTEPHSIM Ka4ecTBa 1 Bbino yaaneHo.

Note: *, the predicted values (GLI) were calculated using an online calculator (https:/gli-calculator.ersnet.org). Measurement 2 did not meet the quality criteria and was removed.

W3mepero: 16.12.2025 11:27 LFX 1.10.1 Okp. cpepa: 26,4 °C 763,04 mmPT 50 % 16.12.2025 11:39 LFX 1.10.1
Cnp. mogyns: GLI2017 & ECCS93
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Puc. 7S. I'paduku nsmepenust 1uddy3rnoHHON CITOCOOHOCTH JIETKMUX 110 MOHOOKCHJLY YIJIEPOAa METOJOM OAMHOYHOIO BAOXa M3 MPOTOKOJIA UC-
caenoBaHus (M300pakeHNe MOXET OTIIMYAThCS B 3aBUCUMOCTHU OT ITPOU3BOAMUTESI 000PYIOBaHUS M BEPCUM TTPOrpaMMHOT0 obecrieueHust). [1o-
MMMO TMPUBEIEHHBIX IpauKOB, B IPOTOKOJIE TIPEACTABIEHBI AaTa U BPeMsl U3MEPEHUs, XapaKTEPUCTUKMU OKPYXKalollei cpelbl (TeMrepaTypa,
OapoMeTpUYeCcKOe JaBJIeHUE, OTHOCUTENIbHAS BIaXKHOCTb), BEPCHUS MPOrPAMMHOTO 00eCIeUeH s U UCTIOJIb3yeMblii Habop pedepeHCHBIX (0K~
HbIX) 3HaueHuit (B naHHOM ciyyae — GLI2017 & ECCS93; GLI — ¢dopcupoBaHHas criupoMeTpusi U uaMepeHue auddy3MoHHOM CriocoOHOCTH
nerkux; ECCS — 6oaurietusmorpadus).

Tpumeuanue: ATS (American Thoracic Society) — AMepuKaHcKoe TopakaibHoe obiiectBo; ERS (European Respiratory Society) — EBporneiickoe pecrivpa-
TopHoe 0011ecTBO; K — Tpancdep-koaddunment nerkux no monookeuny yriaepona; GLI (Global Lung function Initiative) — cuctema N0OJKHBIX BETUYKH,
paspaboTaHHast KCIIEPTHOI IpyIoil EBporieiickoro pecrpaTtopHOro oouecTsa 1o CraHaapTU3alim JeroYHbIX (hyHKIMoHanbHbIX TecToB; ECCS (Euro-
pean Community for Coal and Steel) — EBporieiickoe cOOOIIECTBO YIS U CTaU.

Figure 7S. Graphs of diffusing capacity of the lung for carbon monoxide from the test report; measured by single breath method (the image may vary
depending on the manufacturer of the equipment and the software version). In addition to the graphs, the report presents the date and time of the
measurement, environmental characteristics (temperature, barometric pressure, relative humidity), software version and the used set of reference
(predicted) values (in this case — GLI2017 & ECCS93; GLI — forced spirometry and lung diffusing capacity measurement; ECCS — body plethys-
mography).

3akmoyeHue no cnupomempuu 3akmoyeHue no 6odunnemusamozpaguu
PedepencHbie (nomxHblie) 3HaueHus GLI. PedepencHbie (nomxHbie) 3HaueHuss GLI.
HapyiieHvie BEeHTWISIIUY JIETKUX TSKEJIOW CTeTICHU. PecTpukTuBHBIE HapyIIEHUs] BEHTWISILIUU JETKUX:
CHikenne ®2KEJ. camxenue OEJL.
Otnowenne OPB, / ®XKEJI — B npezesiax HOPMBbI: Cumkenne KEJI. CHuxenue E . Otmevaercs yBe-
JIAaHHbBIX 32 HapylLIeHUE JIETOUHOUW BeHTUIIuuu no o6-  auueHue OOJI B ctpykType OEJL.
CTPYKTUBHOMY THUITY HE BBISIBJICHO. Conpotrusnenue 11 He yBenuueHo.
s yTOUHEeHUS TUTIA BEHTWISIIIMOHHBIX HapYIICHUI Kommenmapuii. Yseauuenue omuowenus OOJI / OFJI
pexomeHnyetcs usmeperue OEJL. npu chuxcenuu OFEJI, 2KEJI u npu HopmanvHom 3HaueHuu

The article is licensed by CC BY-NC 4.0 International Licensee https:/icreativecommons.org/licenses/by-nc/4.0/ 593



Yepusx A.B. u dp. smepenue nudby3MoHHON CTOCOOHOCTH JIETKMX 110 MOHOOKCHY yrjiepoaa

ODB, / ©XKEJI ykasvieaem na yxyouienue 0nopoNCHeHUs
NecKUX, YMo Modcem Oblmb C8A3AHO ¢ OUCPHYHKI UL MeAKUX
I ¢ «6030yuuHOIL 108YUIKOL» NPU U30bIMOUHOU MACce meaa
(UMT — 31,4 ke / m?).

3aknroyeHue no usmepeHuto Aughghy3uoHHol cnocobHocmu nesKux

PedepencHrie (momkHbIie) 3HaueHUs GLI.

CHuxeHue n1ud@y3MoHHON CIOCOOHOCTU JIETKUX
TsXKeJ0ii crenenu (mpu yposne Hb 146 1 /1 — DL —
P,—31,8 %ﬂom, Z-olleHKa — (—5,84)), IpoITopLOHAIEHO
CHIKEHUIO AJIbBEOJISIPHOTO 00beMa, CIEAYyeT UCKITIOUUTh
M3JI. Heob6xonnuMo COOTHECTU MOTYYEHHbIE Pe3yJIbTaThl
C KJIMHUKO-JIa00paTOPHBIMU TAHHBIMU.

Kommenmapuii. V, nponopyuonanen OEJI, usmepen-
nott npu BIIT (V, / OEJI = 0,857). Konuenmpayus Hb oas
MYACUUH NO YMOAMAHUI npUuHUMaemcs pagHoil 14,6 ¢ / oa.

IMamuent 3. MyxunHa 37 JeT eBpOIICOUTHON pachl.
JlnarHo3s: capKouao3 JIETKUX U BHYTPUTPYIHBIX TNM@a-
TUYECKHUX y3J10B, MOP(HOJOTrMYECKU He BEpU(ULIMPOBAH.
TocrmuTanm3npoBaH B ITyJIBMOHOJIOTMYECKOE OTHCICHUE
B IUTAHOBOM TIOPSIIKE TSI BeprbUKaIIIU JuarHo3a. 2Kao-
OBl Ha TTePUOANYECKUI Kallleb ¢ 0eCLIBETHOI MOKPOTOH,
MOBBILLIEHHYIO MOTJIIMBOCTb, c1adocTh. Hukoraa He Kyput.
PabotaeT okoso 5 yieT B Tunorpaduu (KOHTaKT C MbLIbIO,
cnuprocoaepxamumMu Bemectsamu). Ilo nanubim KT
OT'K, BBITOJIHEHHO# BO BpeMsl TOCIIMTAIN3ALN, OIIpe-
nensitorest KT-npusHaky nepuiuMpaTuiecKoi aucce-
MMHALIMHY JIETKUX HESICHOTO TeHe3a, JTMM@aIeHOTaThu —
MOKET COOTBETCTBOBATh CAPKOMIO03Y OPTAaHOB IBIXaHUS
1-i1 creneHu.

Poct — 191 cm, macca tena — 67 xr, UMT —
18,4 kr / M2

Pe3ynbraThl ciupoMeTpuM TIpeICTaBICHBI B Ta0J. 8S
u Ha puc. 8S, BIIT — B Ta61. 9S u Ha puc. 9S, uamMepeHUs
DL — B Ta6na. 10S u Ha puc. 10S.

3aknr4eHue no cnupomempuu

PedepencHbie (momkHbie) 3HaueHust GLI.

Otnomenne O®B, / ®XKEJI — B npeaenax HOpMBbI,
JAaHHBIX 32 HApyLIEeHUe JIETOYHON BEHTUISILUU 110 00-
CTPYKTUBHOMY THUILY HE BBISIBJICHO.

®XKEJI — B npeneiax BO3paCTHON HOPMBI.

IMonoxutenbHol peakunu Ha canboyTamosn (400 MKT)
He BbIAB/IEHO: Koo duumeHT 6porxoaunaraumu — 3 %
O®B, abcomoTHbIii pupocT — 130 M.

CX.

3akmtoyeHue no 6odunnemusamozpachuu

Pedepencurie (momkHbie) 3HaueHUs GLI.

OEJI — He cHIKeHa: TaHHBIX 32 HAPYIIICHUE JICTOUHOM
BEHTUJISILMY TI0 PECTPUKTUBHOMY TUITY HE BBISIBJICHO.
KEJI — B npenenax BO3pacTHON HOPMBbI.

Comnpotusienue 11 He yBeamdeHoO.

3aknioyeHue no usmepeHuto Auchghy3uoHHoU cnocobHoCmU Ne2KuxX

Pedepencusie (momkubie) 3HaueHUs GLI.

CHuxxeHue nud@y3MOHHON CITOCOOHOCTU JIETKUX
cpenneii crenenu (npu yposue Hb 146 v /1 — DL —
P, —654%, ., z-oueHka — (—2,75)), Henponopuno-
HaJILHO aJIbBEOJIIPHOMY 00beMYy, CIeAyeT UCKITIOUYNUTh
IMapeHXMMAaTO3HbIe HApPYIIIEHUsI, IESTOUHBIC COCYIMCTHIe
HapylleHus1, aHeMuto. Heo6XoarMo COOTHECTH TIOTyYeH -
HbIE PE3YIbTaThl C KIMHUKO-1A00paTOPHBIMU TaHHBIMU.

Kommenmapuii. V, nponopyuonanen OEJI, usmepen-
nott npu BIIT (V, / OEJI = 0,927). Konuenmpayus Hb oasa
MYACUUH RO YMOAMAHUI npUuHUMaemcs pasHoil 14,6 ¢ / oa.

ITanuenr 4. XKenmmna 67 JeT, eBpOIEOUIHON PACHI.
Jwnarno3 knuHnyeckuii ocHoBHoit — XOBJI, smpuse-
MaTo3HbIA peHoTun. KoHKypupyoumi — rurnepToHu -
yeckas 6ose3Hb II1 cranuu, 2-it creneHu. Puck cepneu-
HO-COCYIMCTHIX OCIOXHeHni — 3. ['ocnuranu3upoBaHa
B ITyJIbMOHOJIOTMYECKOE OTACICHNUE B TITTAHOBOM TOPSIIKE
ISt 1o00CcIeNoBaHUS Y KOPPEKIUK JieueHus. 2KaioObl
Ha OIBIIIKY TpU (PU3NIECKOI HArpy3Ke, U3XKOTy, 3aJI0-
KeHHocTh Hoca. Ctax kypeHus — 40 jer (10 curaper
B neHb). [To nanabM KT OI'K, BbITTOTHEHHOI BO BpeMs
rocnuranuzauuu, onpenensitorcs KT-npusHaku ampu-
3eMBbI JIETKHUX, JIETOYHOTO (prOpo3a; y4acToOK YIUIOTHE-
HUS B HIDKHE I0JIe JIEBOTO JICTKOTO (BEPOSITHO, B paM-
KaxX OCTaTOYHBIX BOCTIAIMTEIBHBIX U3MEHEHMI, CIeayeT
COMOCTaBUTh C KJIMHUKO-JIa00paTOPHBIMU JAaHHBIMU),
MUWHWUMAaJTbHBII JIEBOCTOPOHHWI TIEBPAJIbHBIN BEITIOT,
OpoHX03KTa3, MMMdaIeHOITaTHsI, TPhIKa IMUIIEBOTHOTO
oTBepcTus auacdparmMbl. KocBeHHBIE TTIPU3HAKM JIETOY-
HOI TUMEePTeH3UU. ATepOCKIEPO3 a0PThl, KOPOHAPHBIX

Tabauua 8S
Pezyavmamot cnupomempuu nauuenma 3
Table 8S
Spirometry results for patient 3
‘ 3HayeHune
Mokasatenb
‘ nonx.* HIH UCXOAHO Z-0LieHKa %Am. nocne Z-0LieHKa ‘ %Am
OXEN, n 6,317 5,048 5,74 -0,746 90,9 5,62 -0,901 89,0
00B, n 5,050 4,008 4,62 -0,688 91,5 4,75 -0,481 94,1
00B, / ®XEN 0,804 0,701 0,805 0,008 100,1 0,845 0,738 105,1

Mpumeyarme: HTH - HikHas rpaHuLa Hopubl, ®XXEN — dopcuposarHas KusHeHHas emkocTs nerkux; O®B, — 0Gbem (opeupoBaHHOro BbioXa 3a 1-10 CekyHAY, * — JOMKHbIE 3HAUEHNA COMAcHo
GLI, paccunTarHble ¢ NOMOLLbI0 OHMAH kanbkynsaTopa (https:/gli-calculator.ersnet.org); GLI (Global Lung function Initiative) — cuctema aomkHbIx BenuymH, pa3paboTaxas aKCepTHoiA rpynmoit
EBponeiickoro pecnupaTopHoro o6LuecTsa no CTaHapTU3aLMm NEroyHbIX MYHKLMOHAMbHbIX TECTOB.

Note: *, the predicted values (GLI) were calculated using an online calculator (https:/gli-calculator.ersnet.org).
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Puc. 8S. ®opcupoBanHas ciupoMeTpust: A — KpuBble (hOPCUPOBAHHBIX BBIIOXAa M BIOXA B KOOPIMHATAX «[TOTOK—00BEeM»; B — kpuBbie hopcu-
POBAHHOTO BbII0Xa B KOOPIMHATAX «00bEeM—BpEMSs»

[Ipumeuanue: cepblil BET — JAAHHBIE TAIMEHTA 10 WHTAISIIIN CATOYTAMOJIa; OPAHXKEBBIN I[BET — NaHHBIE MAIMEHTA TTOC/Ie WHTAISIIINN Calb0yTaMoIa;
YePHBIi1 [IBET — NOJKHASI KPUBasl «[TOTOK—00beM» OPCUPOBAHHOIO BBIIOXA.

Figure 8S. Forced spirometry: A — forced exhalation and forced inspiration curves in the “flow — volume” coordinates; B — forced exhalation curves
in the “volume — time” coordinates

Note: gray color — patient data before salbutamol inhalation; orange color — patient data after salbutamol inhalation; black color — forced exhalation “flow —
volume” curve.

Tabauua 98
Pezyavmamut 600unsemuszmoepaguu nayuenma 3

Table 95
Results of body plethysmography of patient 3

3HaveHue

Mokasatenb
nomk.* HIH BrH nonyyeHHoe Z-0LieHKa %

TMpumeyanme: HTH — HuxHsist rpakuUa Hopmbl; BIH — BepxHsist rpauLia Hopmbl; OEN - obliast emkocTs nerkwx; XEN — xu3HeHHas emkocTb nerkux; ®OE — dyHKUMOHamNbHas 0CTaTouHas eMKOCTb
nerkix; E,, - emkocTb Bioxa; PO, — pesepeHbiit 06bem Bbinoxa; OOI - octatouHbiit oGbem nerkix; OEN - obiuast emkocts nerkx; R, o — ofliiee conporuBnenite AbixaterbHeix nyTeit; * -
LOMKHblE 3Ha4eHUs cornacHo GLI, paccumTanHble ¢ noMoLLblo OHMaltH kanbkynstopa (https:/gli-calculator.ersnet.org); GLI (Global Lung function Initiative) — cucrema [omkHbix BEnMYMH, paspabo-
TaHHas 3KCMepTHOI rpynnoit EBponevickoro pecnipaTopHoro 0BLIECTBa M0 CTaHRAPTU3ALMI NETO4HbIX (DYHKLMOHAMBHBIX TECTOB.

Note: *, the predicted values (GLI) were calculated using an online calculator (https:/gli-calculator.ersnet.org).
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Puc. 9S. bonurietuamorpacdus: A — cpeaHee 3HaUSHUE TPEX U3MEPEHUI BHYTPUTPYAHOTO o0bema rasa; B — mets cnenmduieckoro ooiiero
OPOHXMATILHOTO CONPOTUBIICHUSI

ITpumeuanue: BI'O — BHyTpurpynHoit oobeM rasa; sR
JIOCTH.

Figure 9S. Bodypletysmography: A — average value of three measurements of intrathoracic gas volume; B — loop of specific total bronchial resistance

— cneuuduueckoe obiee OpOHXUATBLHOE CONMPOTUBIEHUE; P — JlaBJieHue B POTOBOM TO-
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Puc. 10S. UHTepdeiic nmarHocTMueckoit cucteMbl B pexkume uaMepeHus Anddy3noHHOI CITOCOOHOCTH JIETKUX 0 MOHOOKCHY YIJIepoaa MEeTO-
TIOM OIMHOYHOTO BIIOXA C 33[EePKKOM JAbIXaHUs (M300pakeHNe MOXET OTJIMYAThCS B 3aBUCUMOCTH OT MTPOU3BOAUTENST 000PYIOBAHUS U BEPCUU
MPOTrpaMMHOTO obecrieueHus ). JIeBbIi BEpXHUIA YTOJI: AbIXaTeJbHbII MaHEBP (JTMHMSI OPAHXKEBOTO 11BETa), M3MeHeHue KoHueHTpauuit CO (JinHus
KPAcHOTO I1IBeTa) U Tesivst (JIMHUSI CUHETO 1IBETa) B BbIIbIXaeMOM Bo3nyxe. [1paBblit BepXxHUil yroi: u3MeHeHue KoHieHTpauu CO (JTMHusT Kpac-
HOTO 11BeTa), rejusi (JIMHUS CUHEro LBeTa), M3MeHeHue obobema (MOMbITKUA | U 2 — JMHUU MaJMHOBOTO M TOJyOOro 1iBeTa COOTBETCTBEHHO)
U aHATM3UPYEMBbIIl 00BEM BBIIBIXaeMOTO BO31yXa (CToJ0el 3eeHoTro 11BeTa). JIeBbIil HUXKHUIT YTOJI: aBTOMaTHYeCKast OlleHKa KauecTBa BhITION-
HEHHOTO MCCIIEN0BAHNs, a TaKKe ructorpaMma K, — N0KHOro 1 (pakTHIeCKMX 3HAYEHUI U3 IPUHATBIX K pacyeTy usMepeHuid. [paBbiit Huk-
HUIA YTOJI: TabJUIa ¢ pe3yIbTaTaMy ABYX udMepeHuil. [IporpamMmmHoe obecrieueHre TaHHOTO TTPOU3BOIUTENSI OOOPYIOBAHMS IPUMEHSIET ajiro-
PUTM KOPPEKIIMH HE IOJDKHOTO 3HaYeHns DL, @ u3BMEPEHHOI BEMYMHBI 3TOTO TTOKA3ATENS.

[Mpumeuanue: DL — nuddysuonnas ciocobHOCTb IErKUX [0 MOHOOKCHUY yriepoaa; Py — 6apomerpuueckoe nasnenue; K — tpanchep-koabduunent
JIETKUX 1o MOoHookcuay yriaepoaa; ATS (American Thoracic Society) — AMepukaHcKoe TopakajibHoe obiectBo; ERS (European Respiratory Society) — EB-

POIEHCKOE PECTIMPATOPHOE O0LIECTBO; V, — albBEONAPHbINA 00beM; V, — 00beM BIOXa; ty, — BPeMsl 3a1epXKY nbixaHusi; Hb — remorno0un.

Figure 10S. Interface of the diagnostic system in the mode of measuring the diffusing capacity of the Iung for carbon monoxide by the method of
single breath with breath-holding (the image may differ depending on the manufacturer of the equipment and the version of the software). Upper
left corner: breathing maneuver (orange line), change in concentrations of CO (red line) and helium (blue line) in exhaled air. Upper right corner:
change in concentration of CO (red line), helium (blue line), change in volume (attempts 1 and 2 — crimson and light blue lines, respectively) and
analyzed volume of exhaled air (green column). Lower left corner: automatic assessment of the quality of the performed test, as well as a histogram
of K, — predicted and actual values from the measurements used for calculation. Lower right corner: table with the results of two measurements.

The software of this equipment manufacturer applies an adjustment algorithm to the measured value of DL, not to the predicted value.
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Tabauya 108

Pezyavmamut uzmepenus oughghysuonnoii cnocobnocmu aeekux nayuenma 3

Table 10S
Measurements of the lung diffusing capacity of patient 3
Moka3atenb ‘ Snasenve
‘ ROMK.* HIH MCXOAHO Z-0LIeHKa ‘ Koo, ‘ 1 ‘ 3
DL g MN [ MMH | MM pT. CT. 36,666 28,691 2414 -2,111 65,8 2424 24,04
DLy Pg M/ MuH [ MM pT. CT. 36,666 28,691 23,98 -2,751 65,4 24,08 23,88
Koo MA1 [ MUH [ MM pT. CT. [ N 4,646 3,678 3,32 -2,288 71,5 343 3,21
v,n 7,942 6,499 7,28 -0,739 91,7 7,08 7,48
OEN_, n 7,68 7,50 7,86
v,n 5,54 542 5,67
to © 9,70 9,71 9,69
Hb, r/ an -
DLgg o5 M/ MUH [ MM PT. CT. 36,666 28,691 24,14 2,71 65,8 2424 24,04
Keo opp M1 | MUH /MM pT. cT. [ n 4,646 3,678 3,32 -2,288 7,5 3,43 3,21

Mpumedative: HTH — HinkHas rpariua Hopwbl; DL, ~ andpyanorHas cnocoBHOCTb Nerkux no MoHoOKcay yrmepopa; P, — GapomeTpudeckoe aasneHue; K

o~ TPaHCHEP-KoIDMLMEHT Nerkux

110 MOHOOKCHAY Yrmepopa; . — anbBEoNAPHbIi 00beM; - 061L(ast eMKOCTb NIETKWX, U3MepeHHas npu OLIEHK METOZIOM OfMHO4HOTO BoXa; V — 00bem BHOXa; t . — BpeMA 3afepkku
0 MOHOOKCI epora; V, - anbBeo! obbem; OEN - obuias emKocTs ne 3 a ouerke DL ., MeTopo oro Boxa; V, - 00bem BLoXa; t,, — BpemA 3aje

fibixanust; Hb — remorno6uH; DL — KOppeKLMs 3MepeHHbIx 3HaqeHnin DL .; K

'CO Kopp. 'CO’ " "CO Kopp.

KOppeKUusa U3MepeHHbIX 3HayeHuit K

o OLI (Global Lung function Initiative) - cucTema SOMKHbIX BEAMYMH,

pa3paboTaHHas akcnepTHoit rpynnovt EBponerickoro pecnupatopHOro 0bLUeCTBa N0 CTaHAApTU3ALMM NEroUHbIX (YHKUMOHANbHBIX TECTOB; * — AOMKHBIE 3Ha4eHMs cornacHo GLI, paccuuTaHHble
C noMoLLbto OHMaiH kanbkynstopa (https:/gli-calculator.ersnet.org). avepeHue 2 He COOTBETCTBOBANO KpUTEPUSIM KayecTBa 1 6bino yaaneHo.

Note: *, the predicted values (GLI) were calculated using an online calculator (https:/gli-calculator.ersnet.org). Measurement 2 did not meet the quality criteria and was removed.

aptepuii. [lereHepaTUBHO-IUCTPODUIECKIE N3MEHECHUS
TPYIHOTO OTIesa TO3BOHOYHMKA.

Poct — 155 cMm, macca tena — 78 xkr, UMT —
32,5kr / Mm%

PesyabpTaThl cimpoMeTpuM TIpeAcTaBlIeHbI B Ta0I. 11S
n Ha puc. 11S, BIIT — B Ta6n. 12S u Ha puc. 12S, nzme-
penust DL — B tabha. 13S u Ha puc. 13S.

3aknr4eHue no cnupomempuu
PedepercHbie (momkHbie) 3HaueHust GLI.

Ornomenne O®B, / ®KEJI — B npeenax HOPMBI
JAHHBIX 332 HApYIIeHWE JIETOYHOW BEHTWISILUM IO 00-
CTPYKTMUBHOMY THITY HE BBISIBIICHO.

®XKEJI — B npeneiax BO3paCTHON HOPMBI.

3akmoyeHue no 6odunnemusmozpaguu

PedepercHbie (momkHbie) 3HaueHust GLI.

OEJI — B mpenenax HOpMBI, Ha HIKHEH TpaHUIIE,
MaHHBIX 32 HApYILIeHHWE JIETOYHON BEHTUJISILIUU TI0 pe-
CTpUKTUBHOMY TuIly He BhIsiBaeHO. 2KEJI — B npenenax
BO3pPACTHOW HOPMBI.

Comnpotusnenue 11 yBeamdeHo.

3aknoyeHue no usmepeHuto Auchghy3uoHHoU cnocobHoCmU Ne2Kux

Pedepencurie (momkHbie) 3HaueHUs GLI.

CHuxeHue nud@y3MOHHON CITOCOOHOCTU JIETKUX
cpenneii crenenu (npu yposHe Hb 110 r /1 — DL —
P, - 50,9 %HOM_, z-oueHka — (—3,80)). Chuxenue V,
u K. OTKJIOHEHUS XapaKTepHbI 1/l HApyLIEHUI ajlb-
BEOJISIPHO-KAMMJUISIPHOM CTPYKTYPbI, Pa3BUBAIOLIUXCS,
Hampumep, nipu sMmpuseme uau U3J1 ¢ ymeHblIeHUEM
obbeMa jierkux. HeobxonnmMo cooTHeCTH MOJyYeHHbIE
PE3yJbTaThl C KIMHUKO-Ta00paTOPHBIMU TaHHBIMMU.

Kommenmapuii. Coomnowenue V, : OEJI, usmepenroii

A
npu bodunsemuszmoepagpuu, cocmasasiem 0,836.

Tabauua 118
Peszyavmamut cnupomempuu nayuenma 4
Table 118
Spirometry results for patient 4
‘ 3HaveHue
Mokasatens
‘ DOMK.* HrH nonyyeHHoe Z-0LieHKa %w‘
®XEN, n 2,645 1,954 2,25 -0,929 85,1
0®B,, n 2,076 1,530 1,76 -0,961 848
00B, / ®XEN 0,789 0,660 0,782 -0,096 99,1

Mpumeyarme: HTH - HikHas rparua Hopubl, GXEN — dopcuposarHas Ku3HeHHas eMkocTb nerknx; 0GB, — ofbem dopcrposaHoro Beifoxa 3a 1-1o cekyway; GLI (Global Lung function
Initiative) — cucTeMa SOMKHBIX BEMMYYH, pa3paboTaHHas SkcnepTHOW rpynnoi EBponelickoro pecnpaTtopHoro 0BLIECTBa NO CTaHAAPTU3aLMA NEroUHbIX (YHKLMOHANBHbIX TECTOB; * — NOMKHbIE
3HaueHus cornacHo GLI, paccuuTanHble ¢ noMoLLblo OHNaiH kanbkynstopa (https:/gli-calculator.ersnet.org).

Note: *, the predicted values (GLI) were calculated using an online calculator (https:/gli-calculator.ersnet.org).
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Puc. 11S. ®opcupoBaHHast ciupoMeTpusi: A — KpuBble (hOPCUPOBAHHBIX BBIIOXA U BIOXA B KOOPAMHATAX «[TOTOK—00beM»; B — KpuBbIe (hopcu-
POBAaHHOIO BbIIOXA B KOOpAMHATaX «00BbEM—BpEMSI»
ITpumeyaHue: cepblit IBET — AOKHASL KPUBAS «TIOTOK—00BEM» (DOPCUPOBAHHOTO BbIIOXA.

Figure 11S. Forced spirometry: A — forced exhalation and inspiration curves in the “flow — volume” coordinates; B — forced exhalation curves in
the “volume — time” coordinates
Note: gray color — the required “flow — volume” curve of forced exhalation.

Tabauua 128
Pesyavmamot 600unaemuzmoepagpuu nayuenma 4

Table 128
Results of body plethysmography of patient 4

Mpumeyanme: HTH — HixHas rpanuua Hopmbl; BIH - BepxHsst rparuLia Hopmbl; OEN - obias emkocTs nerkwx; XEI — xu3HeHHas emkocTb nerkux; ®OE — yHKUMOHaNbHas 0cTaTouHas eMKoCTb

nerkix; E, - eMkocTb Blioxa; POM_ ~ pesepBHblii 0Gbem Bbifoxa; OON - ocTatouHbii 06bem nerkix; OEN - 0bujas emkocTb nerkix; R -~ o6luiee conpoTusnenve abixarenbHbix nyTeit; GLI
(Global Lung function Initiative) - cicTema [omKHbIX BERMYMH, paspaboTaHHas akcnepTHoW rpynnoil EBponeiickoro pecrupaTopHoro o6LuecTsa no CTaHApTU3aLMy NErouHbIX YHKLMOHAmbHBIX
TECTOB; * — AOMKHbIe 3Ha4eHns cornacHo GLI, paccuntaHHble ¢ noMoLLbH0 OHNaltH KanbkynsTopa (https:/gli-calculator.ersnet.org).

Note: *, the predicted values (GLI) were calculated using an online calculator (https:/gli-calculator.ersnet.org).
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Puc. 12S. Bonunnetusmorpacdus: A — cpenHee 3HaU€HUE TpeX UBMEPEHUI BHYTPUTPyAHOTo oObeMa raza; B — neris crneuunduyeckoro oouiero
OPOHXMATLHOTO COMPOTUBIICHUS

TMpumeyanue: B[O — BHYTpUTpyHOiT 06beM rasza; P
JICHUC.

Figure 12S. Bodypletysmography: A — average value of three measurements of intrathoracic gas volume; B — loop of specific total bronchial resis-
tance
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Puc. 13S. UHTepdeiic TMarHoCTUYECKON CUCTEMBI B peXXUMe U3MepeHUs Tudhy3MOHHOI CITOCOOHOCTH JIETKMX TT0 MOHOOKCHLY YIJIEpOia METO-
JIOM OIMHOYHOTO BJIOXa C 3a[€PKKOi bIXaHUsT (M300pakeHUe MOXET OTJIMYAThCS B 3aBUCUMOCTU OT MPOM3BOAUTENSI 000PYIOBAHUS U BEPCUU
MPOTPaMMHOTO obecrieueHus ). JIeBbIii BEpXHUIA YTOJI: AbIXaTeJbHbI MaHEBP (JIMHUSI OPAHXKEBOTO 11BETa), M3MeHeHue KoHueHTpauuit CO (InHus
KPacHOTO 1iBeTa) W resivsl (JIMHUSI CUHEro 11BeTa) B BblAbIXaeMOM Bo3ayxe. [1paBblit BepxHUil yros — uaMeHeHue KoHueHTtpauuu CO (iuHus
KPaCHOTO LIBeTa), rejivst (JIMHUS CUHETO 11BeTa), U3MeHeHHe oObeMa (TOMbITKY | 1 2 — TMHUKM MaJIMHOBOTO U TOJIy0OTO 1IBETa COOTBETCTBEHHO)
U aHAJIM3UPYEMblid 0ObEM BBIIBIXaEMOTO BO3/1yxa (CTOJIOEI 3eJIeHOTo 11BeTa). JIeBbIii HUXKHUIA YroJ: aBToMaTHYeCKasi OlleHKa KauyecTBa BbITOJ -
HEHHOTO MCCIIEN0BAHNS, a TaKKe ructorpamma K — NomKHOTo 1 (paKTMIeCKMX 3HAYEHUI U3 IPUHATBIX K pacyeTy usMepenuid. [1paBbiit Huk-
HMI yrosl — tabyuiia ¢ pesyjibraTamMu IByX uaMepeHuit. [IporpaMmmHoe obecrieueHrue JaHHOTO MPOU3BOAUTENSE 000PYI0BaHUS MPUMEHSIET alro-
PUTM KOPPEKIIMH HE IOJDKHOTO 3HaYeHns DL, a "3MEPEHHOI BEMYMHBI 3TOTO TTOKA3aTENs.

[Mpumeyanue: DL, — muddysnonHas criocobHOCTb JIETKMX 0 MOHOOKCH]LY Yriepona; P, — 6apometpuyeckoe nasnenue; K., — rpancdep-koapduiment
JIETKMX M0 MOHOOKCHILY yIiieposia; V, — alnbBeOJAPHbIi 00beM; V| — 00beM BIOXa; ty,, — BpeMs 3aepXKK AblxaHust; Hb — remorno6un.

Figure 13S. Interface of the diagnostic system in the mode of measuring the diffusing capacity of the lung for carbon monoxide by the method of
single breath with breath-holding (the image may differ depending on the manufacturer of the equipment and the version of the software). The
upper left corner: breathing maneuver (orange line), change in concentrations of CO (red line) and helium (blue line) in exhaled air. The upper right
corner — change in concentration of CO (red line), helium (blue line), change in volume (attempts 1 and 2 — crimson and blue lines, respectively)
and analyzed volume of exhaled air (green column). The lower left corner: automatic assessment of the quality of the performed study, as well as
a histogram of K — predicted and actual values from the measurements used for calculation. The lower right corner — table with the results of two
measurements. The software of this manufacturer of equipment applies the adjustment algorithm to the measured value of DL, not to the predicted
value.
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Tabauua 138
Pe3yavmamot usmepenus ougppysuonnoii cnocoobnocmu aezkux nauuenma 4
Table 138
Measurements of the lung diffusing capacity of patient 4
‘ 3Hayenne
MNokazatenb
‘ LOMmK.* HIH MCXOAHO ‘ Z-0LieHKa ‘ %WM ‘ 1 ‘ 2
DLy MA1 [ MMH | MM pT. CT. 17,784 13,463 8,31 -4,247 46,7 8,87 7,75
DLy Pg Mn [ MuH [ MM pT. CT. 17,784 13,463 8,26 -4,278 46,4 8,82 7,70
Keor MN1[ MUH [ MM pT. CT. /N 4,296 3,293 2,72 -2,701 63,3 2,76 2,69
v,n 4,144 3,327 3,05 -2,247 73,6 3,22 2,88
OEN,, n 333 348 3,18
v, n 2,24 2,25 2,23
g € 10,16 10,23 10,08
Hb, r/ an 11,0
DLy gpp, M1/ MUtH [ MM pT. CT. 17,784 13,463 9,06 -3,803 50,9 9,67 8,45
K MI/ MUH [ MM pT. CT. [ N 4,296 3,293 2,97 -2,227 69,1 3,01 2,93

CO Kopp.’

Mpumeqative: HTH — Hinkias rpakuua Hopwbl; DL, — andipyanorHas cnocoBHOCTb Nerkux no MoHoOKcay yrmepopa; P, — GapomeTpudeckoe fasneHie; K

o~ TPaHCHEP-KOIDMLMEHT Nerkux

10 MOHOOKCUAY Yrmepopa; V, — anbaeonspHbiid 06bem; OENT,, — obluas eMKoCTb nerkix, uaMepeHas npu ouetke DL ) MeTogoM oguHo4Horo Boxa; V, ~ 00beM BRoXa; t,, — BPeMS 3anepxKy

[bixaHust; Hb — remornobu; DL, rp. ~ KOPPEKUS M3MEPEHHIX 3HAuEHM/I DLoy Koo .

0 KOppPeKUusa U3MepeHHbIX 3HayeHuit K

3

o+ " — HOMKHbIE 3HaueHws cornacHo GLI, paccuuTaHHbie ¢ noMoLLbio

OHnaitH kanskynsTopa (https:/gli-calculator.ersnet.org). GLI (Global Lung function Initiative) - cucTema [omxHbIx BenmumH, paspabotanHas 3kcnepTHOI rpynnoit EBponeiickoro pecniparopHoro
06LLeCTBa N0 CTaHAAPTU3ALMM NIETO4HbIX (DYHKLMOHAMBHBIX TECTOB; MporpaMMHOe 0BecneyeHme JaHHOMO NPOU3BOANTENS 060PYA0BAHIS NPUMEHSIET ANTOPUTM KOPPEKLMM HE [OMKHONO 3HaYeHMs!

DL, @ M3MepeHHoit BenM4MHbI 3TOTO nokasatend.

Note: *, the predicted values (GLI) were calculated using an online calculator (https:/gli-calculator.ersnet.org). The software of this manufacturer of equipment applies the adjustment algorithm to

the measured value of DL, , not to the predicted value.

co?
Cnucok cokpaLieHui

AKM — anbBeoispHO-KanWJIIsspHas MeMOpaHa

BIIT" — 6onunnerusmorpadus

BI'H — BepxHsisi rpaHuULIa HOPMBbI

BI'O — BHyTpUTpYIHOIT 00BEM Ta3a

JAM — napIxaTeabHbII MaHEBpP

JIT — npIxaTeabHbIe MYTH

KEJI — xxu3HeHHas eMKOCTb JIETKUX

KEJI | — Xu3HEHHasi eMKOCTb JIETKHX, U3MEPeHHast
Ha BIOXE

KEJI[ |~ — XWU3HEHHAs eMKOCTb JIETKUX, U3MEPEHHAs
Ha BbIAOXE

WUTI' — unauKaTOpHHIN ra3

M3J1 — nHTepcTULIMANIbHBIE 3a00J1eBaHMS JIETKNX

MMT — uHaekc Macchl Tea

KT — xoMmmnbroTepHasi ToMmorpadust

HI'H — HuxxHSI rpaHULIa HOPMBI

OTI'K — opranbl rpyaHOi#i KJIeTKH

OEJI — o0111ast eMKOCTb JIETKHUX

OEJI | — o611ast eMKOCTb JIETKUX, U3MEPEHHAsI TIPU OLIEH-
ke DL, METOIOM OIMHOYHOTO BIOXa

OOJI — ocTaTOYHBII 00BEM JIETKUX

O®B, — 06beM (hopcupoBaHHOTO BbIIOXa 32 1-10 ce-
KyHIY
POMA — pe3epBHBI 00BEM BblIOXa

TOJIA — TpoMO60OIMO0INS JIETOUHOM apTepUn

DXKEJ — popcrpoBaHHast JKU3HEHHAs! eMKOCTh JIETKUX
DOE — (pyHKIIMOHAIBHAS OCTATOYHASTI EMKOCTD JIETKUX
XOBJI — xpoHUYecKass 0OCTPYKTUBHAST 00JIe3Hb JIETKIX
ATPS (Atmospheric (ambient) condition for Temperature and
barometric Pressure, Saturated) — mapaMeTphl rasa B Tome-

IIEHWH, TAe TTPOBOAMTCS MCCIIeI0BaHUE: TEMIIepaTypa,
bGapomeTpurueckoe (aTMochepHOe) NaBJIeHUE U BIAXKHOCTh
BO3myXa

ATS (American Thoracic Society) — AMepuKaHCcKoe Topa-
KaJIbHOE OOIIECTBO

BTPS (Body condition for temperature and barometric pres-
sure, saturated) — TlapaMeTphl Ta3a B JIETKUX YeTOBEKa:
temnepatypa Tena (37 °C), 6apomerpuyeckoe (aTMocdep-
HOE) JaBJIeHUE U MOJTHOE HACKIIIIEHUE BOISTHBIM MapoM
CO — MOHOOKCU yTiiepona

COHb — xapboKkcureMorioouH

DL — nuddy3rnoHHast CmocoOHOCTb JETKUX

DL, — muddysroHHas CiocoOHOCTD JIETKMX MO MOHOK-
cuIy yriiepomna

HOKCHIY yIJIepoia, U3MepeHHast METOJIOM OJIMHOYHOTO
BIOXA

D,, — MeMOpaHHBI KOMIOHEHT AU GHY3MOHHOM CTI0-
COOHOCTH JIETKUX

ECCS (European Community for Coal and Steel) — EBpo-
MeiicKoe COOOIIECTBO YIISI U CTAJIN

ERS (European Respiratory Society) — EBpomeiickoe pe-
CIUpaTOpHOE OOILECTBO

E,, —emkoctb Broxa

GLI (Global Lung function Initiative) — cuctema TOJDKHBIX
BeJIMYMH, pa3paboTaHHas 9KCIepTHOM Tpyroii EBpomneii-
CKOTO pecupaTOpHOro OO0IIeCTBa MO CTaHAAPTU3ALMU
JIETOYHBIX (PYHKIIMOHAIBHBIX TECTOB

Hb — remorno6un

K, — TpaHcdep-Ko2hOULMEHT JIETKKMX TI0 MOHOOKCHLY
yrieponaa
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K, — xoHcranra nuddysun
NO — MoHOOKCU a30Ta
O2 — KUCIOPOL,
P,CO, — mapuumanbHOe 1aBleHUE TMOKCHIA YIIepoaa
B aJIbBEOJISIPHOM rase
P, (barometric pressure) — 6GapoMeTprdecKkoe (aTMochep-
HOE) IaBJeHUE
P,0, — napumanbHOE 1aBIeHUE KMCIOPOA BO BIBIXAaEMOM
BO31yXe
P, — anbBeosiApHOE NaBieHne
P ACO — napuuanbHoe nasieHue CO B ajbBeoiax
P,O, — mapuuanbHoOe JaBJeHHUE KUCIOPOIA B albBEO-
JISIPHOM Tase
sor. s, — AABJICHIE B POTOBOI1 MOJIOCTH
PO, — napuumanbHOe JaBjIeHre KMUCI0POaa KPOBH JIETOY-
HBIX KaIlWJLISIPOB
P.CO — napumanbHoe HanpskeHre CO B Kanuuisgpax
— OpOHXMAJILHOE COTIPOTUBIICHUE Ha BIIOXE
— OpPOHXMAIBHOE COMPOTUBIICHNE Ha BBIIOXE
oo, — 001IIEE OPOHXUATILHOE COMPOTUBIICHUE
RGA (Rapidly responding Gas Analyzer) — razoaHanau3aTop
OBICTPOTO pearnpoOBaHUS
SD (standard deviation) — crangapTHOE OTKJIOHEHUE
sG,, — cneuuduyeckas GpoHXHUaTbHAsK IPOBOAUMOCTD
sR_ (specific airway resistance) — cniernpuyeckoe 6poH-
XUAJTbHOE COMTPOTUBJICHNE
SR, o, — CTICLIHGHYECKOE OOLLIEE OPOHXMATBHOE COTPO-
TUBJICHUE
sR . . cneurduueckoe apHeKTUBHOE OPOHXUATBLHOE
COTIPOTHUBJIEHUE
SV (Sample Volume) — o6bem obpasiia
ty,; — BPEMSI 3aIEPKKU IbIXaHUS
TL_, — TpaHcdep-bakrop
V’ — cKopocTh MOTOKA BO3ayXa
V, — abBeOJIAPHBI 00beM
V_ — CKOpOCTb XMMUYECKO# peakuuu cBs3biBaHusa CO
00bEMOM KPOBHU aJIbBEOJISIPHBIX KAIMUJLISIPOB
VC _  — 00beM Bo3yxa PY MAaKCUMAJTbHOM BBIIOXE 110~
cJIe MAaKCUMAaJIbHOTO BIOXa
VC, — obbeM Bo3ayxa NpH BIOXe
V,, — 00beM «MepTBOro» MPOCTPaHCTBA MpUdopa
Vo sy, — @HATOMUYECKOE «MEPTBOE MPOCTPAHCTBO»
DoGopys, — AHATOMHUYECKOE «MEPTBOE IPOCTPAHCTBO» 060~
PYIOBaHMS
V, — BObIXaeMbIil 00beM
Z-olleHKa — yucyio SD Mexny u3MepeHHONH BETUYMHON
1 TOJDKHBIM 3HaueHHeM (HCIIOIb3YeTCs IJIsT OLICHKN HOp-
MaJIbHOTO JMAIla30Ha M CTEIIeHU OTKIOHEHUS OT JOJIK-
HOTO 3HAYeHUsI)
AV — n3MeHeHe 00beMa JIETKUX
AP, — naBjieHUe BHYTPH albBEOJ
APO, — rpaauMeHT napuuagbHOro 1aBJaeHUsa KUCI0-
pona
O — CKOPOCTb XUMHYECKOU PEaKIIMU CBSI3BIBAHUST MO-
HOKCHJIa yIJIepoaa ¢ TeMOTJIOOMHOM
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